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ABSTRACT: In the present study, the authors evaluated the diagnostic utility of a novel thin

bronchoscope with a 1.7-mm working channel for peripheral pulmonary lesions.

A total of 118 patients were included in this prospective study. Bronchoscopic examination was

performed using a 5.9-mm standard bronchoscope. If no visible endobronchial lesion was found,

transbronchial biopsies were performed with 1.5-mm biopsy forceps under fluoroscopic guidance

and the bronchus were washed with 10–20 mL of saline solution, using a prototype 3.5-mm thin

bronchoscope with a 1.7-mm working channel.

Endobronchial lesion was visualised with the standard bronchoscope in 16 patients, and the

other 102 patients underwent biopsies with the thin bronchoscope. The mean bronchus levels

reached with the standard bronchoscope and the thin bronchoscope were 2.3 and 4.3

generations, respectively. Endobronchial abnormality was revealed with the thin bronchoscope

in a further 14 patients. Diagnostic material was obtained in 50 of 68 (74%) patients with malignant

disease and 18 of 30 (60%) patients with benign disease. Four patients did not return to follow-up.

The diagnostic yield was 57%, even in lesions ,20 mm. There were no major complications.

In conclusion, bronchoscopy using a 3.5-mm thin bronchoscope with a 1.7-mm working channel

is useful and safe for the diagnosis of peripheral pulmonary lesions.
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L
ocalised peripheral pulmonary lesions are
commonly encountered in clinical practice
and frequently require tissue diagnoses to

project a treatment plan. In the diagnosis of such
lesions, bronchoscopy under fluoroscopic guid-
ance has come into wide use as a simple, safe and
readily available sampling technique. However,
the diagnostic yield of bronchoscopy for peri-
pheral pulmonary lesions has been reported to
be limited, so the usefulness of conventional
bronchoscopy is controversial [1–3].

Innovation in technology has permitted the
development of some promising bronchoscopes,
including those that are thinner than conven-
tional types. A preliminary study suggested that
the use of a thin bronchoscope (BF-3C40, 3.3-mm
distal end diameter, 1.2-mm working channel
diameter; Olympus, Tokyo, Japan) as an adjunct
instrument to a standard bronchoscope increases
the diagnostic yield by providing an accurate
pathway to the peripheral pulmonary lesions [4].
However, transbronchial biopsy (TBB) using cur-
rently available biopsy forceps for the 1.2-mm

working channel was not performed in that study;
the role of the thin bronchoscope as a single
method for diagnosing peripheral pulmonary
lesions therefore remains unclarified. In addition,
several investigators have indicated that the small-
calibre working channel (1.2 mm) of now-available
thin bronchoscopes is limited by insufficient speci-
men collection [5–7]. Therefore, the clinical appli-
cation of thin bronchoscopy for the examination of
peripheral pulmonary lesions in adult patients has
been quite limited.

The use of a thin bronchoscope with a larger
working channel for examining peripheral pul-
monary lesions seems to be promising. The aim
of the present study was to assess the utility of a
novel thin bronchoscope with a 1.7-mm working
channel in the diagnosis of peripheral pulmonary
lesions.

MATERIALS AND METHODS

Patients
The current prospective study was approved by
the institutional review board of the present
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authors’ hospital and informed consent was obtained from all
patients. Between March 2005 and March 2006, 118 patients
with localised peripheral pulmonary lesions, such as a solitary
pulmonary nodule, a pulmonary mass or a localised infiltrate,
who were referred for diagnostic bronchoscopy were enrolled.
Patients with diffuse pulmonary lesions were excluded.

Procedures
All bronchoscopic procedures were performed by staff
pulmonologists or supervised pulmonary residents of the
present authors’ institution, using conscious sedation with
bolus IV midazolam and topical anaesthesia with lidocaine. A
7.5-mm inner diameter endotracheal tube was placed trans-
orally under bronchoscopic control using a standard bronch-
ovideoscope (BF-240 or BF-1T260, 5.9-mm distal end diameter;
Olympus; fig. 1a), as used by IKEDA et al. [8] who developed the
flexible bronchoscope. Bronchoscopy was then performed in
the standard fashion to examine the endobronchial region. If
an endobronchial lesion (e.g. exophitic endobronchial mass,
submucosal spread or a peribronchial tumour causing extrinsic
compression) was detected, tissue sampling was performed
using the standard bronchoscope and the examination was
then terminated. If no endobronchial lesion was observed, the
standard bronchoscope was exchanged for a thin broncho-
scope (XBF-3B40Y1 (hereafter referred to as 3B40); Olympus;
fig. 1b) to examine peripheral pulmonary lesions. The 3B40
bronchofibrescope has a 3.5-mm distal end diameter, a 1.7-mm
working channel diameter, a 180u up and 130u down
angulation, a 90u field of view and a 2–50-mm depth of field.
The 3B40 was advanced toward the bronchus most likely
leading to the lesion under direct vision. Once the 3B40 was
inserted and wedged into the peripheral bronchus as far as
possible, TBB using 1.5-mm forceps (FB-32D or XBO1-951;
Olympus) was performed under fluoroscopic guidance. Eight
biopsy specimens were taken from each lesion and each
specimen was then transferred into separate containers filled
with formalin for histological examination. After TBB, washing
of the corresponding bronchus was performed with 10–20 mL
of saline solution. The retrieved washing fluid was submitted
for cytological examination and culture. Other procedures,
such as brushing, curettage or needle aspiration biopsy for the
target lesion, were not performed in the same setting. A chest

radiograph was obtained routinely to identify pneumothorax
after the procedures. The number of bronchial generations of
the standard or thin bronchoscope inserted was recorded. The
number of the bronchial generations, as defined in [9], was as
follows. 0: main bronchi; I: lobar bronchi; II: segmental bronchi
(e.g. B1, B2); III: subsegmental bronchi (e.g. B1a, B1b); IV:
subsubsegmental bronchi (e.g. B1ai, B1aii); and V: subsubsub-
segmental bronchi (e.g. B1aia, B1aib).

Diagnosis
All malignant diagnoses were confirmed pathologically, with
the exception of that of a patient with peripheral T-cell
lymphoma in whom the pulmonary lesion disappeared after
chemotherapy. Benign diagnoses were established using
surgical procedure, microbiological analysis, including tuber-
culosis or nontuberculous mycobacteriosis, or clinical follow-
up. The lesions that obviously diminished or disappeared
during the follow-up period were considered to be inflamma-
tion. Other benign diagnoses were confirmed via radiological
size stability and clinical compatibility during the follow-up
period, for o18 months after bronchoscopy.

Statistical analysis
Means and percentages are presented as appropriate.
Accuracies were calculated using standard definitions.
Results were considered statistically significant when pf0.05.

RESULTS
Endobronchial lesions were visualised using the standard
bronchoscope in 16 patients; the other 102 patients underwent
biopsies with the 3B40. Four patients were lost to follow-up.
Thus, a total of 98 patients (55 males and 43 females; mean age
65.1 (range 36–82) yrs) with peripheral pulmonary lesions
(median size 30.5 mm, mean¡SD size 34.3¡16.8 mm (range
11–76 mm)) were included in the final analysis. The character-
istics of the patients are presented in table 1.

The final diagnoses and the results of thin bronchoscopy are
shown in table 2. Diagnostic material was obtained using the
3B40 in 50 out of 68 (74%) patients with malignant disease, 18
out of 30 (60%) patients with benign disease, and 68 out of 98

�� ��

FIGURE 1. a) Standard bronchoscope with a distal end diameter of 5.9 mm

and a working channel of 2.0 mm (BF-240; Olympus, Tokyo, Japan). b) Thin

bronchoscope with a distal end diameter of 3.5 mm and a working channel of

1.7 mm (XBF-3B40Y1; Olympus).

TABLE 1 Characteristics of the patients and lesions

Patients 98

Sex M/F 55/43

Age yrs 65.1¡10.9

Current smokers % 36.7

Lesion size mm 34.3¡16.8

Lesion ,20 mm 23

Lesion o20 mm 75

Location

Right upper lobe 35

Right middle lobe 5

Right lower lobe 24

Left upper lobe 18

Lingula 5

Left lower lobe 11

Data are presented as n or mean¡SD unless otherwise stated. M: male; F:

female.
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(69%) patients overall. TBB was diagnostic in 49 (72%) patients
with malignant disease and 15 (50%) patients with benign
disease, whereas the cytological specimen from washing was
positive in 11 (16%) patients with malignant disease, and the
culture from washing provided diagnosis in nine (30%)
patients with benign disease. Washing alone provided diag-
nosis in four patients (adenocarcinoma in one, tuberculosis in
two, and nontuberculous mycobacteriosis in one). The sensi-
tivity, specificity, negative predictive value, positive predictive
value and accuracy of the thin bronchoscopy for diagnosing
malignancy were 74, 100, 63, 100 and 82%, respectively.

Table 3 shows the diagnostic yield of thin bronchoscopy
related to the lesion size, which was determined by measuring
the greatest diameter on computed tomography (CT).
Diagnostic yield of thin bronchoscopy for lesions ,20 mm
and o20 mm in size was 57% (13 out of 23) and 73% (55 out of
75), respectively. The diagnostic yield was not significantly
different in terms of the lesion size (p50.13 using the Chi-
squared test).

The 3B40 could be inserted into more distal bronchi compared
to the standard bronchoscope (mean¡SD generations 4.3¡1.0
versus 2.3¡1.0; p,0.001 using a paired t-test; fig. 2). An
endobronchial abnormality that could not be visualised with

TABLE 2 Final diagnoses and results of thin
bronchoscopy in 98 patients

Diagnosis Patients in

trial

Patients with diagnosis

by thin bronchoscopy

Malignant

Adenocarcinoma 37 28 (76)

Squamous cell carcinoma 15 13 (87)

Large cell carcinoma 3 2 (67)

Bronchioloalveolar carcinoma 2 0

Nonsmall cell carcinoma 6 4 (67)

Small cell carcinoma 2 1 (50)

Metastasis# 1 1 (100)

Malignant lymphoma 2 1 (50)

Benign

Tuberculosis 6 4 (67)

Nontuberculous mycobacteriosis 4 4 (100)

Pneumoconiosis 2 2 (100)

Bacterial pneumonia 2 2 (100)

Organising pneumonia 1 1 (100)

Cryptococcosis 1 1 (100)

Amyloidosis 1 1 (100)

Pulmonary abscess 1 0

Hamartoma 1 0

Wegener’s granulomatosis 1 0

Inflammation 6 3 (50)

Benign lesions

clinically confirmed 4 0

Total 98 68 (69)

Data are presented as n or n (%). #: colon cancer.

TABLE 3 Diagnostic yield of thin bronchoscopy according
to lesion size

Lesion size Lesions diagnosed/lesions examined

Malignant Benign Total

,20 mm 10/13 (77) 3/10 (30) 13/23 (57)

o20 mm 40/55 (73) 15/20 (75) 55/75 (73)

Total 50/68 (74) 18/30 (60) 68/98 (69)

Data are presented as n (%). Using the Chi-squared test, p50.13 between the

diagnostic yield for the lesions ,20 mm and o20 mm in size.

��
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FIGURE 2. Fluoroscopic images using a) the standard bronchoscope and

b) XBF-3B40Y1 (Olympus, Tokyo, Japan).
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a standard bronchoscope was revealed with the 3B40 in 14
patients (14%; fig. 3). Diagnostic yield was not affected by the
location of the lesion (p50.68 using the Chi-squared test;
table 4).

There were no significant complications, such as major
bleeding or pneumothorax.

DISCUSSION
The present results indicate that bronchoscopy using a 3.5-mm
thin bronchoscope with a 1.7-mm working channel is useful as
a single method for the diagnosis of peripheral pulmonary
lesions. The thin bronchoscope can enter a further two distal
generations of bronchi from the bronchi reached by a 5.9-mm
standard bronchoscope; it is thus likely to increase the
diagnostic yield. The yield of thin bronchoscopy was as high
as 69%, and 57% in lesions ,20 mm.

Over the past three decades, flexible bronchoscopy with or
without fluoroscopic guidance has been commonly used to
evaluate various pulmonary lesions [8, 10]. It is a recom-
mended procedure for endoscopically visible central lesions
because of its high diagnostic yield [11]. The role of the
conventional procedure for the evaluation of peripheral
pulmonary lesions is controversial [1–3]. The diagnostic yield
for peripheral pulmonary lesion varies widely in the literature,
between 20–80%, and depends on the size of the lesion [12–16].
In a recent review article, the sensitivity of conventional
bronchoscopy for peripheral bronchogenic carcinoma ,20 mm
was reported to be 34%, and was 63% for peripheral

bronchogenic carcinoma .20 mm [11]. The conventional
bronchoscope can be inserted only as far as the segmental or
subsegmental bronchus. Therefore, inserting and advancing
instruments such as biopsy forceps or a cytology brush into the
angled bronchial branch is often difficult. Thin bronchoscopy
has the distinct advantage of manoeuvrability for selecting a
target bronchus that may lead to a lesion. Moreover, a lesion
invisible to standard bronchoscopy was visualised with the
3B40 in 14% of patients. In the present study, the sensitivity of
thin bronchoscopy in patients with malignant lesions ,20 mm
and o20 mm in size was 77% and 73%, respectively. Although
the present study was not designed specifically to compare the
diagnostic yields of thin and conventional bronchoscopy, thin
bronchoscopy seems to offer improved diagnostic yield
compared to conventional bronchoscopy.

Although the application of a thin bronchoscope in adults is
not a novel idea [8, 17], only a few small studies have
addressed the role of thin bronchoscopy for evaluating
localised peripheral pulmonary lesions [4, 6, 18–20]. The 3.3-
mm thin bronchoscope (BF-3C40) was reportedly a useful
adjunct to conventional bronchoscopy in the diagnosis of
peripheral pulmonary lesions [4]. In the study of ROONEY et al.
[4], a total of 17 patients with peripheral lesions underwent
bronchoscopy using the BF-3C40, followed by the use of a
standard bronchoscope. The diagnostic yield of TBB with
standard bronchoscopy under fluoroscopic guidance, which
followed the same bronchial route to the lesion established by
the BF-3C40, was 65% (11 out of 17) in all patients examined
and 70% (seven out of 10) in patients with lesions ,30 mm in
size. Direct visualisation of the lesion was achieved with the
BF-3C40 in 24% of patients (four out of 17). The major technical
limitation of this method may be the difficulty in manoeuvring
the biopsy forceps through the standard bronchoscope to
follow the same bronchial route explored with the thin
bronchoscope. Unfortunately, TBB using the BF-3C40 and
biopsy forceps for a 1.2-mm working channel was not
performed in that study, so the role of thin bronchoscopy
alone was not assessed. Another study using a 2.8-mm
ultrathin bronchoscope with a 1.2-mm working channel
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FIGURE 3. a) and b) Standard bronchoscopic views of left upper lobe

bronchus. b) The standard bronchoscope could be inserted as far as the

subsegmental bronchus (B1+2a+b). B3: anterior segment of the left upper lobe;

B1+2a+b and B1+2c: the third generation bronchus of apical posterior segment of the

left upper lobe. c) and d) Thin bronchoscopic views of more distal bronchi.

d) Endobronchial tumour (adenocarcinoma; arrow) of the fourth generation

bronchus (B1+2ai) was revealed. B1+2a and B1+2b: the third generation bronchus

of apical posterior segment of the left upper lobe; B1+2ai and B1+2aii: the fourth

generation bronchus of apical posterior segment of the left upper lobe.

TABLE 4 Diagnostic yield and inserted bronchial
generation of thin bronchoscopy in relation to
bronchopulmonary segments

Segments Bronchial generation

inserted

Lesions diagnosed/lesions examined

Malignant Benign Total

RUL 4.5¡1.0 17/22 (77) 8/13 (62) 25/35 (71)

RML 4.2¡1.3 3/4 (75) 0/1 (0) 3/5 (60)

RLL 4.0¡0.8 8/14 (57) 6/10 (60) 14/24 (58)

LUL 4.4¡1.1 12/17 (71) 1/1 (100) 13/18 (72)

Lingula 4.4¡1.1 2/3 (67) 2/2 (100) 4/5 (80)

LLL 4.5¡0.9 8/8 (100) 1/3 (33) 9/11 (82)

Data are presented as mean¡SD or n (%). RUL: right upper lobe; RML: right

middle lobe; RLL: right lower lobe; LUL: left upper lobe; LLL: left lower lobe.

Using the Chi-squared test, p50.68 across diagnostic yield in the locations of

the lesions.
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demonstrated that TBB under fluoroscopic guidance using an
ultrathin bronchoscope provided a higher diagnostic yield
than that using a standard bronchoscope (60% versus 54%) [6].
YAMAMOTO et al. [6] described ultrathin bronchoscopy only as a
useful adjunct to but not an alternative to conventional
bronchoscopy, because sufficient material for the histological
specimen cannot always be obtained with forceps for a 1.2-mm
working channel. Most of the thin bronchoscopes now
available incorporate a 1.2-mm working channel, and various
instruments, such as biopsy forceps or a cytology brush, which
can be passed through the 1.2-mm working channel, are
available. However, the small-calibre working channel or
miniaturised instruments have some functional drawbacks,
including poor suction capability or inadequate specimen
collection [5–7]. Therefore, the clinical application of thin or
ultrathin bronchoscopy for diagnosing peripheral pulmonary
lesions has been limited. The major advantages of the 3B40
over conventional thin bronchoscopes with a 1.2-mm working
channel are its adequate suction performance or larger
instrument compatibility due to the 1.7-mm working channel
incorporated. The forceps for a 1.7-mm channel are stouter and
have greater manoeuvrability than the forceps for a 1.2-mm
channel. The present authors were satisfied with the size and
quality of the sampling specimen using the forceps for
pathological examination. The 3B40 could therefore be a useful
alternative to a standard bronchoscope for examining periph-
eral pulmonary lesions.

The diagnostic yield of washing for peripheral malignant
lesions using standard bronchoscopes has been reported to
range 13–52% [15, 21–23], and the usefulness of cytological
examination of bronchial washings in addition to TBB is
controversial [24]. The present study’s yield (16%) of bronchial
washing using the thin bronchoscope seems to be low. This
could be due to the low retrieval of instilled saline during
procedures. The small peripheral bronchi with soft walls
readily caused the thin bronchoscope to collapse under
bronchoscopic suction. Therefore, instilled saline tends to be
trapped in the more peripheral bronchi. This safe, inexpensive
and minimal time-consuming procedure during thin broncho-
scopy cannot be abandoned, because the cytological specimen
from washing was the sole diagnostic specimen in one patient
with adenocarcinoma. Technical improvements, such as using
larger amounts of saline solution [23] or applying low-pressure
suction, would be needed to increase the yield.

Recently, in an effort to increase the diagnostic yield of
bronchoscopy for peripheral pulmonary lesions, several
ancillary technologies have been proposed, such as multi-
planar reconstruction (MPR) [25], electromagnetic navigation
bronchoscopy (ENB) [26–31], virtual bronchoscopic navigation
[5, 7], CT fluoroscopy [32, 33] and endobronchial ultrasound
(EBUS) [31, 34–39], as well as thin bronchoscopy. The effects
of these modalities during bronchoscopy are as follows:
1) mapping and navigation; 2) arrival verification of broncho-
scopic instruments; and 3) bronchoscopic manoeuvrability.

The selection of the most appropriate bronchus for TBB from
pre-procedural static images, such as chest radiography or
standard CT imaging, is often difficult. Modifications in CT
technology have permitted the development of helical CT with
MPR, which provides every desired axis image of the lung.

MPR imaging can be used as a bronchial map that allows
selection of an appropriate bronchial route to the peripheral
pulmonary lesions. Additional MPR and rapid on-site evalua-
tion using ultrafast Papanicolaou stain was reported to
increase the diagnostic yield of bronchoscopy for the periph-
eral pulmonary lesions from 58 to 91% [25]. More recently,
several navigation systems have been developed as guiding
tools to reach the target lesions. An electromagnetic navigation
system (superDimension/Bronchus; superDimension Ltd,
Hertzliya, Israel), which creates an electromagnetic field
around the chest and localises a steerable navigation catheter
with an electromagnetic sensor overlaid upon previously
acquired CT images, is a useful method for assisting in the
localisation of the peripheral pulmonary lesions during
bronchoscopy [26]. The diagnostic yield of ENB for peripheral
pulmonary lesions has been reported to range 59–74% [27–31].
Furthermore, several investigators [28, 29, 31] have indicated
that the diagnostic yields of ENB were independent of lesion
size or location. The virtual bronchoscopic navigation system
(Olympus) automatically produces virtual bronchoscopy (VB)
images of the bronchus leading to the lesions, which are
reconstructed from helical CT data [7]. The bronchoscope is
advanced to the target lesion, comparing the VB images and
the actual bronchoscopic images simultaneously, so broncho-
scopic visibility, insertability and manoeuvrability in the
peripheral bronchi are important during the procedure. A
few pilot studies have shown the usefulness of ultrathin
bronchoscopy with this system for evaluating peripheral
pulmonary lesions [5, 7]. The diagnostic yield of ultrathin
bronchoscopy using this system, radiographic fluoroscopy,
and/or CT fluoroscopy for the peripheral pulmonary lesions,
reportedly averaged 65–82% [5, 7], irrespective of the size of
the lesions. Fluoroscopy-guided TBB is a common and simple
bronchoscopic procedure for patients with peripheral pulmon-
ary lesions. However, the two-dimensional image of fluoro-
scopy produces overlapping structures or instruments. Thus,
accurately confirming that the forceps has reached the lesion is
often difficult, even if the positions of the instrument and the
target lesion are confirmed three-dimensionally, either by
rotating the patient or the arm of a C-arm fluoroscope. CT
fluoroscopy or EBUS allows precise verification of whether a
bronchoscopic tool has reached the lesions, even if they are
fluoroscopically invisible [39]. A comparative study demon-
strated that the diagnostic yield of bronchoscopy under CT
fluoroscopic guidance was higher than that of radiographic
fluoroscopic guidance (62 versus 53%) [32]. However, CT
fluoroscopic guidance has the disadvantage of excessive
radiation exposure for patients and staff. To overcome this
disadvantage, the usefulness of dose-reduction CT fluoroscopy
has been reported [33]. EBUS using a radial probe is also a
useful adjunct to conventional bronchoscopy in order to
increase the diagnostic yield for peripheral pulmonary lesions.
The diagnostic yield of EBUS has been reported to range 58–
80% [30, 34–39]. This method is particularly useful for small
lesions and provides a high diagnostic yield of 70% even for
fluoroscopically invisible lesions [39]. Recent lung cancer
guidelines recommend bronchoscopy with EBUS, as available,
for the diagnosis of small peripheral pulmonary lesions [11].

Interestingly, these modalities were likely to be complemen-
tary in increasing the diagnostic yield. A randomised
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controlled trial [31] demonstrated that the diagnostic yield of
EBUS, ENB and the combination of EBUS and ENB for
peripheral pulmonary lesions was 69%, 59% and 88%,
respectively. Although a guide catheter with double-hinged
curette [35–37] or a dedicated steerable device [26–31] has often
been used to overcome the difficulties of introducing and
advancing the biopsy instrument to the area of interest, a thin
bronchoscope with good bronchial selectivity and smooth
manoeuvrability in the peripheral airway may perform the
procedure easily and simply. The combination of thin
bronchoscopy with the 3B40 and newer imaging guidance
techniques may enhance the diagnostic yield.

Although it is usually mild, the complication rate of
pneumothorax and bleeding related to the TBB with standard
forceps has been reported to be 1–5% and 9%, respectively [40].
Fortunately, such complications were not observed during the
study periods of the present work. The size of the forceps for
the 3B40 is slightly smaller than that for the standard
bronchoscope with a 2-mm working channel. Although
complications may occur even if small forceps are used [41],
TBB with 3B40 and the dedicated forceps may reduce the risk
or the severity of complications such as pneumothorax or
bleeding. Furthermore, a recent study suggested that thin
bronchoscopy with the 3B40 was better tolerated than with
standard bronchoscopy [42].

In conclusion, bronchoscopy using a 3.5-mm thin broncho-
scope with a 1.7-mm working channel is useful and safe for the
diagnosis of peripheral pulmonary lesions. Moreover, it is a
useful alternative to a standard bronchoscope for examining
peripheral pulmonary lesions. In future applications, through
combination with imaging guidance techniques, such as
endobronchial ultrasound or bronchoscopic navigation, the
yield of this procedure may be even further enhanced.
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