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Núria Roger+, Maria Luisa Rivera1, Ramona Hervàs1, Enric Durán-Tauleriae,
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ABSTRACT: Forced spirometry is pivotal for diagnosis and management of respiratory diseases,

but its use in primary care is suboptimal. The aim of the present study was to assess a web-based

application aiming at fostering high-quality spirometry in primary care.

This was a randomised controlled trial with 12 intervention primary care units (PCi) and six

control units (PCc) studied over 12 months. All 34 naı̈ve nurses (PCi and PCc) received identical

training. The PCi units had access to educational material and remote expert support. Quality of

spirometry and usability of the web application were assessed.

We included 4,581 patients (3,383 PCi and 1,198 PCc). At baseline, quality was similar (PCi 71%

and PCc 67% high-quality tests). During the study, PCi showed higher percentage (71.5%) of high-

quality tests than PCc (59.5%) (p,0.0001). PCi had 73% more chance of high-quality performance

than PCc. The web application was better for assessing quality of testing than the automatic

feedback provided by the spirometer. Healthcare professionals’ satisfaction and usability were

high.

The web-based remote support for primary care by specialists generated a sustained positive

impact on quality of testing. The study expands the potential of primary care for diagnosis and

management of patients with pulmonary diseases.

KEYWORDS: Forced spirometry, information technology, primary care, quality control, tele-
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F
orced spirometry (FS) is viewed as a first-
line test for clinical assessment of patients
with respiratory symptoms. Because of its

high applicability and information content [1, 2],
FS plays a pivotal role in the diagnosis and follow-
up of chronic obstructive respiratory diseases [1–
4]. It is of note that relevant clinical guidelines
indicate the need for a widespread use of spiro-
metry in primary care for early detection and
appropriate management of asthma and chronic
obstructive pulmonary disease (COPD). There is,
however, a great deal of controversy [5–8] regard-
ing the quality of the tests performed in primary
care by nonexpert professionals, resulting in sub-
optimal deployment of FS. Consequently, effective
training of healthcare professionals ensuring high
quality of FS in primary care is crucial to generate
reliable results preventing unnecessary test dupli-
cations across the healthcare system.

Quality of FS strongly depends on adherence
to international recommendations [9, 10]. The
American Thoracic Society (ATS)/European
Respiratory Society (ERS) documents establish
well-defined quality control criteria for both

equipment and tests, but they do not include indi-
cations on strategies to ensure sustained quality
assurance in clinical settings wherein nonexpert
professionals are likely to perform the tests. Pre-
vious experiences in remote support of FS [11–14]
seem to indicate both feasibility and positive
outcomes, but none of them shows scalability or
potential for generalisation.

The current randomised controlled study carried
out in five areas of Spain throughout a 1-yr
follow-up period examines efficacy, acceptability
and usefulness of a web-based application [15]
providing remote assistance to nonexpert profes-
sionals for both quality assurance and support to
interpretation of the tests.

MATERIAL AND METHODS
The research was carried out from 2007 to 2008 in
five different areas of Spain that were organised
for the study purposes as independent nodes
located in: Extremadura (south-western region of
Spain), Basque Country (north of Spain) and three
nodes in Catalonia (north-eastern area of Spain).
At baseline, a survey on available resources to
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perform FS and the perceived need of the test in primary care
was administered to the general practitioners (GPs) participat-
ing in the study [16].

Each node (fig. 1) had a reference centre (lung function
laboratory) from a tertiary hospital with a specialised lung
function professional playing the role of coordinator of the
primary care units of the node. They were responsible for
blindly scoring (from A (best score) to F (worse score)) (table 1)
all spirometric tests performed in the area for both intervention
and control groups [17].

In each primary care unit, patients eligible for the study were
selected among those with respiratory symptoms that required
testing based on the GP’s criteria, without any restriction
related to age, sex or clinical status. Forced spirometry was
carried out by naı̈ve nurses. No information on clinical status
of the patients was used for the purposes of the study.

The 18 primary care centres included in the trial were randomly
allocated, within each node, either to one of 12 intervention
primary care centres (PCi) or six control primary care centres
(PCc). Up to 34 nurses, five coordinators, three telecommunica-
tion engineers and ,150 GPs participated in the study.

The research was approved by the Ethical Committee of the
Hospital Clı́nic i Provincial de Barcelona (Barcelona, Spain)
and the corresponding ethical committee of each participating
node. Patient consent was not required for the present study.

The study protocol included a 2-day training course for all
nurses of the two groups (PCi and PCc) using a methodology
close to that applied by the National Institute for Occupational
Safety and Health (Centers for Disease Control, Atlanta, GA,
USA) [18]. The training course was carried out in each node at
the beginning of the study. At the end of the training, all
participants had performed several FS manoeuvres and had
participated in discussions on standardisation of FS [10].

The nurses of the intervention group (PCi) were instructed in
the management of the website and were able to access it
during the whole study period. The educational content was
specifically designed to empower the healthcare professionals
to perform high-quality testing. It included a description of the

spirometers used in the study, international recommendations
on FS and educational videos.

The application provided a forum facilitating communication
among healthcare professionals (GPs and nurses) and with the
node’s coordinator. The nurses were able to generate specific
questions to the coordinator related to quality or interpretation
of the test and they received regular individualised feedback
from the coordinator regarding the quality of the spirometries
loaded into the system.

The coordinator of each node was also responsible for the
evaluation of each test loaded into the system, following the
classification described in table 1, and generated, on a weekly
basis, a report addressed to each PCi nurse including informa-
tion on several aspects of quality control of the tests analysed,
namely: repeatability of the manoeuvres, characteristics of the
curves, and checks for starting (back-extrapolation) and ending
(expiratory time) of those manoeuvres accepted by the primary
care professionals. The quality assessment was based on visual
analysis of both flow–volume and volume–time manoeuvres.
All node coordinators were instructed to follow strictly identical
criteria for grading the tests throughout the study period. There
was a general supervision of the node coordinators’ tasks per-
formed by F. Burgos, assessing for homogeneity of the coordi-
nators grading criteria.

In contrast, the healthcare professionals included in the control
group did not have access to the web application. The 2-day
face-to-face training course was the only support provided to
them throughout the entire study period.

Technical setting
We used two types of spirometric systems conforming to the
ATS/ERS recommendations [9, 10]. In all cases, the system was
connected to a personal computer. In two out of the five nodes,
we used a disposable and pre-calibrated pneumotachograph-
based spirometer (Datospir 110; Sibelmed, Barcelona, Spain),
whereas in the three remaining nodes, an ultrasound transit
time-based spirometer (EasyOne; ndd Medical Technologies,
Barcelona, Spain) was used. The FS equipment had the original
software without any modification except for the potential to
export the data from all tests in XML (Extensible Markup
Language) format. Briefly, each node used the same type of
spirometer independently of being an intervention or control
centre. In all cases, the nurses were instructed to use the
automatic quality messages generated by the equipment.
Although the two systems had a build-in capacity to generate
automatic messages, only those of the EasyOne spirometer
were explicitly for the users. Consequently, the comparison
between remote reviewer and automatic feedback was only
reported for those nodes using EasyOne spirometer.

The application tested in the current study is one of the
modules of the information and communication technology
platform used to support management of chronic patients [15,
19]. Such a platform provided traceability of all the actions
taken during the follow-up period. A VeriSignTM Trust Node
(SymantecTM, Sunnyvale, CA, USA) security system was used
to ensure confidentiality of encrypted data shared through the
Internet. After the end of the follow-up, we assessed accept-
ability of the web-based quality control programme by the GPs
involved in the study. Usability of the web application was

Lung
function

laboratory

Five nodes

6 PCc12 PCi

FIGURE 1. Structure of each node. The 12 intervention primary care units (PCi)

had a bidirectional communication with the lung function laboratory playing a role as

a support centre, whereas the six control primary care units (PCc) only transferred

information to the support centre without any feedback. The five nodes were Bilbao

(two PCi and two PCc), Cáceres (two PCi and one PCc), Vic (three PCi and one PCc),

Badalona (two PCi and one PCc) and Barcelona (three PCi and one PCc).
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also assessed (Software Usability Measurement Inventory
(SUMI); University College Cork, Cork, Ireland) [20] by the
nurses that performed the tests.

Data analysis
Characteristics of the sample are presented as n (%) for
categorical variables or mean¡SD for continuous variables
(since all of them followed normal distributions). Comparisons
of sociodemographic and lung function variables between the
intervention and control group were made using Chi-squared or
ANOVA tests, as appropriate. Effects of the intervention in the
quality of the spirometry were tested by comparing the per-
centage of quality grade A and B spirometries between PCi and
PCc, both at each month and during the whole study period,
using the Chi-squared test. Additionally, multivariate logistic
regression analyses were built with quality of spirometry as the
outcome and intervention as the main exposure, adjusting for
differences between PCi and PCc subjects. Data analysis was
conducted using Stata 10.1 (StataCorp, College Station, TX,
USA). A p-value ,0.05 was considered statistically significant.

RESULTS

Study groups
We examined 4,581 subjects whose main anthropometric
characteristics, age and lung function results are displayed in
table 2. Each subject had been scheduled only once for a visit to
a primary care clinic and FS was performed following the
criteria of the GP.

We observed that subjects in the intervention group were
slightly older and moderately taller than those in the control
group. Mean forced expiratory volume in 1 s % predicted was
moderately abnormal with no differences between groups. In
contrast, forced vital capacity was within the reference interval,
but slightly lower in controls than in the intervention group.

The main results of the self-administered baseline question-
naire [16] to assess the status of FS in primary care are
displayed in table 3. It was answered by 146 (99%) GPs from
the 18 primary care centres participating in the study.

Effects of the intervention
After the first quarter, monthly percentages of high-quality FS
manoeuvres were significantly and consistently higher in the
intervention than in the control group (fig. 2). The intervention
group presented an average of 71.5% high-quality spirometries
throughout the whole study period, with no differences be-
tween months 1 and 12. In contrast, the control group showed a
lower mean percentage (59.5%) (p,0.001) of high-quality tests
during the whole study period with a statistically significant
fall between month 1 (67%) and month 12 (62%) (p50.011).
Throughout the study, the difference in percentage of high-
quality tests between intervention and control groups increased
from 4%-points at month 1 up to 16%-points at month 12
(p,0.05). No differences between groups were seen in score C
(table 1). However, while the proportion of tests within the
lowest score (F) increased from 9.3 to 16.2% in the control group,
we observed a decrease in the intervention group, from 15.2 to
5.2%. The results of the logistic regression analysis indicated
that the effects of the intervention remained after adjusting for
baseline differences (age, lung function and sex), such that tests

TABLE 1 Quality scores for spirometric manoeuvres according to American Thoracic Society (ATS)/European Respiratory
Society (ERS) standardisation [9, 10, 17]

Score Description

A 3 acceptable manoeuvres, and best 2 matched with differences in FVC and/or FEV1 ,150 mL

B 3 acceptable manoeuvres, and best 2 matched with differences in FVC and/or FEV1 ,200 mL

C 2 acceptable manoeuvres, and best 2 matched with differences in FVC and/or FEV1 ,250 mL

D 1 acceptable manoeuvre

F 0 acceptable manoeuvres

A and B were considered high-quality spirometry; C was considered to represent high variability among manoeuvres. FVC: forced vital capacity; FEV1: forced expiratory

volume in 1 s.

TABLE 2 Main characteristics of the two study groups

All Intervention Control p-value

Subjects n 4581 3383 1198

Males % 55.7 55.2 56.8 0.335

Age yrs 53.6¡18.9 54.5¡18.0 51.1¡21.0 ,0.001

Height cm 163.2¡10.5 163.5¡10.0 162.2¡11.7 0.030

FEV1 % pred 78.5¡22.8 78.5¡22.9 78.3¡22.4 0.784

FVC % pred 83.5¡19.6 83.8¡19.6 82.5¡19.3 0.037

FEV1/FVC % 71.6¡13.1 71.2¡13.3 72.6¡12.6 0.001

Data are presented as mean¡SD, unless otherwise stated. FEV1: forced

expiratory volume in 1 s; % pred: % predicted; FVC: forced vital capacity. Bold

indicates statistically significant p-values.

TABLE 3 Status of forced spirometry (FS) among
participating general practitioners (GPs) at
baseline

GPs %

Availability of FS equipment 26

Use of FS among those that had equipment 73

Specific training on FS 65

Knowledge of the equipment 7

Performance of the calibration routines 12
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in the intervention group had a 73% higher chance of high-
quality performance than those of the control group. We noticed
that PCi professionals performed a higher number of spiro-
metric manoeuvres than those of the PCc group. Up to 3% of
intervention subjects made eight manoeuvres whereas the
maximum amount of manoeuvres in the control group was six.

Automatic assessment of quality
In the subset of primary care centres using EasyOne, we
compared quality scores automatically generated by the system
with those provided remotely by experienced professionals.

Automatic quality assessment presented a pattern indicating
statistically significant effects of the intervention similar to those
indicated in figure 1, but the absolute figures of spirometric
manoeuvres identified as acceptable tests were consistently
lower than those seen with remote assessment by experienced
professionals, as indicated below. At the beginning of the study,
automatic quality assessment did not show differences in
percentages of acceptable manoeuvres between intervention
and controls, whereas at the end of the follow-up the amount of
high-quality spirometries in the intervention group (55%) was
higher than in the control group 43% (p50.035) with an average
difference of 13.5%-points. The equivalent figures using the same
equipment but with the remote professional assessment were
71.5% (intervention group) and 59.5% (control group) (p,0.0001)
with a similar mean difference of 12%-points between interven-
tion and control. Accordingly, underestimation of acceptable
spirometric manoeuvres generated by automatic quality assess-
ment as compared with assessment carried out by expert
professionals showed an average of -16%-points.

Acceptability of the web application
The results of the survey carried out among the GPs (n5126,
86% response rate) 1 month after the end of the study indi-
cated an acceptable level of overall appreciation of the web
functionalities (97% were satisfied with a score of 7.3¡2, from 0
to 10) together with a rather low percentage (26%) of GPs
indicating problems of implementation of the intervention.
Overall, the GPs reported that the web application provided

added value both enhancing quality of the tests and providing
support for interpretation.

Finally, the usability of the web application was examined by
administering the SUMI [20] questionnaire to the 34 nurses that
carried out the tests with an 87% response rate. Figure 3 presents
the results obtained for the five dimensions assessed in the
questionnaire (efficiency, effect, helpfulness, control and learn-
ability) as well as the score of overall satisfaction. Notice that
except for the control, all the scores were .50, representing an
acceptable degree of usability. As expected, the control (fig. 3)
was uniformly ,50, consistent with the fact that the tested
software, by study design, did not allow choices to the users.

DISCUSSION
The principal aims of the current research were to examine
efficacy, acceptability and usability of a web-based application
covering three main functionalities: 1) accessibility to educa-
tional material for continuous professional development; 2)
remote support for quality assurance of tests performed by
nonexperts; and 3) remote assistance for lung function
interpretation. We acknowledge that previous reports [11–14]
have indicated the potential of telemedicine to enhance quality
of both testing and diagnosis of FS carried out by nonexpert
healthcare professionals, but none of the studies show potential
for generalisation across the healthcare system due to techno-
logical and/or logistical factors precluding their scalability.

Our research clearly indicates a sustained beneficial impact of
the intervention increasing high-quality tests (scores A and B)
by ,20% (fig. 2) and decreasing the percentage of very low-
quality spirometries (score F) during the follow-up period.
Also, the professionals acknowledged the usefulness of the
web application as a tool for remote assistance on interpreta-
tion of the tests and to empower nonexpert professionals
increasing their skills to perform high-quality FS in primary
care. It is of note, however, that the impact of the application
on diagnosis was beyond the scope of the current research.

Does the intervention fulfil unmet needs in primary care?
The baseline survey carried out with the participating GPs
indicated that the professionals acknowledged the need for
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support on training and interpretation of the tests in order to
achieve the full potential of FS when used in primary care.
Moreover, international clinical guidelines endorse extensive
use of high-quality FS in primary care. Unfortunately, despite
enhanced awareness of the problem over the last few years,
COPD is still associated with marked underdiagnosis, without
a significant decrease during the last decade (from 78% to 73%
between 1997 and 2007) [21]. Still too often, a diagnosis of
COPD is made after an episode of severe exacerbation or
during the first hospital admission.

Our data confirm that accessibility of appropriate support
facilitating quality assurance of the tests performed at the
primary care level or in the patient’s home is needed. It is
classically accepted that ,10% of patients’ data may need to be
disregarded in lung function laboratories because of technical
inadequacies. This percentage can be as high as 40% in epide-
miological surveys without a proper quality assurance strategy
[4]. We must acknowledge, however, that these figures show a
marked decline when efforts to ensure quality control are
adequately implemented [4, 22].

It is well accepted that training constitutes a pivotal element to
achieve high-quality FS when performed by nonexperts. Recent
data on a centralised quality control programme carried out as
part of the PLATINO (Proyecto Latinoamericano de Inves-
tigación en Obstrucción Pulmonar) study [23] fully endorse
the statement. In the primary care setting, WALTERS et al.
[24] recently showed that the percentage of high-quality FS
tests with trained nurses was ,76% whereas that percentage
dropped to 44% in untrained professionals. Different authors
[6, 25–27] have elaborated on the need to transfer well-
established quality assurance programmes from lung function
laboratories to the primary care setting to ensure quality of the
tests. There is evidence [28, 29] suggesting that external quality
assurance to primary care needs to be implemented. In an
extensive review of FS performed in primary care, it was found
that general practitioners identified ,90% of their own tests as
acceptable; whereas the opinion of an expert decreased the
acceptance rate to 64%. Moreover, a recent report [30] indicates
that conventional training does not ensure sustainability of
high-quality testing. Interestingly, our research found that the
effects of the intervention were also seen by automatic assess-
ment of quality. But such a modality of assessment generated a
marked underestimation (-16%-points) of acceptable spiro-
metric manoeuvres as compared with assessment by experi-
enced professionals.

To our knowledge, the current study constitutes the first attempt
to successfully implement a web-based standard training pro-
gramme reinforced by telecollaboration tools allowing remote
assistance of primary care professionals by specialists. In this
regard, the intervention was conceived to provide long-term
sustainability of the training programme through continuous
empowerment of primary care professionals. The results ge-
nerated by the current research endorse this vision and they
suggest that the current approach meets the requirements for an
extensive adoption of FS in primary care.

Limitations of the study
The quality assessment was based on visual examination of the
curves which, in some cases, may limit accurate identification

of the end of the test. We acknowledge that implementation of an
automatic algorithm should be considered as a useful decision
support tool for the node coordinator. As indicated above, the
study is not addressing the impact of remote assistance on
diagnosis with FS. Moreover, we did not aim to perform a
detailed analysis of factors modulating extensive deployment
and adoption of the intervention. The latter would have required
a specific design including several types of chronic patients
covering a broad spectrum of disease severity.

Conclusions
The current study shows that telecollaboration between
primary care professionals and lung function specialists has
a positive impact on quality assurance of FS performed by
nonexperts. We would like to emphasise that the intervention
assessed in the current study seems to show high potential for
generalisation across the healthcare system, such that future
studies aiming to examine adoption of the proposed strategy
should be encouraged.
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