A system to generate simultaneous forced oscillation and continuous positive airway pressure

R. Farré*, M. Rotger*, J.M. Montserrat**, D. Navajas*


ABSTRACT: Assessment of airway obstruction in patients with obstructive sleep apnoea (OSA) subjected to continuous positive airway pressure (CPAP) may be carried out using the forced oscillation technique (FOT). To facilitate routine application of forced oscillation (FO) in sleep studies, our aim was to design a system capable of generating CPAP and applying FO simultaneously.

We constructed a prototype CPAP + FO generator by connecting a specially designed electromagnetic valve in parallel with a conventional blower. The capacity of the prototype to generate forced oscillation (5 Hz ±1 hPa) was tested by connecting it to a model simulating spontaneous breathing.

The response of the prototype for target CPAPs of 5, 10 and 15 hPa and imposed sinusoidal breathing with peak flow up to 0.75 L·s⁻¹ was excellent when compared with that reported for commercially available CPAP generators. The applicability of the prototype was tested by applying it to assess airway obstruction in four patients with OSA during sleep.

We conclude that the generator designed is able to apply continuous positive airway pressure and forced oscillation simultaneously. The system could be useful for automatic and noninvasive assessment of airway obstruction in patients with obstructive sleep apnoea subjected to continuous positive airway pressure. Future development of the generator may be helpful in implementing a set-up for automatic titration of continuous positive airway pressure.

In order to assess the performance of the prototype, we connected it to a system simulating a breathing patient. The set-up, shown in figure 1b, was similar to the ones employed to analyse the behaviour of commercially available CPAP devices [5, 6]. Sinusoidal volume excursions were generated by a servocontrolled linear motor attached to rubber bellows [8]. As shown in figure 1b, the CPAP + FO prototype and the system simulating the breathing subject were connected by conventional silicone tubing (150 cm in length, external diameter (ED) 22 mm) and a whisper swivel. Pressure and flow at the airway opening were measured with a Honeywell 176PC transducer (Honeywell, Freeport, IL, USA), and a Fleish No. II pneumotachograph (Metabo, Epalinges, Switzerland) with a Celesco pressure transducer (±2 hPa) (Calesco, Canoga Park, CA, USA, respectively. Pressure and flow signals were analogically low-pass filtered (Butterworth, 8 poles, 8 Hz), sampled at 256 Hz and stored in a computer. Volume was calculated by digital integration of flow.

According to the procedures described previously [5, 6], the performance of the prototype when acting as a CPAP ventilator (i.e. no FO superimposed) was tested for target CPAPs of 5, 10 and 15 hPa, and simulated breathing of 0.5 L of tidal volume and inspiratory and expiratory peak flows of 0.5 L·s⁻¹ (20 breaths·min⁻¹) or 0.75 L·s⁻¹ (30 breaths·min⁻¹). Moreover, to test the response of the prototype when subjected to air leaks, we rapidly (0.2 s) imposed and maintained a flow leak of 1 L·s⁻¹ at the airway opening, as described in detail previously [6]. The capability of the prototype to simultaneously generate CPAP and FO was assessed by targeting a FO with a frequency of 5 Hz and an amplitude of ±1 hPa, and CPAPs of 5, 10 and 15 hPa. These tests were also carried out with the simulated breathing described previously.

Moreover, to test its applicability for assessing airway obstruction, the CPAP + FO generator was applied to four male patients with OSA during sleep. To this end, the sinusoidal pump in figure 1a was replaced by a conventional nasal mask which was carefully fitted to minimize the shunt effect induced by possible air leaks. Airway obstruction was assessed from oscillatory resistance ($R$) computed from the mask pressure and flow signals [3]. The study was carried out during a full polysomnography. During sleep, the prototype was used to modify the CPAP applied to the patient within a typical range (5–15 hPa), and to simultaneously apply FO for monitoring airway obstruction.

**Results**

The performance of the CPAP + FO prototype when used as a conventional CPAP device is shown in figures 2a and b, which plot the pressure actually generated at the airway opening when the simulated subject breathed at peak inspiratory rates of 0.5 and 0.75 L·s⁻¹, respectively, for target CPAPs of 5, 10 and 15 hPa. The recordings for CPAP=10 hPa are accompanied by the ranges of actual pressure reported previously [5, 6] for different commercially available CPAP ventilators for identical testing conditions. Figure 2 shows pressure traces corresponding to three complete cycles of sinusoidal
simulated breathing (periods of 3 and 2 s, respectively). As shown in this figure, the prototype performed well as the best devices reported [5, 6]. From the viewpoint of the simulated breathing subject connected to the CPAP + FO generator, the effective resistance of the device, which is not just that corresponding to the valve orifice but the result of the action of the whole servocontrolled system, was negligible (0.75 hPa·s·L⁻¹ at a CPAP of 15 hPa and breathing peak flow of 0.75 L·s⁻¹, which was the worst condition) (fig. 2b). When subjected to simulated sinusoidal breathing of 0.5 L of tidal volume and peak flow of 0.5 L·s⁻¹, the workload that the prototype imposed on breathing was small (12, 17 and 22 mJ·cycle⁻¹ at CPAPs of 5, 10 and 15 hPa, respectively), when compared with the values reported previously [6] (ranging ∼30–120, ∼30–160, ∼30–200 mJ·cycle⁻¹ at CPAPs of 5, 10 and 15 hPa, respectively). The response of the prototype was also satisfactory compared with the values reported previously [6], when subjecting the generator to a leak of 1 L·s⁻¹ at the airway opening for different CPAPs. Indeed, under such a leak, the airway pressure generated by the prototype was 4.5, 10.0 and 15.0 hPa for target CPAPs of 5, 10 and 15 hPa, respectively, while the values reported previously [6] ranged ∼3.0–5.0, ∼7.5–10.0 and ∼12.5–14.9 hPa, respectively.

The CPAP + FO prototype was able to generate the desired FO superimposed on the targeted CPAPs when applied to the simulated breathing subject. Figures 3a and b show the airway pressure effectively generated at the different test conditions (peak flows of 0.5 and 0.75 L·s⁻¹, respectively). These figures show pressure traces corresponding to a complete cycle of sinusoidal simulated breathing. Finally, figures 4 and 5 show representative examples of the practical performance of the CPAP + FO generator when assessing airway obstruction in patients with OSA. These figures show the nasal flow ($V'_n$), the pressure actually generated at the nasal mask ($P_n$), and the amplitude of the patient’s oscillatory resistance ($R$). As expected from the laboratory tests (figs. 2 and 3), the prototype was capable of generating the target pressure at the different flow conditions characterizing normal breathing, hypopnoeas and apnoeas at the different CPAP values. In the example presented in figure 4, the patient was initially subjected to a high level of CPAP (15 hPa), which was enough to normalize his breathing flow. Subsequently, the CPAP applied was reduced to a lower value (6 hPa), and an obstructive apnoea appeared. Resistance ($R$) was low and showed inspiratory and expiratory changes [2, 3] during normalized breathing at CPAP=15 hPa, and greatly increased during the obstructive apnoea at a
tion did not impair the tolerance and compliance associated with conventional CPAP studies. Moreover, the use of the prototype did not modify the patient's sleep pattern and did not increase the number of arousals or microarousals.

Application of FOT requires the generation of a small pressure oscillation superimposed on the CPAP. To this end, a practical possibility could be to connect a FOT generator capable of withstanding pressure loads [7, 10] in parallel with a conventional CPAP ventilator. However, this procedure may conflict with the regulation systems incorporated in most CPAP ventilators [11]. Indeed, an ideal CPAP device may work so as to produce stable airway pressure regardless of external perturbations, such as the patient's breathing and, in this case, the oscillation of the FOT system. We designed a servocontrolled generator to simultaneously apply both the constant and the oscillatory pressure components at the airway, in order to avoid possible interferences when connecting independent CPAP and FOT devices.

The rationale of the prototype was based on placing a shunt valve in parallel with the blower, and not on servocontrolling the speed of the blower so as to impose

CPAP of 6 hPa [2, 3]. In the example presented in figure 5, in which the same patient was subjected to a CPAP of 12 hPa, the inspiratory flow signal showed the characteristic pattern of obstructive hypopnoeas [9]. The marked phasic changes in R showed that during these particular hypopnoeas the airway obstruction was mainly inspiratory [3].

**Discussion**

The prototype was able to simultaneously apply CPAP and FO within the ranges required for assessing airway obstruction during application of CPAP in spontaneously breathing patients. To test its performance, the generator underwent the same laboratory assays used recently by other authors [5, 6] to evaluate commercially available CPAP devices (fig. 2). Moreover, the applicability of the prototype was assessed, in patients with OSA during sleep, for continuous monitoring of airway obstruction along the different phases of the breathing cycle, even in the absence of flow (figs. 4 and 5). As FO was applied simultaneously with CPAP through a conventional mask, we observed that its application did not impair the tolerance and compliance associated with conventional CPAP studies. Moreover, the use of the prototype did not modify the patient's sleep pattern and did not increase the number of arousals or microarousals.

Application of FOT requires the generation of a small pressure oscillation superimposed on the CPAP. To this end, a practical possibility could be to connect a FOT generator capable of withstanding pressure loads [7, 10] in parallel with a conventional CPAP ventilator. However, this procedure may conflict with the regulation systems incorporated in most CPAP ventilators [11]. Indeed, an ideal CPAP device may work so as to produce stable airway pressure regardless of external perturbations, such as the patient's breathing and, in this case, the oscillation of the FOT system. We designed a servocontrolled generator to simultaneously apply both the constant and the oscillatory pressure components at the airway, in order to avoid possible interferences when connecting independent CPAP and FOT devices.
the target pressure (CPAP + FO). This alternative, which is used in conventional CPAP devices to minimize the slow variations in airway pressure caused by the subject’s breathing, proved to be inefficient in our application at 5 Hz. Indeed, as the speed cannot easily be reversed in conventional blowers, and no braking functions are implemented, reduction in speed and, thus, in pressure is a passive and, consequently, slow process. By contrast, the use of an electromagnetic valve allowed us to modify the resistance of the shunt valve at the required rate. This approach was relatively simple to implement, since it is based on using a conventional blower and the magnet and rewired coil of a standard loudspeaker. In fact, after adequately modifying its electromechanical parameters, the servocontrolled valve designed could be adapted in order to use a conventional blower-based CPAP device as a flow source. The key feature of the shunt valve was that the large displacement range of the piston and the triangular profile of the air orifice almost linearized the relationship between piston position and airway pressure at each operating point, thereby optimizing the static and dynamic response of the servocontrolled CPAP + FO generator. The prototype could, potentially, be programmed to modify the value of CPAP applied, according to the degree of airway obstruction assessed by FOT. Such a procedure could be applicable for the implementation of a system for automatic CPAP titration and treatment.

In conclusion, the results obtained when testing the prototype in patients with obstructive sleep apnoea suggest that the device may be useful as a continuous positive airway pressure generator, as well as for automatic and noninvasive monitoring of airway obstruction during application of continuous positive airway pressure.

Acknowledgement: The authors wish to thank M.A. Rodriguez for his technical assistance.

References

7. Farré R, Ferrer M, Rotger M, Navajas D. Servocontrolled generator to measure respiratory impedance from 0.25 to 26 Hz in ventilated patients at different PEEP levels. Eur Respir J 1995; 8: 1222–1227.