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Blood gas measurement during exercise: a comparative               
study between arterialized earlobe sampling                                          

and direct arterial puncture in adults

I. Fajac, J. Texereau, V. Rivoal, J-F. Dessanges, A.T. Dinh-Xuan, J. Dall'Ava-Santucci

Measurement of arterial blood gas tensions is routinely
used to assess gas exchange in patients with acute and
chronic respiratory disorders. The accepted technique
established in clinical practice is blood sampling by direct
arterial puncture. In the 1960s, it was proposed that blood
gas values could be measured using arterialized earlobe
blood samples [1]. This method is thought to be easier and
less painful than direct arterial puncture [2]. It is based on
the assumption that, provided sufficient vasodilatation can
be achieved locally by means of topical application of a
vasoactive cream on the earlobe, arterial and venous oxy-
gen tension (PO2) in the earlobe tend to converge, and the
arterialized earlobe PO2 resembles the arterial PO2. 

Initial [1, 3–7] or more recent [8] studies have con-
cluded that the earlobe method might be accurate enough
to replace arterial blood samples for clinical purposes.
This contention is based mainly on positive and strong
correlations that have been found between the two meth-
ods. However, most investigators have sought correlation
using simple regression analysis instead of the method of
BLAND and ALTMAN [9]. This approach has probably rendered
the conclusion of most studies flawed by statistical bias.
In fact, two recent studies using BLAND and ALTMAN [9] anal-
ysis have stated that arterialized earlobe PO2 at rest often

underestimates arterial PO2, therefore making this method
unsuitable for clinical assessment [10, 11].

One factor considered to be an advantage of arterialized
earlobe sampling is that it allows measurement of blood
gas tensions during exercise without the need to insert an
arterial cannula. However, few studies [5, 7, 12, 13], and
no recent study, have compared the two methods during
exercise. Moreover, insertion of an arterial cannula during
exercise is probably unnecessary in most cases with use of
the new commercially available kits for arterial punctures.
Furthermore, the common belief that greater discomfort is
associated with direct arterial puncture as compared with
the earlobe hyperaemia and incision requires re-evaluation.

Therefore, the aim of the present study was to compare
arterial and arterialized earlobe blood samples both at rest
and during exercise in adult patients in terms of PO2 and
carbon dioxide tension (PCO2), and to compare the dis-
comfort associated with each method of sampling.

Materials and methods

The study group included 70 consecutive adult patients
(39 males and 31 females; mean age±SD 39±17 yrs) inves-
tigated in our pulmonary function laboratory for various
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ABSTRACT: Sampling arterialized earlobe blood is thought to be easier and less
painful than direct arterial puncture, and to allow measurement of blood gas values
during exercise without the need to insert an arterial cannula. However, arterialized
earlobe oxygen tension (PO2) often underestimates arterial PO2 at rest, and is not fully
validated during exercise. We have therefore conducted a prospective study to com-
pare values of PO2 and carbon dioxide tension (PCO2) and the discomfort experienced
by adult subjects undergoing the two methods of blood sampling during exercise.

Seventy consecutive adult patients were studied. Blood samples were drawn simul-
taneously from the radial artery and arterialized earlobe of each patient during the
last minute of an 8 min exercise. Values of PO2 and PCO2 were measured by means of
blood gas electrodes.

The correlation coefficients between the two samples were 0.92 for PO2 and 0.91 for
PCO2. However, the bias and the limits of agreement between the two methods were
wide for PO2 (mean±2SD of the differences between the two methods: 0.63±1.50 kPa
(4.7±11.2 mmHg)). The bias and the limits of agreement were smaller for PCO2.
Patients felt that the earlobe method was not associated with less discomfort than
radial artery puncture.

We conclude that arterialized earlobe blood oxygen tension is not a good substitute
for arterial oxygen tension during exercise, and should not be used to assess arterial
oxygen tension in adults during exercise.
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conditions. They all attended the laboratory Š1 h postpran-
dially, and none was in cardiovascular shock.

Blood samples were simultaneously drawn from a ra-
dial artery and arterialized earlobe of each patient at two
time points: baseline (after a 10 min rest in a sitting posi-
tion); and during an 8 min exercise testing (during the last
minute at the peak of exercise workload). The first 35
patients undertook an incremental exercise on a cycle ergo-
meter (Meditronic 40-3; Hellige, Germany), and the sub-
sequent 35 patients on a treadmill (Gymrol control 1500;
MSR, Antony, France). The initial workload ranged 10–25
W, and was increased by 10–25 W every 1 or 2 min. After
the exercise, patients answered the question: "was the art-
erial puncture less, as, or more painful than the earlobe
procedure? "

A commercial capillary system with a 25-gauge needle
(AVL Microsampler; Schaffhausen, Switzerland) was used
to collect arterial samples. The earlobe capillary blood was
arterialized by the application of an irritant cream (Fin-
algon®, Boehringer-Ingelheim, Reims, France) for 5–10
min. A qualified technician then incised the earlobe with
a blood lancet (Becton Dickinson, Mountain View, CA,
USA). Earlobe samples were collected in heparinized glass
capillaries (Corning Medical and Scientific, Halstead, UK).
Arterial and arterialized earlobe blood samples were im-
mediately introduced into a blood gas analyser (ABL330;
Radiometer, Copenhagen, Denmark). The quality control
of pH, blood gas tensions, electrolytes and blood oximetry
for the blood gas analyser was checked every day (Quali-
check 2, Radiometer, Copenhagen, Denmark).

As there was no difference for PO2 and PCO2 during
exercise on the cycle ergometer or treadmill, results were
plotted and expressed as mean±SD. Statistical analysis for
assessing agreement between arterial and arterialized ear-
lobe blood gas tensions at rest and on exercise was per-
formed according to BLAND and ALTMAN [9].

Results

The total workload for the group as a whole was
139±41 W. It was greater on the cycle ergometer (155±32
W) as compared to the treadmill (123±43 W; p<0.001).
For the group as a whole, the duration of the exercise was
8±1 min, and the percentage of predicted maximum car-
diac frequency was 74±11%. There was no difference in
either parameters between the cycle ergometer and the
treadmill.

During the course of the study, three patients could not
be included because of unsuccessful radial artery blood
drawing at the end of the exercise. These unsuccessful
blood drawings were observed during the first weeks of
the study and were clearly related to the training of the
technician.

No complication in the drawing of blood samples was
observed with either method. Twenty five patients found
the drawing of arterial blood sample more painful than the
drawing of arterialized earlobe blood sample, while 29
patients found it less painful, and 16 found no difference
in terms of pain between the two methods.

The range of arterial PO2 on exercise was 6.3–14.4 kPa
(47–108 mmHg), median 11.1 kPa (83 mmHg). The range
of arterialized earlobe PO2 on exercise was 6.1–13.5 kPa

(46–101 mmHg), median 10.5 kPa (79 mmHg). Arterial
and arterialized earlobe PO2 were highly correlated both at
rest (r=0.84; p<0.0001) (data not shown) and on exercise
(r=0.92; p<0.0001) (fig. 1a). The means (bias)±SD and the
ranges of the differences, as well as the 95% confidence
intervals for the lower and upper limits of agreement are
reported in table 1. Arterialized earlobe PO2 on exercise

Fig. 1.  –  a) Correlation between radial arterial blood oxygen tension
(PO2) values and arterialized earlobe blood PO2 values on exercise. b)
Differences in arterial-arterialized PO2 values (∆PO2) on exercise plotted
against mean of arterial and arterialized PO2 values on exercise (1
mmHg=0.133 kPa).              : line of identity.
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Table 1.  –  Limits of agreement of the differences in
oxygen tension (PO2) values at rest and on exercise be-
tween arterial and arterialized earlobe blood samples

∆PO2 at rest ∆PO2 on exercise

kPa mmHg kPa mmHg

95% CI of 
mean-2SD

95% CI of 
mean+2SD

0.90±0.79
(-0.54–2.81)

-1.00 to 
-0.36

2.16 to 
2.80

6.7±5.9
(-4–21)
-7.5 to

-2.7
16.1 to

20.9

0.63±0.75
(-0.80–4.29)

-1.17 to
-0.56

1.82 to
2.43

4.7±5.6
(-6–32)
-8.7 to

-4.2
13.6 to

18.1

Data are presented as mean±SD, and range in parenthesis. ∆PO2:
difference in oxygen tension (arterial-arterialized); 95% CI:
95% confidence interval.
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were lower than arterial PO2 values in most cases, and the
differences increased as arterial PO2 increased (fig. 1b).
The limits of agreement for PO2 on exercise were: mean
-2SD of the differences -0.87 kPa (-6.5 mmHg) and mean
±2SD of the differences 2.12 kPa (15.9 mmHg). Thus, the
arterialized earlobe PO2 could be 0.87 kPa (6.5 mmHg)
above or 2.12 kPa (15.9 mmHg) below the arterial PO2.
These results show that the limits of agreement for PO2 on
exercise were wide, disclosing a lack of agreement be-
tween the two methods.

The range of arterial PCO2 on exercise was 4.1–6.7 kPa
(31–50 mmHg), median 5.2 kPa (39 mmHg). The range
of arterialized earlobe PCO2 on exercise was 4.3-6.3 kPa
(32–47 mmHg), median 5.1 kPa (38 mmHg). Arterial and
arterialized earlobe PCO2 were highly correlated, both at
rest (r=0.89; p<0.0001) (data not shown) and on exercise
(r= 0.91; p<0.0001) (fig. 2a). The means (bias)±SD and the
ranges of the differences, as well as the 95% CIs for the
lower and upper limits of agreement are reported in table
2. For PCO2, the mean differences between the two meth-
ods on exercise were close to zero, and the limits of agree-
ment were narrow (fig. 2b).

Discussion

We have shown: 1) that arterial and arterialized earlobe
PO2 are not interchangeable in adult patients, either at rest
or during exercise; 2) that PCO2 is correctly determined by
arterialized earlobe blood samples both at rest and on
exercise; and 3) that arterial puncture is not more painful
than the earlobe procedure.

Numerous studies published many years ago concluded
that the method using arterialized earlobe blood for PO2
and PCO2 analysis at rest was accurate enough to replace
arterial blood samples for clinical purposes [1, 3–7]. How-
ever, the validity of this method has been discussed in two
recent studies [10, 11] showing with the analysis of BLAND

and ALTMAN [9] that PO2 was usually lower in earlobe than
in arterial blood, and that the limits of agreement were
wide between the two methods. In the present study, we
have confirmed the study by SAUTY et al. [10] and our pre-
vious results [11] on different subjects at rest.

Few studies have attempted to compare the two methods
during exercise [5, 7, 12, 13]. These studies were usually
based on a limited number of patients and used questiona-
ble statistical methods, such as simple regression analysis
or simple comparisons. KOCH [12], GODFREY et al. [5] and
SPIRO and DOWDESWELL [7] have thus shown a lack of signifi-
cant difference between arterialized earlobe and arterial
blood PO2 and PCO2. By contrast, FORSTER et al. [13] have
shown a significant difference between arterialized ear-
lobe and arterial blood PO2. Our study of a larger group of
patients has shown that, during exercise, the regression
line between arterial PO2 and arterialized earlobe PO2 is
closer to the line of identity than at rest. However, using
the method of BLAND and ALTMAN [9], we have shown that the
limits of agreement were quite as wide on exercise as at
rest. Moreover, the differences in PO2 measured with both
methods on exercise are wider than the error of 2–4%
allowable by the current recommendations [14]. Therefore,
arterialized earlobe PO2 appears to be an unacceptable sub-
stitute for arterial blood PO2 both at rest and on exercise.

Insufficient arterialization of blood due to venous ad-
mixture is the main cause of underestimation of arterial
PO2 in earlobe samples. The venous admixture in earlobe
blood depends on the arterio-venous PO2 difference. As the
arterio-venous PO2 difference for normal subjects is slightly
higher on exercise (10 kPa (75 mmHg)) than at rest (8 kPa
(60 mmHg)), one could have expected a worse arterializa-
tion of blood and a worse agreement during exercise than
at rest. However, the application of the vasoactive cream

Fig. 2.  –  a) Correlation between radial arterial blood carbon dioxide
tension (PCO2) values and arterialized earlobe blood PCO2 values on
exercise. b) Differences in arterial-arterialized PCO2 values (∆PCO2) on
exercise plotted against mean of arterial and arterialized PCO2 values on
exercise (1 mmHg=0.133 kPa).              : line of identity.
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Table 2.  –  Limits of agreement of the differences in
carbon dioxide tension (Pa,CO2) values at rest and on
exercise between arterial and arterialized earlobe blood
samples

∆PCO2 at rest ∆PCO2 on exercise

kPa mmHg kPa mmHg

95% CI of 
mean-2SD

95% CI of 
mean+2SD

0.03±0.2
(-0.54–0.54)

-0.44 to 
-0.28

0.35 to 
0.51

0.2±1.5
(-4–4)
-3.3 to

-2.1
2.6 to

3.8

0.05±0.20
(-0.80–0.54)

-0.43 to
-0.27

0.39 to
0.55

0.4±1.5
(-6–4)
-3.2 to

-2.0
2.9 to 

4.1

Data are presented as mean±SD, and range in parenthesis. ∆PCO2:
difference in carbon dioxide tension (arterial-arterialized); 95%
CI: 95% confidence interval.
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to the earlobe is likely to overcome the decrease of cuta-
neous capillary blood flow usually observed on exercise.

The advantages of the earlobe method that are advoc-
ated are that: it can be performed by nonmedical staff; it is
safe; it is associated with less discomfort than radial artery
puncture [2]; and it allows measurement of PO2 on exerc-
ise without the need to insert an arterial cannula [15]. How-
ever, as the collection of an earlobe blood sample must be
fully anaerobic [3], the method requires trained personnel.
Although complications of arterial punctures have been
described [16], complications of radial arterial punctures
are extremely low, in our experience, and none were obser-
ved in the present experiment. Unlike the results reported
by DAR et al. [2], in the present study radial puncture was
not systematically more painful than earlobe hyperaemia
and incision. This might be explained by the thinner nee-
dle we have used for arterial puncture. Moreover, the use
of a capillary kit with a very thin needle allowed us an
easy radial artery puncture even on exercise. It is of inter-
est to note that the low rate of unsuccessful arterial blood
drawings on exercise was reduced with the training of the
technician. The radial artery puncture prevented us from
having to insert an arterial cannula, which is a source both
of discomfort and complications. However, an arterial line
might be needed when multiple samples are required dur-
ing an exercise.

In conclusion, we have confirmed that at rest arterial-
ized earlobe blood oxygen tension is not an acceptable
substitute for arterial blood oxygen tension in adults, and
have shown that the same is true on exercise. The usual
low discomfort associated with the earlobe method as
compared to the arterial puncture was not reproduced in
our study, and should not be advocated as a reason to pre-
fer arterialized earlobe blood sampling to arterial punc-
ture, the latter giving far more accurate values of oxygen
tension than the former.
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Remeur and J. Vaillat for their technical assistance.

References

1. Langlands JHM, Wallace WFM. Small blood samples
from earlobe puncture: a substitute for arterial puncture.
Lancet 1965; ii: 315–317.

2. Dar K, Williams T, Aitken R, Woods KL, Fletcher S.
Arterial versus capillary sampling for analysing blood gas
pressures. BMJ 1995; 309: 24–25.

3. Christoforides C, Miller JM. Clinical use and limitations
of arterialized capillary blood for PO2 determination. Am
Rev Respir Dis 1968; 98: 653–657.

4. MacIntyre J, Norman JN, Smith G. Use of capillary blood
in measurement of arterial PO2. Br Med J 1968; 3: 640–
643.

5. Godfrey S, Wozniak ER, Courtenay Evans RJ, Samuels
CS. Earlobe blood samples for blood gas analysis at rest
and during exercise. Brit J Dis Chest 1971; 65: 58–64.

6. Sadove MS, Thomason RD, Jobgen E. Capillary versus
arterial blood gases. Anesth Analg 1973; 52: 724–727.

7. Spiro SG, Dowdeswell IRG. Arterialized earlobe blood
samples for blood gas tensions. Br J Dis Chest 1976; 70:
263–268.

8. Pitkin A, Roberts C, Wedzicha J. Arterialised earlobe
blood gas analysis: an underused technique. Thorax 1994;
49: 364–366.

9. Bland JM, Altman DG. Statistical methods for assessing
agreement between two methods of clinical measure-
ment. Lancet 1986;  i: 307–310.

10. Sauty A, Uldry C, Debétaz L-F, Leuenberger P, Fitting
J-W. Differences in PO2 and PCO2 between arterial and
arterialized earlobe samples. Eur Respir J 1996; 9: 186–
189.

11. Dall'Ava-Santucci J, Dessanges J-F, Dinh-Xuan AT,
Lockhart A. Is arterialized earlobe blood PO2 an accepta-
ble substitute for arterial blood PO2? Eur Respir J 1996;
9: 1329–1330.

12. Koch G. Comparison of carbon dioxide tension, pH and
standard bicarbonate in capillary blood and in arterial
blood. Scand J Clin Lab Invest 1965; 17: 223–229.

13. Forster HV, Dempsey JA, Thomson J, Vidruk E, doPico
GA. Estimation of arterial PO2, PCO2, pH and lactate from
arterialized venous blood. J Appl Physiol 1972; 32: 134–
137.

14. Kofstad J. Quality specifications for pH and blood gases.
Uppsala J Med Sci 1993; 98: 381–385.

15. Hughes JMB. Blood gas estimations from arterialized
capillary blood versus arterial puncture: are they differ-
ent? Eur Respir J 1996; 9: 184–185.

16. Mortensen JD. Clinical sequelae from arterial needle
puncture, cannulation, and incision. Circulation 1967; 35:
1118–1123.


