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ABSTRACT Inflammatory lung diseases are highly complex in respect of pathogenesis and relationships between

inflammation, clinical disease and response to treatment. Sophisticated large-scale analytical methods to quantify

gene expression (transcriptomics), proteins (proteomics), lipids (lipidomics) and metabolites (metabolomics) in the

lungs, blood and urine are now available to identify biomarkers that define disease in terms of combined clinical,

physiological and patho-biological abnormalities. The aspiration is that these approaches will improve diagnosis, i.e.

define pathological phenotypes, and facilitate the monitoring of disease and therapy, and also, unravel underlying

molecular pathways. Biomarker studies can either select predefined biomarker(s) measured by specific methods or

apply an ‘‘unbiased’’ approach involving detection platforms that are indiscriminate in focus. This article reviews the

technologies presently available to study biomarkers of lung disease within the ’omics field. The contributions of the

individual ’omics analytical platforms to the field of respiratory diseases are summarised, with the goal of providing

background on their respective abilities to contribute to systems medicine-based studies of lung disease.
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Introduction
Inflammatory lung diseases are highly complex in respect of pathogenesis and relationships between

inflammation, clinical disease and response to treatment. While interstitial lung diseases have long been

viewed as a spectrum of distinct pathological conditions with different clinical outcomes [1], asthma and

chronic obstructive pulmonary disease (COPD) have only recently been recognised as syndromes consisting

of several disease entities [2–6]. Sophisticated, high-throughput, large-scale analytical methods to quantify

gene expression, proteins and lipids as well as other metabolites in the lungs, blood and urine are now

available. These methods offer the potential to identify biomarkers that define airway obstructive diseases in

terms of combined clinical, physiological and patho-biological abnormalities. The aspiration is that these

approaches will improve diagnosis, i.e. define disease phenotypes and facilitate the monitoring of disease

activity and therapy. In research terms, this information will also help unravel the complex molecular

pathways underpinning disease.

In broad terms, biomarker studies can either select predefined biomarker(s) measured by specific methods

or apply an ‘‘unbiased’’ approach involving use of indiscriminate detection platforms. This article reviews

the technologies currently available to study biomarkers of lung disease within the so-called ’omics field, a

term that was first used to define the studies of genomes (genomics) and gene expression (transcriptomics)

of cells, tissues, organs and organisms and has subsequently been adopted for studies of proteins

(proteomics), lipids (lipidomics) and metabolites (metabolomics). More recently, measurement of volatile

organic compounds (VOCs) in exhaled breath condensate has been termed ‘‘breathomics’’. The use of the

’omics term reflects an experimental paradigm based upon the acquisition of large-scale datasets from a

single sample with the aim of identifying biomarkers of disease and/or elucidating novel functional or

pathological mechanisms (fig. 1). An ’omics experimental design often involves a hypothesis-generating

component in which a broad encompassing dataset is acquired to provide insight into novel processes in

disease, rather than focusing on reductionist ‘‘molecular medicine-based’’ targeted methodologies. ’Omics

approaches are resource-intensive, analytically demanding and require the use of sophisticated statistical

and modelling approaches to analyse datasets consisting of hundreds to thousands of variables in order to

minimise false positives (Type I error) and false negatives (Type II error). The collection of ’omics-based

datasets is often an integral component of systems biology studies, which seek to integrate data and thereby

understand key fluctuations in the homeodynamics of the experimental system in question (i.e. disease,

phenotype, therapeutic intervention). Regardless of the technique chosen, the diagnostic accuracy of

potential identified biomarkers has to be examined and validated according to international recommenda-

tions based on STARD-guidelines [8, 9].

The principal biological matrices available for biomarker discovery in respiratory diseases are: whole lung

tissue and cells isolated from lung parenchyma; bronchoalveolar lavage fluid (BALF); spontaneous or

induced sputum; exhaled air; exhaled breath condensate (EBC); blood (cells, serum and plasma); and urine.

Their advantages and disadvantages for application in the various ’omics platforms are summarised in

table 1, with a glossary of terms provided in table 2. For example, lung tissue contains combined

transcriptomes, proteomes and metabolomes of multiple cell types, which complicates analysis and data

interpretation. By comparison, EBC may have a proteomic profile that is too simple to empower

meaningful biomarker studies [10]. Accordingly, it is important that the potential constraints of a given

matrix are considered when evaluating method development for any of the ’omics approaches discussed in

this review.

A key consideration for ’omics methods is the wide dynamic range of analytes in biological samples [12, 13].

This can result in ‘crowding out’ of less abundant analytes by more abundant ones, and as a consequence

requires methodologies to enrich low abundance components, but at the price of adverse effects on assay

reproducibility. This range in concentrations can also have repercussions for statistical modelling (e.g. use of

univariate scaling versus no scaling of data, which both make very different assumptions regarding the

biological significance of the data). Analysis is further complicated by the physico-chemical diversity of

some analytes, e.g. proteins due to alternative splicing, RNA editing, subunit oligomerisation and post-

translational modifications [14]. Lipids have a wide diversity of structural and physical properties, ranging

from neutral molecules, such as triacylglycerols and sterols, through polar glycerophospholipids, to

signalling molecules such as eicosanoids and other oxylipins, which comprise numerous isomers. In

addition, developed methodologies rarely consider stereochemistry in compound analysis and identifica-

tion, which can have profound effects on observed biological parameters. This structural and physico-

chemical diversity, in combination with dynamic ranges of several orders of magnitude, results in an

abundance of analytical challenges associated with each of the different ’omics platforms that need to be

considered in method development on a matrix-specific basis. In addition, the variety in the acquired data
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structures raises multiple statistical issues when integrating ’omics data from disparate analytical platforms

and biological matrices [15, 16].

Mass spectrometry overview
The complexity, and hence power, of unbiased biomarker studies is growing rapidly due to an increasing

portfolio of available mass spectrometry methodologies. Mass spectrometers determine the molecular mass

of molecules using mass analysers (fig. 2), which broadly exist in five distinct formats of increasing mass

resolution and accuracy: quadrupole, ion trap, time of flight (ToF), Orbitrap and Fourier Transform Ion

Cyclotron Resonance (FT-ICR). The major advance that enabled mass spectrometry to address a wide range

of biological questions was the development of electrospray ionisation (ESI) as a means of ionising analytes;

a critical step since mass spectrometers detect charged ions [17, 18]. ESI is a soft ionisation technique that

charges analytes by nebulising a liquid flow from a capillary held at a high potential. Ions generated by ESI

are stable as opposed to other soft ionisation methods such as matrix-assisted laser desorption ionisation

(MALDI), which produces ions in the excited state that decay rapidly. ESI also results in less fragmentation

and hence facilitates detection of the molecular ion. This advance has made the detection of proteins,

peptides, less volatile lipids and metabolites relatively straightforward, and ESI is currently the most

commonly used technique for introducing analytes into a mass spectrometer.

Mass spectrometry methods vary in respect of throughput (i.e. time of analysis), sensitivity and selectivity,

as well as robustness, ease of use and cost. For example, surface enhanced laser desorption ionisation mass

spectrometry (SELDI-MS) separates and captures protein subsets on a surface based on specific biophysical

properties, such as hydrophobicity, net anionic or cationic charge, prior to analysis by MALDI-ToF mass

spectrometry. However, lack of resolution and mass accuracy hinders unambiguous identification of

protein peaks [19, 20]. Accordingly, identification of candidate biomarkers of pulmonary disease has had
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FIGURE 1 Flowchart of the ’omics-based workflow for unbiased clinical biomarker discovery employed in the U-BIOPRED project that employs tranSMART as
its knowledge management platform [7].
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only limited success [21–23]. The majority of ’omics efforts have therefore moved towards high-resolution

instruments that provide increased mass accuracy to facilitate molecular species identification. For example,

FT-ICR mass spectrometers currently provide the highest mass accuracy and resolution, often sufficient for

calculation of elemental formulae, but they are relatively low-throughput and costly. The Orbitrap

technology-based systems interfaced with a linear ion trap (LTQ Orbitrap) have high mass accuracy and

TABLE 1 Advantages and disadvantages of different clinical matrices for biomarker discovery studies in respiratory disease

Type of sample Advantages Disadvantages

Bronchoalveolar lavage
fluid

Collected from specific area of the lung
Collected under clinical and reproducible conditions
Pre-existing proof of principle in this sample type
Reasonably complex analytical matrix

High salt content
Dilute analytes; often requires concentration before

analysis, leading to variability
Difficult to normalise for sample dilution
Possible bias towards leakage of tissue or inflammatory

cell components in diseased patients
Collection procedure may cause tissue damage
Not well tolerated as a procedure, particularly in

diseased patients
Cannot perform longitudinal sampling

Induced sputum ‘‘Natural’’ biofluid
Internationally recognised SOP for collection
Choice of sample type (i.e. with/without mucolytic

agent)
Reasonably complex analytical matrix

High salt content
Difficult to normalise for sample dilution (amylase

sometimes used)
Source in the lungs poorly defined
Use of reducing agents can affect analyte characteristics
Presence of cellular and/or bacterial debris
Potential high content of plasma infiltration components,

especially in asthma
Salivary contamination during collection
High quantities of mucins affect proteomics readouts

Blood (serum or plasma) Minimally invasive
Easy to collect with standardised protocols
Widely used in proteomics and lipidomics studies,

composition relatively well documented
Relatively consistent and easy to define protocol in

multicentre studies
Contains a large number of potential targets

Large dynamic range of protein content (,10 orders of
magnitude)

Lipid composition dominated by lipoproteins, possibly
masking minor components

Distant from the tissue of interest, so potential bias
towards systemic changes in disease

Exhaled breath
condensate

Noninvasive
Suitable for analysis of non-volatile components
Suitable for longitudinal study
Safe
Feasible in children
Metabolomic analysis by NMR spectroscopy validated

Very dilute, often requires concentration steps leading to
variability

Potential variability due to differences in droplet dilution
Samples whole airway, difficult to localise changes
Difficult to normalise protein/chemical composition for

total content
High variability in sample quality
Relatively few proteins present

Exhaled air volatiles Noninvasive
(Pseudo) real-time
Inexpensive and portable equipment available
Diagnostic accuracies confirmed between independent

centres

Data not exchangeable between devices
Samples airways, lungs and systemic volatiles (not

specific)
Requires standardisation of sampling and analysis

Urine Noninvasive
Easy to collect with standardised protocols
Conducive to longitudinal sampling regimens
Ideal for eicosanoids

Distant from the tissue of interest, so biases towards
systemic changes in disease

Excretion of metabolites may be changed by kidney or
liver diseases

Lung tissues Collected from specific area of lung
Reflects local changes
Essential for transcriptomics analysis
Can be combined with immunohistochemistry
Results can be compared to genomic and cytology data
Complex proteome

Difficult to obtain, either post mortem or using
bronchoscopy

Contains multiple cellular types, difficult to identify origin
of biomarkers

Homogenisation of tissue can be difficult
Limited quantity of tissue

SOP: standard operating procedure; NMR: nuclear magnetic resonance.
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TABLE 2 Glossary of terms related to ’omics-based studies of respiratory diseases

Term Definition

Transcriptomics The study of the set of all RNA molecules, including messenger RNA (mRNA), ribosomal RNA (rRNA), transfer RNA (tRNA) and other non-
coding RNA (ncRNA) such as microRNAs produced in a cell type or in a population of cells/tissues.

Non-coding RNAs (ncRNA) A functional RNA molecule that is not translated into a protein.

Exon A nucleic acid sequence that is represented in the mature form of an RNA molecule after portions of precursor RNA (introns) have either been
removed by splicing or two or more sequences joined by splicing.

RNA sequencing (RNA-seq) A recently developed approach to transcriptome profiling that uses deep-sequencing technologies (high-throughput next generation
sequencing) to sequence cDNA with deep coverage and base-level resolution. This provides a far more precise measurement of levels of
transcripts and, in addition, information on differently spliced transcripts and post-transcriptional editing.

Microarray A DNA microarray is a collection of microscopic DNA spots attached to a solid surface. Each DNA spot contains a specific DNA sequence or
probes that can hybridise a cDNA or cRNA target under high-stringency conditions. DNA microarrays are used to measure the expression
levels of large numbers of genes simultaneously.

Proteomics The study of the entire protein complement of an organism or system.

Electrophoresis The movement of particles relative to a solution under the influence of a uniform electric field.

Lipid Broadly defined as a hydrophobic or amphipathic small molecule that may originate entirely or in part by carbanion-based condensations of
thioesters and/or by carbocation-based condensations of isoprene units.

Lipidomics The large-scale study or acquisition of the lipid composition of a biological system.

Structural lipid The amphipathic components of the cell membrane including: glycerophospholipids, sphingolipids and sterols (also known as molecular or
membrane lipids).

Eicosanoid Biologically active products of arachidonic acid including prostaglandins, thromboxanes, leukotrienes and other oxygenated derivatives (also
known as signalling lipids or lipid mediators).

Oxylipin Oxygenated compounds that are formed from fatty acids by pathways involving at least one step of dioxygen dependent oxidation (include the
eicosanoids as well as analogous compounds derived from alternative fatty acid substrates).

Phospholipid Lipids built on a glycerol backbone that contain a phosphate group, a head group and two fatty acyl/alkyl chains; commonly structural
components of cell membranes as they can form bilayers.

Sphingosine-1-phosphate A signalling phospholipid built on a sphingosine backbone, rather than glycerol. Sphingosine can be released from ceramide and subsequently
phosphorylated to become bioactive, for instance, as a ligand for cell surface receptors.

Lysophosphatidic acid A potent lipid mediator known to be involved in cell proliferation. Can be formed via a number of different biosynthetic pathways by the
sequential action of phospholipase enzymes.

Lung surfactant A complex mixture of lipids and proteins whose primary function is to reduce alveolar surface tension and allow lung compliance.

Metabolomics The analysis of the whole of the metabolome under a given set of conditions.

Metabolome Complete compliment of all of the low molecular weight molecules (,1500 amu) present in the biological compartment in a particular
physiological state under a given set of environmental conditions.

Metabolite profiling Targeted quantification of a predefined subset of metabolite components of the metabolome that usually are of related chemical structure and/
or biological activity.

Breathomics The large-scale study of exhaled metabolites [11].

Breathcloud Online internet database of eNose breathprints matching various diseases, which can be used for direct calculation of diagnostic probability all
around the world.

Breathprint Composite signature of an exhaled molecular mixture, as obtained by ’omics analysis.

eNose Electronic nose; composed of a nano-sensor array capturing mixtures of volatile organic compounds.

Exhaled breath condensate The fluid captured by cooling exhaled air, containing non-volatile metabolites.

VOCs Volatile organic compounds; in exhaled air these represent metabolites from respiratory or systemic origin.

Multivariate statistics A form of statistics encompassing the simultaneous observation and analysis of more than one statistical variable. These methods reduce the
dimensionality of datasets, thereby improving the interpretation and visualisation of data. A common application is to separate the signal from
the noise in data with many variables.

Pattern recognition
algorithms

Mathematical recognition of consistency between complex datasets, e.g. between composite molecular mixtures from validation and training
samples. This can be used for probabilistic diagnostic assessment (positive and negative predictive value for disease).

Systems biology Research approach to understand and model the system behaviour as a whole, linking the highly complex interactions between its components
to its emergent properties, based on perturbation of the system and measures of its response with large-scale experimental data (primarily
obtained via ’omics techniques).

Biomarker Trait or substance such as an exogenous chemical molecule, endogenous antibody, protein, transcript or even cells objectively detectable or
measurable in the body, blood or tissue, that indicates a biological state, and in biomedical research that correlates with the risk or stage of a
disease, with response to treatment or intervention, or with exposure to environmental factors.

Biomarker profile Also known as molecular signature or fingerprint; expression profile comprised of clusters of differentially expressed genes, proteins and/or
metabolites indicative of a biological process.

Molecular network Graph representation of interactions (edges) between molecules (nodes) within a cell for molecular systems such as transcriptional regulation,
protein–protein interactions, or metabolites and reactions, whose topology analysis for example enables identification of important elements.

Machine learning Diverse set of computational and statistical tools used where human expertise does not exist or cannot be formulated to design algorithms for
the identification of patterns in empirical datasets that can be generalised to improve prediction of features in previously unseen datasets.
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resolving power and are extensively employed in ’omics-based applications [24–27]. While they may have a

lower mass resolution than the FT-ICR systems [28], Orbitrap technology-based instruments have greater

throughput, are more robust and are significantly less expensive. The re-emergence of ion-mobility

separation, which separates charged molecules based upon their shape and conformation, offers an

orthogonal dimension of separation. Recently, ion-mobility separation has been combined with

quadrupole-ToF analysis [29], as well as MALDI interfaces to increase resolution for mass spectrometry

imaging [30]. Triple quadrupole systems (MS/MS) employing multiple/selected reaction monitoring

(MRM/SRM) are the workhorses of bioanalytical chemistry and are extensively used in quantifying

proteins/peptides, lipids and metabolites, partly due to their robustness and wide dynamic range [31].

MRM provides maximum sensitivity for analytes separated by high-performance liquid chromatography

(HPLC), albeit at the expense of limited spectral data and loss of mass resolution. Mass spectrometer

versatility and, therefore, utility as vehicles for biomarker discovery derives from combining mass analysers

into hybrid analytical platforms, in order to achieve a wide range of specificities and sensitivities.

Methods that directly infuse highly soluble samples by ESI into a mass spectrometer increase reproducibility

and greatly facilitate high-throughput analysis, albeit at the expense of simplification of complex mixtures

of analytes. Direct infusion has been widely used for shotgun lipidomics, which employs a combination of

diagnostic precursor and neutral loss scans to characterise the molecular species compositions of individual

classes of lipids [32]. Because all analytes are measured under identical ionisation conditions, they are

readily quantifiable using appropriate internal recovery standards. The advent of ESI has provided a simple

approach to introducing the eluate from a liquid chromatography (LC) column directly into any of the

mass spectrometry analysers, in turn providing an additional analytical dimension by harnessing the

extensive range of HPLC column technologies to separate analytes prior to introduction into the mass

spectrometer. The choice of chromatography employed for the separation of a sample is equally important

for data generation. For clinical biomarker discovery, the combination of reverse phase HPLC with ESI is

the most common configuration. Recent advances include the shift to higher-pressure LC systems such as

ultra-performance liquid chromatography (UPLC) and ultra-high performance liquid chromatography,

which offer increased resolution, speed and sensitivity for ’omics-based approaches. In addition, new

approaches using alternative mobile phases such as CO2 have recently been developed (e.g.

UltraPerformance Convergence Chromatography; UPC2). There are multiple stationary phases available

that are compatible with mass spectrometry, ranging from hydrophobic reverse phase (C18) columns to

Mass analyser 1 Mass analyser 2

Product ion scanning

Chromatography
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Analyte separation

before MS analysis

Conversion of

analytes into ions

Electromagnetic

separation of ions

Detection of ions as

electric currents

Conversion of detector

signal into mass spectra

Computer

Precursor ion scanning

Neutral loss scanning

Selected/multiple

reaction monitoring

(SRM/MRM)

Collision cell
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+ voltage
m/z separation m/z separation

Tandem mass spectrometry
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FIGURE 2 Mass spectrometry (MS) is an analytical technique that can be used to determine the mass, elemental composition or chemical structure of molecules.
In a typical configuration the target analytes are first converted into charged particles (ionisation) before introduction into the mass spectrometer. Once inside,
the ions are separated by a mass analyser according to their m/z ratio using electromagnetic fields under vacuum. The separated ions are then recorded by a
detector, and the detector signal is converted into a mass spectrum that can be stored and manipulated on a computer. Mass spectrometry is often preceded by
some form of chromatography (gas, liquid or thin layer chromatography) to separate analytes of interest before analysis. It is also common for mass
spectrometers to have multiple mass analysers for targeted manipulation of the ions within the instrument. A widely used example is triple quadrupole mass
spectrometry, in which the first analyser is followed by a collision cell for fragmentation of the ions, and a second analyser. This configuration allows for a number
of scan experiments that can be used to elucidate the structure of ions of interest, or increase the sensitivity of the instrument to a specific (set of) ion(s).
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traditional normal phase hydrophilic interaction liquid chromatography (HILIC) and ion exchange

systems. Capillary electrophoresis has also been successfully coupled to mass spectrometry for ’omics-based

applications [33]. In addition, gas chromatography-based systems (GC) can be used for the separation of

volatile, thermally stable compounds of relatively low polarity. These systems have proven useful for

quantification of many of the small molecules involved in basic metabolism, e.g. in breathomics approaches

[34, 35].

The combination of LC-MS/MS analyses can provide detailed compositional and structural analyses

tailored to the LC elution profile, with enhanced sensitivity for low abundance components. Single- and

multi-dimensional LC-MS/MS have been used for so-called ‘‘shotgun’’ proteomics. One approach that has

been successfully applied in many proteomic laboratories is multidimensional protein identification

technology (MudPIT) [36]. Although attention in recent years has focused on using orthogonal separations

to reduce the complexity of a biological sample, the high pressure capabilities of UPLC and nano-UPLC

have enabled the implementation of long columns (i.e. 50 cm) for efficient separation of biological samples

[36] and have also been used quantitatively [35]. The eventual choice of separation technique and column

depends upon the target compounds for biomarker discovery because no current methodology is truly

global or comprehensive in its ability to capture a full proteome, lipidome or metabolome.

Transcriptomics
The ability to determine the differential expression of RNA transcripts (transcriptomics) over time and/or

between cells and disease has transformed our understanding of cellular function [37]. Transcriptomics

analysis aims to describe and quantify RNA species such as mRNAs, non-coding RNAs and small RNAs, and

their variations in response to external stimuli or disease. Expression profiling by microarrays has been very

successful and widely used, with, for example, .40 000 citations currently in PubMed [38]. Using

microarrays it is possible to detect variations in expression of many, but not all, transcribed genes under

both normal and perturbed conditions. Direct sequencing offers the potential for the detection of more

transcripts and their variants, but relies on a less mature technology.

The improvements in microarray analysis and interpretation have been due to concerted efforts by many

groups across the world to introduce quality control standards and guidelines for complete microarray

workflows [39–42]. These advances took 10 years to establish for microarrays, but should be addressed

more rapidly for newly emerging technologies [39, 40]. RNA sequencing (RNA-seq) offers several

advantages over microarrays and has generated important results across diverse species [43–45]. It is

considered completely unbiased, because it does not rely on a set of predefined probes selected for the array

chip and covers the whole transcriptome, enabling the discovery of novel exons, isoforms and even

previously undetected transcripts [45]. In addition, RNA-seq methods have low background noise, a large

dynamic range, are highly accurate and reproducible, and produce data comparable to that of microarrays

[45, 46]. However, some of the specific protocols used may introduce bias due to amplification,

fragmentation and ligation processes having some sequence preferences [37, 40, 47]. A limitation of both

these methods is the need to validate expression values using RT-qPCR. Emerging technologies that use

miniaturised high-throughput RT-qPCR approaches or multiplex direct visualisation and counting of RNA

molecules have been developed, but these approaches must be standardised and applied across platforms

[37, 40]. The current advantages of microarrays include their relatively low running cost compared with

sequencing as well as the maturity of the analysis strategies and experimental designs for dealing with the

known biases inherent in microarray data [38].

The application of transcriptomics to lung diseases is transforming our views on the molecular classification

of chronic lung diseases, as well as opening novel avenues for biomarker discovery using disease tissue or

surrogate cells and monitoring drug responses [48, 49]. For example, the use of microarrays has confirmed

the presence of distinct subsets of mild/moderate asthmatic patients on the basis of their expression of Th2

cytokines and has shown that gene expression profiles in airway epithelial cells can predict drug

responsiveness [50]. The patient population expressing a high level of Th2 cytokines, the so-called Th2-high

phenotype, expresses distinct features of airways inflammation over a variable continuum, correlating

significantly with local and systemic measures of allergy and eosinophilia [51], responds better to

corticosteroids than the Th2-low phenotype [50] and is also linked to markers of airway remodelling [50].

High periostin levels seen in the Th2-high phenotype have also been shown to distinguish patients with

severe asthma who respond to anti-interleukin-13 antibody therapy [52].

Microarrays have also been used to distinguish mRNA expression profiles in peripheral blood CD4+ T-cells

in children with frequent and infrequent wheeze due to viral exposure [53] and to demonstrate distinct

microRNA profiles in CD8+ T-cells isolated from patients with severe and non-severe asthma [54]. In

animal models of asthma, microarrays have furthermore demonstrated profound effects of combined
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allergen and viral challenge on murine lung gene expression, thus emphasising a key role for Toll-like

receptors, novel serine protease inhibitors as well as chemokines and cytokines that recruit inflammatory

cells into the airway [55]. In a similar manner, TILLEY et al. [56] have analysed the effect of cigarette smoke

on transcriptome patterns in small airway epithelial cells [56] and alveolar macrophages [57], and

demonstrated differences in expression profiles in some ‘‘healthy’’ smokers that may be relevant to the

pathogenesis of COPD [57, 58]. The key role of oxidative stress effects on airway epithelial cells in driving

COPD was also demonstrated using gene microarrays [59].

A direct comparison between microarrays and RNA-seq has been performed on bronchial epithelial cells

from never-smokers and smokers with and without lung cancer. The results showed a significant correlation

between the two techniques although RNA-seq detected more smoking- and cancer-related transcripts than

the microarrays [60]. The same research group was able to demonstrate a correlation between

transcriptomic readouts analysed by microarrays and proteomics [61], which highlighted the presence of

altered protein expression in the absence of differential transcription. The pharmaceutical industry has used

microarrays to analyse disease and drug effects on numerous cells and tissues using standard procedures and

platforms (e.g. Affymetrix microarrays). Their databases are capable of integrating these data with clinical

data from patients, which represents a major driver for the use of microarrays in drug discovery [37, 40].

However, there is a need for further analysis of samples from the site of disease to validate the relevance of

the detected differences [37, 40].

Summary
The current state-of-the art with regard to drug discovery remains expression profiling by microarrays due

to: 1) the maturity of the available tools/platforms; 2) existing data available for comparison purposes; and

3) relatively lower cost. However, ongoing research toward standardising deep-sequencing approaches and

comparison of results from sequencing and microarray analysis of the same samples will lead to analysis

programmes that enable direct comparison between the two technologies [38]. Detecting genes with low

expression will remain a problem for both approaches, but there are some applications, such as transcript

discovery and isoform identification, where RNA-seq is the preferred method [38]. As the cost of

sequencing decreases and the availability of new generation sequencing platforms increases, a switch in

approaches will occur progressively over the next few years. However, given the substantial agreement

between the two methods, it is unlikely that the microarray data currently being generated or in existing

databases will become obsolete. Rather, this information will likely be complemented and extended in depth

and coverage by the sequence-based data, providing deeper insight into respiratory physiology and disease.

In addition, expression levels of panels of mRNAs will provide biomarkers for disease (sub)types and

efficacy of novel drugs.

Proteomics
Quantification of proteins has been the basis of numerous studies of lung diseases, but it is only more

recently that unbiased proteomics approaches, combining mass spectrometry with either gel- or non-gel-

based methods for protein/peptide separation, have been used [62, 63]. The breadth of proteins identified

has largely depended on the method applied, since each detects proteins with varying selectivity and

sensitivity. Some methodologies have been primarily descriptive, whilst others have been more quantitative.

For example, the qualitative technique GeLC-MS/MS was used to define the proteome of human sputum

[64] and has more recently been applied to the analysis of BALF in mouse and non-primate asthma models,

where disease specific biomarkers relating to response to corticosteroid treatment were identified [65].

One key aim of any proteomics study is to quantify potential biomarkers associated with disease. SELDI-

ToF-MS has been extensively used in several respiratory studies. For example, serum amyloid protein (SAA)

was identified by this method as a novel blood biomarker of acute exacerbations of COPD, which was

confirmed by ELISA [66]. Because SAA levels correlated with infection, the study suggested a role in

infection or exacerbations rather than just COPD. Other SELDI-MS analyses of BALF have identified

CCSP10, neutrophil defensins 1 and 2, and calgranulins 1 and 2 (S100A8 and S100A9) as being altered in

smokers with COPD when compared to asymptomatic smokers [67]. However, despite improvements in

the technology and relative affordability of the equipment, the SELDI-ToF-MS platform does not yet

provide sufficient resolution or reproducibility for use in clinical diagnostics. This is primarily due to the

lack of mass accuracy and accompanying drift over the data collection period, making it difficult to identify

protein peaks unambiguously [19, 20].

Other quantitative studies have applied different means of protein separation prior to mass spectrometry

analysis. NICHOLAS et al. [68] used two-dimensional gel electrophoresis to separate proteins in induced

sputum samples from patients with COPD and healthy smokers prior to MS/MS analysis. They identified 44

differentially expressed protein spots in COPD, two of which were further validated by Western blot analysis
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and ELISA: lipocalin-1 and apolipoprotein A1. Interestingly, the majority of differentially expressed proteins

were reduced in COPD and many of them could be functionally associated with innate immunity.

Improvements to the two-dimensional gel electrophoresis in the form of differential protein labelling with

multiple dyes has recently emphasised the utility of the two-dimensional gel technique for finding

biomarkers of lung diseases in challenging biofluids such as sputum [69]. KOHLER et al. [70] recently

utililised multiplexed differential gel electrophoresis to identify a female-dominated subphenotype of

COPD. In this study, a subset of 19 proteins in alveolar macrophages primarily originating from the

lysosomal activity and oxidative phosphorylation pathways were found to provide classification of female

COPD patients with 78% predictive power. The enduring appeal of two-dimensional gel methods lies in the

ease of quantitation and identification of biomarkers, as demonstrated by the identification of the poly

immunoglobulin receptor as a biomarker of COPD.

Although two-dimensional gel electrophoresis offers excellent resolving power, the approach has several

limitations [71], including a limited ability to resolve proteins with extremes of molecular weight and

isoelectric point and the challenge of accurately aligning individual proteins spots on different gels for

comparison between patient populations. Consequently, gel-free approaches, such as the stable isotope

labelling approach (iTRAQ, isobaric tags for relative and absolute quantitation), have been employed, an

example being a study to identify biomarkers of smoking in human plasma samples [72]. Here, the authors

increased proteome coverage through depletion of the top 14 most abundant proteins, identifying 113 low

abundance proteins, 16 of which were differentially expressed between smokers and nonsmokers. The

iTRAQ approach, coupled with nano-LC-LTQ-Orbitrap, has also been used to compare the proteomes of

bronchial biopsy samples from healthy and asthmatic subjects and to identify differences in response to

glucocorticoid treatment [73]. An extensive number of proteins were identified despite limited material for

analysis and lack of abundant protein depletion. Seven proteins were differentially expressed in asthma

when compared to controls and seven were modified in response to budesonide treatment.

Advances in the fields of mass spectrometry instrumentation (increased sensitivity, resolution and mass

accuracy), LC separation and bioinformatics have led to label-free approaches becoming the method of

choice for proteomics analyses (fig. 3). This is because the approach offers a rapid, simple and low cost

measurement of protein expression levels in complex biological samples. GHARIB et al. [75] used a label-free

approach with quantitation based upon spectral counting to assign 17 differentially expressed proteins in

induced sputum. This subset was enriched for proteins associated with processes involved in protease

inhibitory activity, defence response, immunity and inflammation; the method robustly classified asthmatic

and control subjects. A further study using FT-ICR mass spectrometry to identify isoforms of SP-A in BALF

from patients with cystic fibrosis, chronic bronchitis and pulmonary alveolar proteinosis observed

qualitative differences in SP-A isoforms in patients with pulmonary alveolar proteinosis when compared to

other diseases examined [76]. However, it is now accepted that a single protein biomarker of complex

disease is unlikely to be sufficient for disease classification and diagnosis, and that a successful strategy

would consist of developing a panel of biomarkers [77]. Impressively, researchers studying idiopathic
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pneumonia syndrome identified a set of 81 disease-associated protein biomarkers using a label-free

approach and were able to stratify patients likely to respond to cytokine neutralisation therapy [78].

Summary
The current state-of-the-art in proteomics analysis of respiratory samples uses quantitative label-free

LC-MS approaches that offer: 1) improved (faster and more sensitive) detection of proteins in a range

of biological sample types; 2) relative and absolute quantitation (ng?mL-1); and 3) unlike multiplexing

approaches such as iTRAQ, provide independent data collection of samples, in theory allowing the

comparison of a theoretically unlimited number of clinical samples. Technical advances in mass

spectrometry instrumentation and informatics offer an exciting prospect for the future of diagnostic

and prognostic marker discovery in respiratory disease. Such advances include the application of

unbiased data-independent LC-MS acquisition strategies [74] that allow the information obtained from

a biological sample to be maximised by acquiring accurate mass-to-charge (m/z) ratio values for all

precursor ions and their corresponding fragment ions within a single analytical run. These almost

complete datasets can subsequently be interrogated post-analysis, not only for peptides and proteins,

but also for other target molecules such as lipids and metabolites, facilitating ‘‘one-stop’’

multidimensional biomarker discovery. However, despite the recent advances in mass spectrometry

instrumentation, the speed of analysis is currently limiting and represents a key challenge for the future

of clinical proteomics. Advances in the miniaturisation of front-end separations through nanospray

microfluidics [79] may offer a solution to address this challenge, providing further increased sensitivity

and sample throughput, an essential prerequisite for the advent of individualised protein biomarker

discovery.

Lipidomics
Lipids make up ,90% of lung surfactant, which is vital for maintaining small airways and alveolar potency

and they play a significant role in lung disease. A discussion of lipids in the lung can be divided into 1) high-

abundance structural or molecular lipids (e.g. phospholipids) and 2) low-abundance signalling lipids (e.g.

eicosanoids). Lipids may have a primary role, in which alterations in lipid composition, biosynthesis or

downstream metabolism impact directly on exacerbation and disease severity. Alternatively, lipid

composition may be altered as a result of the disease process and thereby provide biomarkers to stratify

the condition, monitor the effect of a drug, or predict the likelihood of exacerbation. Furthermore, the

biological importance of lipid metabolic products formed from cell membrane-associated arachidonic acid

has been demonstrated in numerous studies [80], although the biological role of structurally analogous

compounds remains unclear.

Phosphatidylcholine
The glycerophospholipid phosphatidylcholine (PC) is the main lipid class in lung surfactant, compromising

up to half of the total lipid content. This surface active lipid is reduced in sputum, but not BALF [81] of

asthmatic patients, suggesting that compositional alterations to BALF PC are related to plasma infiltration

in the airways rather than altered surfactant metabolism in the alveolus [82]. Accordingly, treatment of

asthmatics with exogenous surfactant that has a ‘‘normal’’ PC content may be beneficial [83, 84].

Lysophosphatidylcholine (LPC), generated by PLA2 activity on PC, contributes to the pathogenesis of lung

disorders, including acute respiratory distress syndrome [85]. Antigen challenge in an animal model of

asthma increases the concentration of an alveolar type II cell-specific PLA2 isoform and decreases surfactant

phospholipid, with treatment with specific PLA2 inhibitors showing therapeutic benefit [86]. Interestingly,

surfactant protein A inhibited this type II cell-specific PLA2 enzyme.

Phosphatidylglycerol
Phosphatidylglycerol is a minor component of typical mammalian cell membranes, but it is the second

most abundant surfactant phospholipid where it promotes adsorption of PC to the air:liquid interface.

Secretory PLA2 preferentially binds and hydrolyses acidic phospholipids like phosphatidylglycerol, and

local allergen challenge in asthmatic subjects led to decreased amounts of phosphatidylglycerol and an

increased ratio of PC to phosphatidylglycerol, which correlated with poor surface tension function [87].

An additional role for phosphatidylglycerol binding to Toll-like receptor 4 has been proposed in virally-

induced asthma exacerbations; treatment of bronchial epithelial cells with phosphatidylglycerol reduced

their inflammatory response to respiratory syncytial virus (RSV), and lung installation of phosphatidylg-

lycerol in mice significantly reduced their susceptibility to infection with RSV [88]. Recently, decreased

phosphatidylglycerol in exhaled particles has been described for asthmatic subjects compared with control

volunteers [89].
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Sphingosine-1-phosphate and lysophosphatidic acid
Sphingosine-1-phosphate (S1P), which is synthesised by sphingosine kinase-mediated phosphorylation of

sphingosine [90], is elevated in BALF of asthmatic patients following antigen challenge [91] and, among

other effects, stimulates contraction of airway smooth muscle [92]. The ‘‘Orm’’ family of proteins are

regulators of sphingolipid synthesis [93] and single nucleotide polymorphisms within the ORMDL3 locus

have been associated with severe childhood asthma [94], with possible effects on the production of S1P and

the development of asthma. Lysophosphatidic acid (LPA) is generated by the action of autotaxin on LPC

and can enhance airway smooth muscle contractility [95, 96]. BALF LPA levels have been shown to increase

in a sensitised asthma mouse model, in which a direct link was observed between the expression of the LPA2

receptor and lung inflammation [97].

Eicosanoids
Eicosanoids comprise a large group of biologically active signalling molecules produced by enzymatic and

auto-oxidative processes from arachidonic acid and other membrane-bound polyunsaturated fatty acids.

The term oxylipin was introduced as an encompassing label for oxygenated compounds that are formed

from fatty acids by reaction(s) involving at least one step of mono- or dioxygenase-catalysed oxygenation.

Accordingly, this term includes the well-known eicosanoids synthesised from arachidonic acid, as well as

related compounds formed by oxygenation of polyunsaturated fatty acids of longer and shorter chain

length. There are thousands of potential analogues synthesised from different fatty acid precursors (e.g.

DHA and EPA), most of which have as of yet undetermined biological roles. The use of LC with low particle

size and MRM mass spectrometry has recently made it possible to quantify hundreds of these molecules

simultaneously [98, 99], providing new insights into their role in respiratory disease [80]. A particular

advantage of analysing eicosanoids is that measurement of indicative urinary metabolites is usually a

sensitive approach to monitoring pulmonary biosynthesis. In particular, urinary eicosanoid profiles can

reflect asthma exacerbations or induction of bronchoconstriction by, for example, allergen challenge. This is

possible because the resting levels of eicosanoids and their downstream metabolites are very low, whereas

there is a massive increase in their release into the circulation following induction of de novo biosynthesis, as

reviewed by KUPCZYK et al. [100].

Prostaglandins are produced following oxidation of arachidonic acid by cyclooxygenases (COX-1 or COX-

2) and specific prostaglandin synthases into the five primary COX products: PGE2, PGD2, PGF2a, PGI2 and

thromboxane A2 (TXA2). Arguably the best-studied prostaglandin is PGE2, which has a prominent, but

complex, role in lung pathology [101]. PGE2 has a bronchodilator effect and inhibits responses to allergens

and other triggers of bronchoconstriction, presumably by an anti-inflammatory effect on mast cells [102].

In contrast, PGD2, together with its early appearing metabolite 9a,11b-PGF2, causes bronchoconstriction in

subjects with asthma [103–105]. The 9a,11b-metabolite and tetranor-metabolites can be measured in blood

and urine, and serve as an index of endogenous PGD2, which is biosynthesised by mast cells. In asthmatics,

urinary concentrations of 9a,11b-PGF2 increase in response to allergen exposure and other trigger factors of

airway obstruction. Asthmatics have higher urinary levels of the tetranor metabolites of PGD2 than non-

asthmatic control subjects, whereas levels of PGE2 are comparable [106]. TXA2 is a potent

bronchoconstrictor that has been considered as a target for asthma therapy. The levels of the enzymatically

formed product 11-dehydro-TXB2 are, however, more reliable as indicators of endogenous TXA2

biosynthesis, and 11-dehydro-TXB2 is increased in the urine of atopic asthmatics following allergen-induced

bronchoconstriction [107, 108].

Leukotrienes (LT) are formed by 5-lipoxygenase (5-LOX)-catalysed conversion of arachidonic acid to LTA4

[109], which is subsequently converted to either LTB4 via LTA4 hydrolase or to cysteinyl leukotrienes

(CysLTs) via LTC4 synthase. Analogous pathways exist via 15-lipoxygenase activity, leading to the synthesis

of lipoxins and eoxins as well as the associated hydroxyeicosatetraenoic acids (HETEs). CysLTs are potent

contractile agonists of human airway and vascular smooth muscle [110–112]. LTE4 is to a large extent

excreted in urine without additional metabolism and increased urinary LTE4 levels are used as a biomarker

of disease severity (e.g. asthma exacerbations) [100]. There is extensive evidence that monitoring of urinary

LTE4 provides valuable information about mechanisms of inflammation in asthma and other airway

diseases [80]. Lipoxins (LX) are short-lived eicosanoids that can support the resolution of inflammation

[113]. Studies measuring lipoxins have suggested a protective role for LXA4 and 15-epi-LXA4 in asthma

[114, 115]. HETEs are monohydroxy fatty acids primarily produced via LOX metabolism (5-LOX and 12/

15-LOX in humans [116]), although they can also be generated non-enzymatically. The lipid mediator 15-

HETE is the major arachidonic acid metabolite in human bronchi [117] and several studies have suggested

that high 15-HETE levels are indicative of pro-inflammatory responses in asthma [118, 119]. In reactions

analogous to the biosynthesis of CysLTs, 14,15-LTA4 can be transformed further to the eoxins 14,15-LTC4,

14,15-LTD4 and 14,15-LTE4 [120]. The biological function of eoxins remains unclear, but significant EXC4
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levels were observed in BALF of patients with a range of diseases, including eosinophilic pneumonia and

asthma [121]. Eoxin levels were elevated in EBC from asthmatic relative to healthy children, with results

suggesting a relationship between asthma severity and eoxin levels [122].

Isoprostanes, derived from arachidonic acid via auto-oxidation, have been primarily studied as markers of

oxidative stress in lung diseases [123, 124]. Although they are not enzymatic products, they have distinct

biological activities. Patients with pulmonary hypertension have increased isoprostane levels relative to

healthy controls, and the response to inhaled NO has been correlated to basal levels of these compounds

[125]. Among oxidative markers of lung diseases, 8-iso-PGF2a is a good candidate to study the influence of

oxidative stress, because it shows strong constriction properties in smooth muscle in vitro through

activation of the FP receptor [126]. Indeed, high urinary levels of 8-iso-PGF2a have been documented in

extrinsic allergic alveolitis patients [127, 128].

Summary
The relevance of lipids in respiratory diseases has been well established, and there is a strong argument for

their inclusion in systems biology-based efforts to identify biomarkers and explore disease mechanisms. The

current state-of-the-art in lipidomics involves a combination of fast scanning tandem MS/MS and high-

resolution mass spectrometers (e.g. Orbitrap technology-based systems) to identify individual lipid species

(fig. 4). These platforms offer multiple advantages including: 1) increased accuracy; 2) flexibility in

performing structural confirmation experiments; and 3) formatting for relatively high throughput analyses.

Recent advances include the development of lipid-based informatics resources, such as the LIPID MAPS

Lipidomics Gateway and specific lipid-based software (e.g. LipidView, SimLipid, LipidXplorer) designed to

aid in the identification of multiple lipid species in a single analysis, and the ability to determine the

position of unsaturated bonds in the fatty acid moieties of molecular lipids [129]. A limitation of the

current LC-MS methodologies is their inability to perform exact quantification due to a paucity of authentic

analytical standards, which moreover often co-elute with the large number of species acquired in a

lipidomics profiling approach. Combined with the scarcity of databases or spectral libraries for compound

identification, this makes routine lipidomics challenging. The ability to identify and quantify individual

lipid species remains the key obstacle in most lipidomics studies; however, it is expected that future

technical advances will significantly increase our ability to quantify such complex lipidomics profiles.

Metabolomics
Metabolomics is defined as ‘‘the analysis of the whole metabolome under a given set of physiological,

environmental and/or clinical conditions’’ [130]. The exact definition of the metabolome varies, but can

generally be considered to be the ‘‘quantitative complement of all of the low molecular weight molecules

present in a particular physiological or developmental state’’ (e.g. metabolome of metabolic processes, cells,
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tissues, organs or organisms) [131]. The application of metabolomics in the study of respiratory diseases is

in its infancy, lagging behind other diseases (e.g. cancer and cardiovascular disease). It offers the ability to

1) classify specific respiratory diseases and sub-phenotypes (e.g. mild versus severe asthma) and 2) identify a

‘‘quantitative disease phenotype’’ (i.e. specific profiles/concentrations of metabolites diagnostic or prognostic

for disease) [132]. Many of the initial metabolomics studies in the respiratory field were conducted with

nuclear magnetic resonance (NMR) spectroscopy due to its ease of application and non-destructive nature,

but mass spectrometry is increasingly used because of improved sensitivity and specificity.

Initial applications of metabolomics approaches in asthma studies have proven promising. A NMR-based

metabolomics study identified 70 urinary metabolites that were collectively discriminant for a model of

stable asthmatics as well as for a model of exacerbated asthmatics versus stable asthmatics, both with 94%

accuracy [133]. Robust multivariate modelling (partial least squares-discriminant analysis) identified 23

metabolites as being altered, with TCA cycle metabolites significantly increased in both classification models

(succinate, fumarate, oxaloacetate, 2-oxoglutarate and cis-aconitate). MATTARUCHI et al. [134] successfully

classified a range of atopic asthma states using multivariate models (orthogonal projections to latent

structures-discriminant analysis) generated from non-targeted LC-MS profiling of urine. The first model

differentiated asthmatics and healthy controls with 98% accuracy, the second distinguished between

medicated and non-medicated asthmatics with an accuracy of 96%, and the third separated well- and poorly

controlled asthmatics with an accuracy of 100%. Focused investigation in asthma revealed reduced

excretion of urocanic and methyl-imidazoleacetic acid as well as a metabolite resembling an Ile-Pro

fragment. CARRARO et al. [35] used NMR profiles of EBC to classify asthma with an accuracy of 86%, which

was a slight improvement over the 81% accuracy based on exhaled NO and forced expiratory volume in 1 s

(FEV1).

NMR analysis of serum differentiated moderate (Global Initiative for Chronic Obstructive Lung Disease

(GOLD) III) from severe COPD (GOLD IV) with an accuracy of 82% [135]. The discrimination of patients

from healthy controls was due to decreased levels of the branched-chain amino acids (BCAA) valine and

isoleucine, possibly the result of weight loss due to proteolysis in patients with cachexia because BCAAs have

been shown to correlate with body mass index [135]. LC-MS analysis of metabolites in plasma successfully

classified emphysematous COPD and non-emphysematous patients with an accuracy of 64.3% using

hierarchical clustering [136]. However, multivariate modelling (linear discriminant analysis) of the top

seven biomarkers (whose structures were not identified) improved classification accuracy to 96.5% [136].

NMR profiling of EBC successfully modelled stable cystic fibrosis patients with an accuracy of 96% (91%

accuracy and 96% specificity). A second model differentiated unstable cystic fibrosis with an accuracy of

95% (86% accuracy and 94% specificity) [137].

Summary
High resolution LC-MS-based platforms currently represent the forefront of metabolomics techniques due

to: 1) their ability to simultaneously measure large numbers of unrelated metabolites; 2) capability of

analysing metabolites with a wide range of chemical properties; and 3) relatively straight forward sample

preparation compared to other metabolomics techniques. One of the most significant recent advances in

metabolomics is the development of kit-based technologies such as that sold by BIOCRATES [138]. These

technologies are straightforward and illustrate the potential for metabolomics analysis to become a routine

component of the ’omics toolbox. However, metabolomics approaches have a number of limitations; first,

no platform can currently measure all the metabolites present within a sample and secondly, there is a lack

of tools for data annotation, meaning that only a fraction of the information present within a data set can be

properly interpreted. Thus, the most significant advances in the field will require developing tools or

methods to deal with these limitations. To date, the majority of metabolomics studies in respiratory disease

have focused on developing and validating the approach; however, in the future metabolomics will play an

important role in identifying biomarkers and elucidating mechanisms of disease. The high classification

accuracy of the models generated from material collected noninvasively (e.g. urine) suggests that

metabolomics can play a central role in discrimination of disease and quantitative phenotyping. A long-

term goal is the ability to identify prognostic and/or diagnostic patterns of metabolites in relation to disease.

In addition, the identification of individual metabolites responsible for differentiating between patients with

respiratory disease and healthy controls will provide valuable information on the metabolic mechanisms of

disease. Accordingly, it is expected that the application of metabolomics approaches (both NMR- and mass

spectrometry-based) will increase significantly.

Breathomics
Exhaled air contains a complex mixture of VOCs in the gas phase [139] and non-volatile compounds

derived from condensed water vapour and aerosol particles (so-called EBC) [140]. The origin of exhaled

’OMICS TECHNOLOGIES FOR BIOMARKER DISCOVERY | C.E. WHEELOCK ET AL.

DOI: 10.1183/09031936.00078812814



metabolites varies because they result from both systemic and local metabolic, inflammatory and oxidative

activities. The advantage of exhaled air analysis is its noninvasive nature. Metabolomics approaches in

exhaled air are currently referred to as ‘‘breathomics’’. The standard for detecting individual molecular

compounds in VOCs is GC-MS [141], but other sophisticated analytical equipment, such as proton transfer

reaction mass spectrometry (PTR-MS), ion mobility spectrometry, and selected ion flow tube mass

spectrometry (SIFT-MS), can also be used. The combined molecular composition of gas mixtures can be

assessed by electronic noses (eNoses) [142, 143] based on arrays of nano-sensors that do not identify

individual chemical constituents but patterns of interactions. The output of eNoses is a signature of the

VOC mixture, which can be regarded as a fingerprint of a complex gas mixture (fig. 5). There are several

principles underpinning eNose sensors, including conducting polymers, metal oxide, metal oxide field effect

transistors, surface or bulk acoustic waves, optical sensors, colorimetric sensors, ion mobility spectrometry,

infrared spectroscopy, gold nanoparticles, and also GC-MS [142, 143]. Analysis of eNose data involves

pattern recognition algorithms to develop signatures of complex, exhaled air mixtures (breathprints) [146].

Breathprints can be discriminated by trained dogs and this observation has facilitated research on olfactory

sensation and signal pathways to develop new analytic techniques [147]. EBC can be analysed by almost any

(bio)assay, in which the limits of detection represent the most common problem. Metabolomics of EBC by

NMR spectroscopy is currently the most promising approach (see below) [35, 137, 148].

GC-MS analysis of exhaled breath
Apart from lung cancer and other diseases [149], GC-MS has been employed in the study of inflammatory

lung diseases, including asthma [150, 151], cystic fibrosis [152] and COPD [153]. When analysing 945

compounds in exhaled breath, a total of eight compounds allowed for a 92% correct classification of

asthmatic and non-asthmatic children [150]. Notably, the profile of exhaled VOCs was found to be

associated with either predominantly eosinophilic or neutrophilic inflammation in asthma and COPD [154,

155]. This suggests that breathomics is suitable for noninvasive subphenotyping of inflammatory airway

diseases and, possibly, for disease monitoring.

eNose
Studies conducted with different eNose sensor systems suggest that asthmatics can be discriminated from

healthy controls with accuracies between 80–100% [151, 156]. Interestingly, COPD patients can also be

discriminated from asthmatics [157], a finding confirmed by external validation according to STARD

guidelines [158]. Such confirmation in newly recruited patients from different hospitals is essential for
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FIGURE 5 Breathprints of eNoses. a) A typical breathprint from a patient with asthma obtained with a non-commercial eNose consisting of eight quartz
microbalance (QMB) gas sensors coated by molecular films of metalloporphyrins. Deflections represent the response (change in sensor frequency) to volatile organic
compound (VOC)-free air used as a baseline and the patient breath sample. The actual response (Df) for individual sensors is calculated by subtracting baseline
response to VOC-free air from patient breath sample response (sampling). A wash-out phase is performed between baseline and sampling. QMB5: sensor 5.
b) Breathprints of exhaled air as obtained in two different patients with severe asthma: one nonsmoking patient (circles) and one smoking patient (triangles). The
breathprints are generated by an eNose platform, combining five different eNoses (four different brands, one duplicated brand) adding up to an array of 81 sensors in
total. The 81 sensors from the five eNoses (1–5 are listed in a circular display, comprising: carbon-black polymer composite, quartz crystal microbalance
metalloporphyrin, metal oxide semiconductor sensors and a field asymmetric ion mobility spectrometer). The signals from all sensors have been normalised towards
an arbitrary unit at a scale between 0 (centre) and 100 (outer circle). The sensor array exhibits differential signals between the two patients, demonstrating two
different signatures or ‘‘breathprints’’. When using adequate training and validation sets eNose signals can be examined for their diagnostic accuracy for
(subphenotypes) of disease [144, 145].
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limiting false discovery rates [144] and validating diagnostic accuracy [9]. It should be emphasised that the

observed differences in eNose breathprints between asthma and COPD are not due to differences in

smoking habits because comparison of asthmatics and nonsmoking COPD patients showed the same

differences [157, 158]. Similarly, the level of airways obstruction per se does not seem to affect the eNose

signal because the breathprints are stable before and after acute bronchoconstriction and bronchodilation in

asthma [159]. eNose systems have also been applied successfully in studies of other diseases, such as lung

cancer [160]; however, full validation of these results is pending. The critical unresolved issue in current

eNose research is the need for mapping (i.e. performing quantitative comparison between devices) [161]

since sensor signals are not identical between different devices.

Exhaled breath condensate
Determination of pH, adenosine and eicosanoids in EBC has provided useful information on the

pathophysiological processes in asthma and COPD [140]. Recently, protein multiplex assays have been

applied to EBC, showing sufficient signal in asthmatics when using a breath-recycling condenser method

[162]. The most promising development is high-throughput, metabolomics analysis of EBC by NMR

spectroscopy, which is a robust analytical technique [163]. Several independent laboratories have recently

demonstrated profiles of metabolites in EBC, providing discriminatory signals for asthma [35], COPD [148]

and cystic fibrosis [137]. These studies suggest that both volatile and non-volatile exhaled breath

metabolomics are ready for stringent validation of diagnostic accuracies.

Summary
The current status of breathomics is that: 1) analytical instruments for the individual identification of

gaseous metabolites in exhaled air are in place (GC-MS) and are used for pathophysiological research; 2) the

validation of on site, portable eNoses in the clinical diagnosis and monitoring of respiratory disease is

ongoing, but has not yet been finalised; and 3) NMR spectroscopy is the most powerful method for analysis

of fluid-phase EBC. The recent advances in breathomics research include the development of tailored nano-

sensor arrays for specific disease entities. In addition, the first studies demonstrating external validation of

diagnostic accuracy by eNoses have recently been published, whilst longitudinal monitoring studies in

asthma and COPD are underway. The largest limitation of using eNoses is poor between-device

comparability of numerical data. In addition, currently, only one single brand of eNose is commercially

available (Cyranose 320). This limits rapid progress in multicentre studies, but can be overcome by

centralised analysis on a multi-eNose platform of shipped breath samples in desorption tubes. The future

prospects of eNose analysis in medicine are widely recognised. Cheap, on site, real-time breath analysis with

online analysis against existing databases on a ‘‘Breathcloud’’ is a feasible prospect for diagnostic assessment

in low-income countries (e.g. tuberculosis) as well as in high-income countries (e.g. lung cancer, and asthma

in infants). The positioning of eNoses in these fields will require a maximal negative-predictive value (high

sensitivity), allowing reduced and selective usage of more expensive, invasive and/or hazardous diagnostic

procedures.

Integrating clinical and functional genomics data into fingerprints and phenotype
handprints
Systems biology
Properties of a biological system are not only defined by the simple addition of elementary functions, but

also emerge from the interactions between its elements at each level of biological organisation (molecules,

organelles, cells, tissues and organs) [164]. Inferring interactions between these constituents (e.g. genes,

proteins and ligands) and unravelling their regulatory mechanisms is key to defining the emergent

properties. Systems biology approaches aim to understand the system behaviour as a whole. They produce a

convincing mathematical and computational model linking the highly complex interactions between system

components to emergent properties [165, 166]. The primary challenges encountered in implementing

systems biology approaches are: 1) the complexity of biological systems; 2) the multi-scale nature of the

range of biological information encoded in DNA, RNA, proteins, metabolites and interaction networks at

different levels of biological organisation (e.g. in cells, tissues, organs and the entire organism), which occur

over various timescales; 3) the vast amount of data generated by ’omics technologies; and 4) the scatter of

heterogeneous knowledge. Accordingly, integrative systems biology approaches combine experimental

methods with mathematical and computational methods to model and simulate molecular, subcellular,

cellular, and organ-level structures and processes [164]. This approach offers the ability to gain a deeper

understanding of functional and regulatory pathways that play central roles in the behaviour of complex

biological systems. A typical workflow includes: 1) data processing, 2) inference of networks representing

relationships between the molecular entities surveyed, 3) deep curation of available data and knowledge, 4)

simulation of the system’s behaviour and 5) model analysis.
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Processing and preliminary analysis
The typical analysis of an ’omics data set (following standard quality control) proceeds in four steps: 1)

detection of raw signals (microarray hybridisations, mass spectra, eNose patterns, etc.), 2) preprocessing

(subtraction of background noise, smoothing, peak detection, calculation of levels of expression), 3)

normalisation of data and 4) identification of differentially expressed genes, peptides, metabolites or lipids

for further data analysis, including feature selection, clustering, classification and pathway/network analyses.

For example, in the U-BIOPRED (Unbiased BIOmarkers in PREDiction of respiratory disease outcomes)

project, a project funded by the Innovative Medicines Initiative and focusing on severe asthma, an

automated data analysis pipeline has been developed initially for lipidomics and proteomics. Within the

general workflow each type of ’omics data requires the use of specific bioinformatics tools. Transcriptomics

is considered to have the most developed, well established and robust data analysis pipeline, followed by

proteomics and lipidomics, for which specific databases have been built by several consortia (e.g.

LIPIDMAPS [39, 167, 168]). Integration of ’omics data requires normalisation of data from different

platforms, data formats and identifiers. This is typically performed by transforming values to obtain zero

mean and unit standard deviation. The analysis of each type of ’omics data requires specific selection from a

wide range of statistical, data mining and machine learning techniques adapted for unbiased/biased,

unsupervised/supervised and uni-/multi-variate analyses. Networks linking the individual data readouts are

well-suited tools to represent interactions between entities as they depict the wide range of relationships

(edges) observed between very large numbers of elements (nodes) [169]. Furthermore, powerful statistical

and computational techniques, such as those borrowed from graph theory, are applied to the analysis of

biological networks, e.g. to identify key proteins or master regulators, i.e. nodes interacting with a very large

number of immediate neighbours. Other major methods in a typical workflow include power and sample

size calculation, feature selection (e.g. bootstrapping, wrapper), principal component analysis, clustering

(e.g. hierarchical, k-means, ward, biclustering), and classification (e.g. support vector machine and Bayesian

networks). A detailed description of the advantages and limitations of the methods and their combinations

is beyond the scope of this article, but these aspects have been recently reviewed elsewhere [169, 170].

Multi-omics integration
Identifying similar patterns of ’omics data can be performed using clustering methods (conventional and

biclustering) and further functional analyses using network and pathway inference, representation and

analysis software tools (e.g. ingenuity pathway analysis [171] and Cytoscape [172]). Causal relationships

between entities measured with ’omics technologies under different conditions and/or at different time

points can be modelled in probabilistic causal networks, using the Bayesian paradigm to estimate the

probability of relationships based on prior knowledge, or using mutual information (a measure of

dependence or reciprocal informativeness between two variables). These methods were first developed to

analyse data of a single type (e.g. transcriptomics gene expression profiles), but have now been extended to

integrate information on genome-wide genetic variation, DNA-binding and protein–protein interactions

[170]. A useful example is the ARACNE (Algorithm for the Reconstruction of Accurate Cellular Networks)

algorithm, which was specifically designed to scale-up the complexity of regulatory networks [173, 174].

Although a large amount of data is generated by ’omics approaches, the data are still generally too scarce

compared to the high number of possible interactions tested. One consequence is that method accuracy is

often tested on simulated datasets, which do not reflect true biological complexity, rather than on widely

accepted benchmarks [170]. A major drawback of this approach is that it does not provide access to

mechanisms and causality, which have to be addressed by other methods. Deep curation relies not only on

’omics data but also on its integration with the vast amount of knowledge available in the literature and

pathway databases after curation by experts (e.g. KEGG [175]), and can therefore include mechanisms and

causal relationships, implemented using standards such as Systems Biology Markup Language (SBML) or

Systems Biology Graphical Notation (SBGN) [176], and widely used visualisation and modelling tools such

as CellDesigner [177] or Cytoscape [178].

The major drawbacks of pathways used in deep curation are their inaccuracy, incompleteness, lack of

documentation of the context (e.g. tissue) and the huge amount of time and expertise required for proper

curation and regular updating. These issues are being addressed by automatic text mining [179, 180] and

community-based efforts (e.g. WikiPathways [181]). The importance of dynamics of interactions in time and

space is not captured by static models generated by data-driven probabilistic networks or by deep curation.

Dynamic models mainly use ordinary and partial differential equations, or Boolean networks (i.e. based on

logical data type) for gene regulation, while calibration relies mostly on measures obtained with in vitro assays.

Data, information and knowledge management
The ultimate value of systems biology and medicine is in the integration of ’omics data across platforms and

cellular levels. This requires effective knowledge management tools and computational platforms to collect,
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manage, analyse and share clinical and experimental data, and integrate them with prior knowledge stored

in public databases (e.g. PubMed [182], BIND [183], Reactome [184], KEGG [185]). Software platforms

aim to render data and knowledge available at any step of the workflow, provide high interoperability, avoid

errors in handling and analysis of data or models, and thereby improve and accelerate the full analysis. As

biological datasets are described using highly heterogeneous formats, nomenclatures and data schema, the

development of standards is essential to enable their integrative analysis. Standards for data management

address issues of minimum information (e.g. Minimum Information About a Microarray Experiment

[MIAME] [41]), file format (i.e. how the information should be stored, usually XML-based) and ontologies

(e.g. Gene Ontology [GO] [186] and Systems Biology Ontology [SBO] [187]). A functional interface is

required and it enables users to browse, query and retrieve information for genes, proteins, lipids,

metabolites or pathways and networks of interest. Several software platforms have been developed for this

purpose: 1) spreadsheet tab-delimited template-based files used via specific interfaces to analysis software;

2) online wiki-based secure data and analysis tools; 3) laboratory information management systems (LIMS);

4) workflow management systems, such as Galaxy [188] for genomics and Konstanz Information Miner

(KNIME [189]); and 5) Ensembl [190] and UCSC [191] genome browsers. More recent efforts include:

1) integration of transcriptomics and protein–protein interactions such as the Sage Bionetworks initiative;

2) open source software integration such as the Garuda Alliance and the tranSMART platform [192]; and

3) commercial proprietary systems from IDBS (ClinicalSense), Oracle (Translational Research Solution)

and BioMax Informatics (BioXM).

The tranSMART platform [7, 193] was originally developed by the pharmaceutical company Janssen

Research and Development to effectively manage knowledge associated to its own internal biomarker

research. In parallel it was made available to external research groups as an enabling platform for

translational research collaborations. tranSMART enables research teams to manage both analysis results

and the patient level clinical, ’omics and genetics data of biomarker studies. It enables researchers to explore

the different types of data produced in a biomarker study, generate and test a novel hypothesis within a

study and explore the relationships between studies. As an open platform, tranSMART also leverages other

open-source tools such as those of the academic i2b2 consortium [194] or the R project for Statistical

Computing [195]. tranSMART is now being used by several consortia (U-BIOPRED, OncoTrack, SAFE-T,

PreDiCT-TB, BTCure, eTRIKS, EMIF) supported by the Innovative Medicines Initiative (fig. 1).

Alternatively, BioXM, developed by BioMax Informatics, has been used for knowledge management of

the BioBridge project that studied COPD [196], as well as a number of other projects.

Replication
These experimental and analytical tools have enabled the identification of many molecular fingerprints

[145]. However, uncertainties in their reported accuracy have resulted in overly optimistic expectations on

the predictive value of molecular profiles. Indeed, only a fraction of the reported signatures have been

validated and proven to be useful. The integration of ’omics datasets for multiple biological levels and data

types remains a challenge. Indeed, such complex datasets suffer from biological and technical biases, noise

and errors that may lead to false positive and false negative discoveries. To overcome these limitations, best

practices and guidelines for the development of ’omics-based molecular profiles continue to evolve [145].

The vast amount and diversity of information obtained with ’omics technologies cannot serve as a surrogate

for appropriate experimental design. First, an efficient design relies on hypothesis formulation, phenotype

definition, power and sample size calculation, multiple testing correction, and plans for replication and

experimental validation [197–204]. Secondly, efficient implementation requires standardised experimental

protocols and quality control procedures, data annotation, representation and modelling with novel

algorithms and data integration tools. These measures help to reduce, albeit not totally eliminate, potential

errors and to strike a suitable balance between sensitivity and specificity, thereby improving the accuracy of

prognostic and diagnostic biomarkers. Defining profiles with multiple types of ’omics data may greatly

improve their usefulness. This strategy is being applied, for example, in attempts to integrate

transcriptomics with protein–protein interaction networks and/or metabolomics [170, 205], while the

first integrated personal ’omics profile for a single subject over time has recently been reported [206],

supporting the current general trend towards personalised medicine.

Predictive power of systems biology
Statistical analysis of ’omics datasets pose problems because of the large number of features that they

measure and sheer volume of data that they generate. Standard statistical methods are not directly

applicable without correction for multiple testing or assessment of false discovery rates, which are suitable

for identification of individual and independent biomarkers. The strength of systems biology over

individual biomarkers is two-fold: its integration of independent, single ’omics datasets to define their

intersection and its focus on networks of interrelated elements that are collectively changing in relation to
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disease or external stimuli. This reduces the numbers of patients needed to demonstrate differences between

clinical phenotypes and effect of treatment, and is the strategy now being successfully implemented in

several clinical studies, e.g. in respiratory [174, 207], cardiovascular [208], infectious [209] and neurological

[210] diseases, as well as cancer [211, 212] and nephrology [213].

Towards systems medicine of respiratory diseases
Systems biology approaches have been successfully applied to respiratory diseases and have, for example,

suggested that skeletal muscle degeneration in COPD may be caused by cell hypoxia due to abnormal

expression of histone modifiers linked to poor coordination between remodelling of several tissues and

energy sources [207]. Several large-scale multicentre collaborative projects have now started to develop such

methods to decipher the development of respiratory diseases. Their common goal is to identify novel,

complex biomarker profiles that combine diverse clinical, biological and functional genomics data types

into molecular fingerprints and disease phenotype handprints. These novel diagnosis and prognosis tools

aim to improve disease prevention and help identify new drug targets for better, personalised therapy [214].

Such ‘‘systems medicine’’ projects rely on the joint efforts of multidisciplinary experts from academic

research institutes, hospital centres, small companies and the pharmaceutical industry and will help advance

translational medicine [214]. A major challenge encountered in these projects is to define the optimal range,

combination and depth of experimental methods necessary to improve understanding of disease and its

treatment (e.g. whole or targeted transcriptomics and/or proteomics/metabolomics/lipidomics). Financial

and time constraints are important factors and even more so in the context of clinical applications and

public health. The U-BIOPRED [215], AirPROM (Airway Disease PRedicting Outcomes through patient-

specific computational Modelling) [216] and MeDALL (Mechanisms of the Development of ALLergy) [217]

consortia are implementing this research strategy in a coordinated manner to overcome hurdles in

understanding and treating severe asthma (U-BIOPRED), COPD (AirPROM) and allergic diseases

(MeDALL) [37, 218, 219]. Unbiased approaches necessitate comprehensive genome-wide initial analyses,

which may then be adapted to specific objectives and available biological resources. Another project,

Synergy-COPD [220], aims to produce a computer model of the mechanisms of COPD built using

epidemiological data, clinical trials and physician interviews, translated into patient-based models that will

contribute to replicating human physiology. Thus, iterative perturbation of a biological system of interest ex

vivo and/or in vivo, and in silico in large-scale experiments to generate and then refine integrative phenotype

handprints holds the promise for deeper understanding, diagnosis and treatment of respiratory and other

complex chronic diseases [214].

Concluding remarks
The use of ’omics approaches to elucidate mechanisms of disease has grown exponentially in recent years,

driven by marked improvements in analytical platforms, with increasing resolution and sensitivity as well as

increased throughput and reduced cost. Paramount to making good use of the vast amount of data

generated by the ’omics methods is the creation of appropriate knowledge management and data handling

platforms, together with judicious application of bioinformatics, statistics and modelling tools. It is also

important to acknowledge that ’omics-based tests, including both prognostic and diagnostic tools based

upon shifts in patterns of variables, are highly prone to errors and require rigorous statistical handling. It

has been recommended by the Institute of Medicine that ‘‘all information needed to verify the test discovery

process be disclosed through publication or patent application’’ and that ‘‘the computational procedures

must be ‘‘locked down’’ (recorded and no longer changed) and then confirmed with a new set of samples

not used in the initial discovery’’ [221]. The use of systems biology to analyse ’omics data comes with

significant challenges, and will have to comply with similar rules that properly describe how studies with

such large datasets can be designed with adequate power, taking advantage of the dimensionality reduction

introduced by the identification of network modules in the biomarker discovery process.

Translation of all these capabilities into stratified medicine has yet to take place and will require large

collaborative efforts delivered with the help of public–industrial partnership schemes that not only fund the

programmes, but also bring together the considerable expertise that exists in both academia and the

pharmaceutical industry. Whilst there are challenges to these new operational models, not least their

complexities, it is hoped that such global systemic approaches to disease, combined with well-proven

reductionist/focused approaches that have been central to the development of modern science, will lead to

paradigm shifts in disease characterisation. It should finally be emphasised that the quality of the data

generated by the ’omics approach is highly dependent upon the quality of the clinical phenotyping of the

subjects, further stressing the importance of rigorous phenotyping. Ultimately, the real test will be to

demonstrate that such integrated approaches provide novel insight into disease mechanisms, speed up the

drug discovery process and enable early disease detection. Accordingly, the nascent field of systems
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medicine needs to prove its ability in both the clinic and the laboratory to deliver on its promise of shifting

the paradigm of clinical study towards a large-scale biology discovery approach to detecting, understanding,

treating and, ultimately, curing and preventing disease.
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105 Bochenek G, Niżankowska E, Gielicz A, et al. Plasma 9a,11b-PGF2, a PGD2 metabolite, as a sensitive marker of
mast cell activation by allergen in bronchial asthma. Thorax 2004; 59: 459–464.

106 Daham K, Song WL, Lawson JA, et al. Effects of celecoxib on major prostaglandins in asthma. Clin Exp Allergy
2011; 41: 36–45.

’OMICS TECHNOLOGIES FOR BIOMARKER DISCOVERY | C.E. WHEELOCK ET AL.

DOI: 10.1183/09031936.00078812822



107 Sladek K, Dworski R, Fitzgerald GA, et al. Allergen-stimulated release of thromboxane A2 and leukotriene E4 in
humans: effect of indomethacin. Am Rev Respir Dis 1990; 141: 1441–1445.

108 Kumlin M, Dahlén B, Björck T, et al. Urinary excretion of leukotriene E4 and 11-dehydro-thromboxane B2 in
response to bronchial provocations with allergen, aspirin, leukotriene D4, and histamine in asthmatics. Am Rev
Respir Dis 1992; 146: 96–103.

109 Dixon RAF, Diehl RE, Opas E, et al. Requirement of a 5-lipoxygenase-activating protein for leukotriene synthesis.
Nature 1990; 343: 282–284.

110 Dahlen SE, Hedqvist P, Hammarstrom S, et al. Leukotrienes are potent constrictors of human bronchi. Nature
1980; 288: 484–486.

111 Hanna CJ, Bach MK, Pare PD, et al. Slow-reacting substances (leukotrienes) contract human airway and
pulmonary vascular smooth muscle in vitro. Nature 1981; 290: 343–344.

112 Weiss J, Drazen J, Coles N, et al. Bronchoconstrictor effects of leukotriene C in humans. Science 1982; 216: 196–198.
113 Serhan CN, Samuelsson B. Lipoxins: a new series of eicosanoids (biosynthesis, stereochemistry, and biological

activities). Adv Expl Med Biol 1988; 229: 1–14.
114 Levy BD, De Sanctis GT, Devchand PR, et al. Multi-pronged inhibition of airway hyper-responsiveness and

inflammation by lipoxin A4. Nat Med 2002; 8: 1018–1023.
115 Bonnans C, Vachier I, Chavis C, et al. Lipoxins are potential endogenous antiinflammatory mediators in asthma.

Am J Respir Crit Care Med 2002; 165: 1531–1535.
116 Haeggström JZ, Funk CD. Lipoxygenase and leukotriene pathways: biochemistry, biology, and roles in disease.

Chem Rev 2011; 111: 5866–5898.
117 Kumlin M, Hamberg M, Granström E, et al. 15(S)-Hydroxyeicosatetraenoic acid is the major arachidonic acid

metabolite in human bronchi: association with airway epithelium. Arch Biochem Biophys 1990; 282: 254–262.
118 Chu HW, Balzar S, Westcott JY, et al. Expression and activation of 15-lipoxygenase pathway in severe asthma:

relationship to eosinophilic phenotype and collagen deposition. Clin Exp Allergy 2002; 32: 1558–1565.
119 Liu C, Xu D, Liu L, et al. 15-Lipoxygenase-1 induces expression and release of chemokines in cultured human lung

epithelial cells. Am J Physiol Lung Cell Mol Physiol 2009; 297: L196–L203.
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