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was tested on different models of Fleisch pneumotachographs. The 
method applies a steady flow to the test flowmeter, which Is increased 
in a stepwise manner by adding a constant flow-increment. This is 
achieved using two flow sources in parallel. The method does not require 
any reference now channel and may be implemented with standard 
laboratory equipment. Using this method, the gain of Flelsch pneumo
tachographs, whatever their size, decreased by about 2-3% from low 
flows to about 40% of their nominal full scale (FS), and then increased 
almost llnearly with increasing flow. The error was 8-13% at 200% FS. 
The following equation was devised to correct the data at high flow: 
Vc=Vt (1-K (Vt-S)) where Vc and Vt are the corrected and measured flow 
respectively, K a gain correction factor and S a flow threshold below 
which no correction is needed. Applying this correction with suitable 
coefficients, the maximal error was below 3% from 0- 200% FS. 
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Gas flowmeters are extensively used in respiratory 
physiological studies, as well as in pulmonary function 
testing or monitoring. Most of them are based on a 
physical principle which should theoretically ensure a 
linear relationship between their output and the flow 
to be measured. An example is the pressure drop across 
a Fleisch pneumotachograph [1] which, ideally, is line
arly related to flow by Poiseuille's law. In practice, 
however, a strict proportionality is not usually obtained 
for various reasons depending on the type of flowmeter. 
The degree of non-linearity is usually small over a 
limited range of flows, specified by the manufacturer, 
but may become quite substantial and be responsible 
for important errors when the device is used outside 
that range. An example is the use of a Fleisch no. 
3 pneumotachograph in several commercialized sys
tems to measure forced expiratory flows which, in 
healthy men, may be two or three times larger than 
the recommended full scale. In such instances a cor
rection is obviously needed. 

Accurate flow measurements therefore require that 
the linearity of the measuring device be precisely 
assessed. This is generally done either by using ro
tameters as a reference [2, 3]. or by a volumetric method 
employing a large spirometer [4, 5, 6]. The first method 
has various limitations and is based on the assump
tion that the reference instrument is itself suitably 
linear. The second requires a cumbersome piece of equip
ment, not available in all laboratories. A third method 
has been recently proposed by YEH et al. [7]; it is 

based on the analysis of the flow signal recorded 
durjng a large number of volume strokes given with 
a calibrated syringe. The latter method requires a 
computer and is probably not suitable for very large 
flows. Also, the data are probably influenced to 
some extent by the frequency response of the flow 
channel [4, 8]. The objective of this study was to 
evaluate an alternative method using commonly 
available equipment, which does not require a linear 
reference. The method is based on the summation of 
constant flow increments. 

Principle 

The method applies to the tested flowmeter (Ft) a 
steady flow (V.), which is increased in a stcpwise 
manner by addtng a constant flow-increment (t...V ). 
At any step i, V.=i·6 V. This is achieved by usjng 

I 

two flow sources in parallel (fig. 1). The first (S
1
) 

provides an accurately known flow equal to the 
selected flow increment. The second (Sz) is used to 
generate and maintain a steady flow equal to that 
achieved at the previous step (Vi_1). Assuming that 
the flows delivered by sl and 52 are not influenced 
by each other (high impedance sources), the proce
dure is as ~ollm~s. At step 1, S2 is shut and S

1 
open; then V1=6'(. After reading the corresponding 
measured flow 01 t

1
), as indicated by the tested 

flowmeter (Ft), SI is shut and s2 is set to obtain 
the same reading (V t1) on Ft. At step 2, S

1 
is 
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opened again so that V2= Vt1+D.V=2·D.V. Then t
2 

is 
read, S1 is shut and S2 adjusted again to have the 
same reading on Ft. This procedure is repeated until 
highest desired flow has been obtained. It increases 
flow N) by a fixed amount (D.V) at each step and, 
therefore, provides a known input to the tested 
flowmeter over any range of flow. 

Fig. l. - Principle of !he method. The flow delivered to the tested 
flowmeter (Ft) at step i (Vi) is the sum of the flow-increment (tN) 
generated by source S 1 (read and controlled by flowmeter F 1), and 
of !he flow delivered at step i-1 generated by source S

2 
(controlled 

by flowmeter F
2
). 

In practice, high flow sources have comparatively 
low internal impedances, so that the flow actually 
delivered may vary with the pressure upstream or 
downstream from them. When this is the case S

1 
and S2 will interfere with each other. For instance, 
the flow generated by s2 will slightly decrease 
when S1 is opened. It is, therefore, advisable to 
control the flow with flow-meters and, if neces
sary, adjust slightly the flows delivered by the 
two sources. The flowmeter (F1) associated with S

1 
must be precisely calibrated and should permit an 
accurate reading of D. V, but needs not be linear as it 
is used to control a single flow value. The flowmeter 
(F2) associated with S2 must also be suitably pre
cise, need not be linear, and does not even have to 
be calibrated. It is just used to detect and help 
correct any change in the flow delivered by S2 when 
$

1 
is opened. 

To test its applicability, the method was used to 
study the linearity of various models of Fleisch pneu
motachographs over flow ranges exceeding their 
nominal full scale. 

Method 

Two 800 W vacuum cleaners were used as flow 
sources. They were placed downstream from the 
tested flowmeter so that room air was drawn 
through it. As room temperature was kept at 20±2°C, 
this ensured almost constant physical conditions 
of the gas in the flowmeter. The outputs of the two 

sources could be precisely adjusted using variable
voltage autotransformers. A stopcock was placed 
upstream from S1 to shut it completely when nec
essary. Each vacuum cleaner, which behaved as a 
low impedance source, was associated with a Fleisch 
pneumotachograph connected to a Validyne MP45 
(±2 cm !40) differential pressure transducer. For F

1 
a 

pneumotachograph type no. 1 was used for now -
increments of 0.1 and 0.2 l·s·1, and a type no. 2 
for flow-increments of 0.4 and 1 /-s·1• For F 

2
, type 2 

or 3 was selected according to the range of flows, 
so as to obtain a precise reading and remain within 
the operating range of the pressure lransducer. The 
outputs of the two pressure channels were low
pass filtered (first order, 't=ls) to minimize the noise, 
and read with digital voltmeters. The precision of 
the reading was usually better than 0.5%. F

1 
was 

calibrated using rotameters. Due to pressure losses 
along the tubings, particularly at very high flows, 
the absolute pressure in F1 (P1) was slightly below 
that in the tested flowmeter (Pt). Therefore, volumic 
flows being inversely related to absolute pressures 
(Boyle's law), the flow-increment through Ft was 
slightly lower than through F

1
• The difference be

tween P1 and Pt was measured. at each step with a 
slanted water manometer, and D.V readings were cor
rected for that small error(D.V corrected=D.V·Pt/P

1
). The 

correction corresponded to only 0.2% of the reading 
at the nominal full scale of the pneumotacho
graphs. 

Tested pneumotachographs included Fleisch type 
nos 1-4. The pressure drop across them was meas
ured with a Validyne MP 45 (± 2 cm~O) differential 
transducer selected for its excellent linearity. The 
latter was studied using a high sensitivity slanted 
manometer as a reference. The gain of that trans
ducer (voltage per unit pressure) was found to vary 
by less than 1% over its entire range of operation. 
The output of the pressure channel was low-pass fil
tered, as for F1 and F2, and read with a digital 
voltmeter. The pneumotachographs were always equipped 
on their upstream side with the metal cone screen 
(flow equalizer) and rubber cone provided by the 
manufacturer (Metabo Lausanne). These cones have 
been shown to influence the gain and linearity of 
the devices [4, 7]. The heating system was not 
used. 

Non-linearity of flowmeters has been characterized 
in different ways in the literature [2, 7]. In this 
study we have used two characteristics: 1) the 
percentage difference between the largest and the 
smallest gains (D.G%), i.e. between the largest 
and smallest value of V t/V over a specified range of 
flows; a similar approach has been used by YEH 

et al. [7]; 2) the largest flow difference between 
any measured value and the "best slraight line" 
fitted to the data (E. ml·s-1). The best line was 
defined as a line going through the origin (Vt=O, V=O) 
with a slope such that the distance in question 
was minimal. The slope was found by a simple 
one-dimension parameter estimation routine. 
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Results and discussion 

The variability of repeated measurements by a 
single observer and by several observers was as
sessed on a Fleisch no. 3 pneumotachograph. The 
results are presented in figure 2 in the method 
suggested by Yur et al. [7) which permits small 
differences to be visualized much more clearly 
than with the usual pressure-flow or flow-flow 
graphs: the gain of the transducer is plotted as a 
function of the flow input. Within and between
observer variabilities appeared to be below 0.5% of 
the measured gain from 0-100% of the nominal 
range of operation (FS) of the flowmeters. Larger and 
somewhat systematic differences, amounting to up to 
2%, were seen when input flow was increased to 
200% of that range. The differences were not larger 
between than within-observers. Thus the method 
allows the detection of subtle changes in the gain 
with very little noise and in a quite reproducible 
way: the gain of that pneumotachograph decreased 
by a few percent from low flows to about 40% of 
FS, and then increased with increasing flows. 

A similar pattern was observed with all Fleisch 
pneumotachographs investigated, whatever their size, 
the gain curves being very similar when flow was 
expressed as a percentage of FS (fig. 3). The par
ticular behaviour observed at low Oows agrees 
with data provided by the manufacturer anti has pre
viously been reponed by Yw et a.l. [7]. Tbe two 
indices characte rizing the degree of non-liJlcarity for 
two ranges of flow (100% FS and 200% FS) are 
presented in table 1. It can be seen that the 
maximal change in gain (D.G) does not exceed 3.3% 
from the lowest measured flow (10- 15% FS) up to 
100% FS. On the same range, the maximal distance 
to the "best line" (E) increases in proportion to the 
size of the pneumotachograph when expressed as abso
lute flow, but is simjlar with all clevkes and below 
1% when related Lo FS flow (E/FS ranging from 
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Fig. 2. - Relative gain of a Flcisch no. 3 pneumotachograph as a 
function of now. Top. dalll from four mns by lhe same observer: 
bottom: dat.'l from three difrc.rent obscrven. The 100% of the gain 
scale is nrbitmry and correspond~ to the avemge gain observed 
bet wecn 0 and SW.o of the nominul range of lhe pncumotachogmph, 
as defined by the manufacturer (foS). Measurements were made up to 
200% of the upper limit of that range. 

0.004 to 0.007). Non-linearity is, of course, much 
more pronounced when the range is extended to 
200% FS with D.G of up to 13%. The table also 
shows that almost identical data were obtained with 
three different pneumotachographs of the same type. 

For accurate measurements over an extended flow 
range, it is clearly necessary to correct the signal 

Table 1.- Indices characterizing the non-linearity of Fleisch pneumotachographs and correction coefficients 

Type Upper end of Uncorrected Correction coeff. After correction 
no. flow range 6G E K s 6G E 

l·s·' % ml·s·1 l'1·s l·s'1 % ml·s·t 

1 1.0 0.7 4 
1 2.0 10.0 51 0.061 0.68 0.5 6 
2 2.5 1.7 17 
2 5.2 10.8 149 0.026 1.84 0.6 19 
3 6.5 1.6 42 
3 13.0 13.0 486 0.011 4.44 1.5 109 
3' 13.0 13.4 490 0.011 4.30 1.3 115 
3" 13.0 13.3 493 0.011 4.24 1.1 137 
4 11.0 3.3 68 
4 22.0 7.7 684 0.006 11.1 2.8 220 

Types 3, 3', 3" correspond to different pneumotachograpli.s of the same type. Upper end of Oow range is either the nominal value 
specified by the manufacrurer, or 200% of that value. 6G: maximum change in gain; E: maximal distan~,;e to best line, as defined in the 
text; K and S: coefficients of correction from equation given in text. 
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recorded from a Fleisch pneumotachograph. This may 
be easily achieved when the signal is processed 
with a digital computer, as is now frequenlly the 
case. It has been shown by YEn et al. [7] that a 
quadratic fitting of the pressure-flow characteristics 
does not provide an accurate correction. Indeed, it 
would only be adequate if the gain increased linearly 
with flow, which is only the case above 50 or 
60% FS. On the basis of this observation, one 
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Fig. 3. - Relative gain of Fleisch pneumotachographs nos 1-4 as a 
function of flow expressed as a percentage of Lhe nominal range. Gain 
scale as in figure 2. 
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Fig. 4. - Relative gain of a Fleisch no. 3 pneumotachograph as a 
function of input flow, from uncorrected data and from data corrected 
with the equation given in Lhc text. 

could expect a better correction to be obtained using 
the following relationship where Vc and Vt (in /-s-1) 

are the corrected and measured flow, respectively: 

For V t<S Vc=Vt 
For V t>S Vc=Vt (1-K(Vt- S)) 

In this equation S (l-s-1) is a flow threshold below 
whic no corr~ction is applied, and K (/'1-s) a gain 
factor applied to the difference between the meas
ured flow and the flow threshold. It should be noted 
that the equation does not correct for the initial 

decrease in gain from low flows to 40% FS. Values 
of K and S have been obtained from the data using 
a two-dimension parameter estimation algorithm (al
ternating variable method [9]) and are shown in 
table 1. The values of t.G and E for the corrected 
flow signal are also presented. Corrected and uncor
rected gains for a Fleisch no. 3 pneumotachograph 
are shown on figure 4. It may be seen that the 
correction considerably reduces the degree of non
linearity. The residual t.G is invariably due to the 
larger gain at low flows, which is not corrected 
for by the equation. The residual E does not corre
spond to any systematic behaviour and rather repre
sents random noise in the measurements. K and S 
values given in table 1 are not unique, and a 
number of combinations of the two coefficients 
would provide as good a correction. 

The above data suggest that the investigated 
method is a practical and valuable means for study
ing the linearity of gas flowmeters. It certainly 
requires careful measurements, as do all calibration 
procedures, but was found to be fairly easy to 
use with a litlle practice. In this study it was 
implemented using relatively expensive equipment to 
control the flows from the two sources. However, it 
may be applied using much simpler equipment 
such as water manometers. Besides the fact that it 
does not require any linear reference instrument, a 
useful feature of the method is that it permits work 
on virtually any flow range, which is not the 
case with commonly available rotameters or spi
rometers. 
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RESUME : Une nouvelle methode d'etude de la linearite 
des debitmetres gazeux a ete testee sur differents modeles 
de pneumotachographes de Fleisch. La methode consiste a 
appliquer au debitmetre teste un courant continu, qui est 
augmentc par etapes en y ajoutant un echelon de debit 
constant. L'on arrive a ce resultat en utilisant deux sources 
de debit mises en parallele. La methode ne necessite aucun 
debitmetre de reference et peut etre realisee avec un equ
ipement standard de laboratoire. Cette methode a permis de 
determiner que le gain des pneumotachographes de F!eisch, 
queUe que soit leur taille, diminuait d'environ 2 a 3% depuis les 

bas debits, jusqu'a 40% de leur pleine echelle nominale, et 
augmentait ensuite de fayon quasi Iineaire avec !'augmentation 
du debit. L'erreur est de l'ordre de 8 a 13% a 200% de la pleine 
echelle. L'equation suivante a ete elaboree pour corriger les 
donnees a haut debit: Vc = Vt (1- K (Yt-S)) ou V c et Vt sont 
respectivement le debit corrige et le debit mesure. K est un 
facteur de correction, et S le seuil de debit en dessous duquel 
aucune correction n'est necessaire. Si l'on applique cette cor
rection avec les coefficients adaptes, J'erreur maximale restait 
inferieure a 3% entre 0 et 200% de la pleine echelle 
nominal e. 


