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Abstract
Objectives: Diagnosing lung cancer in the absence of endobronchial abnormalities is
challenging. Needle-based confocal laser endomicroscopy (nCLE) enables real-time
microscopic imaging of cells. We assessed the feasibility and safety of using nCLE for real time
identification of lung cancer

Materials and methods: In patients with suspected or proven lung cancer scheduled for
endoscopic ultrasound (EUS), lung tumors and mediastinal lymph nodes were imaged with
nCLE before fine needle aspiration (FNA) was performed. nCLE lung cancer characteristics
were identified by comparison with pathology. Multiple blinded raters validated CLE videos
of lung tumors and mediastinal nodes twice.
Results: EUS-nCLE-FNA was performed in 22 patients with suspected or proven lung cancer
in whom 27 lesions (6 tumors, 21 mediastinal nodes) were evaluated without complications.
Three nCLE-lung cancer criteria (enlarged pleomorphic cells, dark clumps, directional
streaming) were identified. Accuracy of nCLE imaging for detecting malignancy in tumors
and metastatic lymph nodes was 90% and 89% respectively. Both interobserver (mean IOA
(k=0.68 (95% CI:0.66 - 0.70)) and intra-observer agreement (mean IOR (k=0.70 ± 0.15)),
were substantial.
Conclusion: Real-time lung cancer detection by endosonography-guided nCLE was feasible
and safe. Lung cancer characteristics were accurately recognized.

1.1 Introduction
With 2 million incident cases and 1.7 million deaths, lung cancer is amongst the commonest
and deadliest cancers worldwide [1]. Establishing a tissue diagnosis is a prerequisite for
treatment and prognosis. With the increased use of chest computed tomography (CT) and
expected upcoming lung cancer screening, the need for improved bronchoscopic navigation
including tumor identification techniques is urgent.
Lung cancer diagnosis and staging has been revolutionized in the last decade primarily with
the advent of radial and linear endobronchial ultrasound (EBUS). However, despite the use of
fluoroscopy, radial EBUS and electromagnetic navigation (EMN) as bronchoscopy-guidance
tools for peripheral lung lesions, there is room for improvement in order to achieve a high
diagnostic yield [2].
To date, a lot of effort is being devoted to the development of guided bronchoscopic techniques
to reach peripheral lung lesions [3]. In the future, it would be ideal, when after localization of
the target lesion by navigational techniques, immediate bronchoscopic treatment can be
performed. A key step in this desirable future concept, is real-time confirmation of the
malignancy status of the nodule.
CLE is a laser based technique that is executed with a fluorescent dye and enables real-time
visualization of cell shapes, thereby acting as a real-time microscope [4-6]. So far, the value
of the -surface-scanning- approach (probe based CLE (pCLE)), with the use of the safe
staining fluorescein, has been studied in lung cancer patients and did not lead to visualization
of individual malignant cells [7-9]. Through recent advances the imaging probe has become
small enough to be advanced through a biopsy needle (needle-based confocal laser
endomicroscopy (nCLE)). We recently demonstrated, in a single case of a centrally located

pulmonary tumor, that high resolution –through the needle- imaging with nCLE, enables realtime visualization of tumor cells within a lung tumor [10].
Application of the nCLE-technique in lung cancer diagnostics has the potential to provide
real-time feedback to the endoscopist about the malignancy status of the lesion under
investigation. Data concerning the feasibility, characteristics and interpretability of nCLEimaging in lung cancer are currently lacking. We hypothesize that the nCLE-technique
enables real-time visualization of malignant cellular structures in pulmonary tumors and
metastatic lymph nodes. In addition, this study was designed to assess whether trained
observers can interpret the nCLE imaging in lung cancer patients.

1.2 Materials and Methods
1.2.1 Study Design
This is an ethically approved single center study (ClinicalTrials.gov NCT02689050)
conducted between February 2016 and March 2017 in the Academic Medical Center in
Amsterdam, The Netherlands. Patients undergoing EUS for the diagnosis and staging of lung
cancer were eligible for inclusion. Exclusion criteria were: age <18 years, pregnancy and a
known allergy to fluorescein. Since anaphylactic shock is described as a rare, however
potentially life-threatening side-effect of the intravenous use of fluorescein [11] and betablocker use is known to increase the risk of severe anaphylaxis [12], patients with betablocker use <12 hours prior to the procedure were excluded from study participation. We
chose for an EUS approach since the confocal probe fitted through 19 Gauge (G) EUS needles
and not through a 19G EBUS needle. Written informed consent was obtained from all
patients. The final diagnosis (reference standard) was based on cytology results of EUS-FNA
in case of tumor positive sample or surgical pathological staging or clinical and radiological

follow-up (CT-scan and/or PET-scan) for a minimum of 10 months in case of the absence of a
tumor (metastasis) on FNA. The nCLE-videos were obtained with the Cellvizio system
(Mauna Kea Technologies, Paris, France) using the AQ19-flex miniprobe with a diameter of
<1mm and a resolution of 3.5 µm.
In order to identify and validate nCLE criteria for malignant lesions involved in lung cancer,
this study consisted of 3 phases (Figure 1). Phase 1 involved identification of the nCLE lung
cancer criteria. this was followed by 2 rating sessions (phase 2 and 3). During the rating
sessions, blinded raters scored a set of nCLE movies for the presence of the identified criteria.
The videos that were used for all 3 sessions consisted of preselected video-sequences (total 47
preselected videos of 27 evaluable lesions) in order to make the sessions feasible in duration.
For every evaluable nCLE imaged lesion, at least 1 video-sequence was selected for one of
the sets (identification of CLE criteria (7 videos), rater training- (6 videos), or validation set
(34 videos)).
1.2.2 Study Procedure
EUS procedures (Pentax Slim scope, EG-3270UK, Tokyo, Japan) were performed by a single
endoscopist under deep or moderate sedation. EUS inspection was performed and the
following ultrasound characteristics of the target lesions were registered; shape (flat/oval versus
round), size (<10mm versus >10 mm), echogenicity (iso- versus hypo-echoic), borders (vague versus
sharp), central hilar sign (presence versus absence). After EUS inspection of the mediastinal nodes

and para-esophageally located lung tumor, 2.5 ml of 10% fluoresceindinatrium solution was
injected intravenously. Prior to the procedure, a 19G FNA needle (Cook, Limerick, Ireland)
was preloaded with the AQ-flex 19 miniprobe (Cellvizio, Mauna Kea Technologies, Paris,
France). Following target identification, the needle containing the preloaded CLE-miniprobe
was inserted into the lung tumor or mediastinal lymph node under EUS guidance (Figure 2).

Subsequently, the nCLE probe was advanced and securely positioned using a locking device,
where after video sequences from within the tumor/lymph node were recorded, meanwhile
moving the needle and nCLE probe forward under real-time ultrasound visualization. After
nCLE image acquisition the nCLE probe was removed, followed by several needle passes in
the same plane as the previous nCLE imaging. In a single patient, multiple lesions could be
imaged with nCLE and sampled. FNA samples were processed on glass slides, with
conventional hematoxylin and eosin staining and cell blocks were fabricated. Rapid-on-site
cytological evaluation (ROSE) was available. Patients received antibiotic prophylaxis in case
of a suspicion of necrosis during EUS imaging or during ROSE assessment.
1.2.3 Identification of CLE criteria
Three reviewers, a pathologist , an endoscopist and a researcher, reviewed nCLE-videos to
assess nCLE criteria for the presence of malignancy. The reviewers compared the nCLE
imaging to the corresponding cyto-pathology and were aware of the final diagnosis.
1.2.4 Training session
During approximately 15 minutes, the seven raters were trained in the newly identified nCLE
lung cancer criteria by using an independent set of training-videos, that had not been used in
the previous identification-session. Training slides with hand drawn nCLE lung cancer criteria
schematics, were provided to the raters immediately preceding both validation sessions.

1.2.5 Validation sessions
Immediately after the training, the first validation session was performed in order to assess
the diagnostic yield and the interobserver agreement (IOA) between the raters for detecting
malignancies based on nCLE videos. The raters were blinded for the final diagnosis. A set of
34 selected nCLE videos, that were not used for identification of the criteria or training, were

reviewed by seven blinded raters with different backgrounds (three endosonographers , two
cytology technicians and two CLE experts in the field of urology , who had not been involved
in defining the nCLE-criteria for lung cancer. A case report form was scored for the presence
of the 3 criteria for malignancy (yes/no), the final diagnosis (malignant/ non-malignant) and
the level of confidence (good/moderate/poor).
The second validation session was performed by the same group of raters, after a 2-week
wash out-period, using the same set of powerpoint slides and nCLE videos, in a different
order. (Figure 1)
1.2.6 Statistical analysis
The IOA was calculated using MATLAB and Statistics Toolbox Release 2012b (The
MathWorks Inc., Natick, Massachusetts, United States). The sensitivity, specificity, positive
predictive value, negative predictive value, diagnostic accuracy and IOR were performed
using the standard definitions and software from SPSS statistical package, version 24.0 (IBM
Corporation, Somers, NY). The performance of the raters for distinguishing malignancy was
calculated by using the ratings of 34 videos by 7 raters (238 ratings in total) of the first
validation session. The IOA was calculated using multi-rater Fleiss’s kappa statistics and the
mean IOR by comparing the results of the first and the second validation session using
Cohens Kappa. The IOA and IOR results were interpreted using the Landis-Koch
interpretation-system: poor<0.2, fair 0.21-0.4, moderate 0.41-0.6, substantial 0.61-0,8, and
excellent 0.81-1 [13, 14].

1.3 Results
1.3.1 Patient characteristics
EUS-nCLE- FNA was performed in 22 with suspected or proven lung cancer with an enlarged
or PET-positive mediastinal lymph node or a centrally located lung tumor. The assessed
malignant lymph nodes featured on average 3 to 5 of the registered ultrasound characteristics
for malignancy. Demographics and final diagnoses are displayed in Table 1.
Needle-based CLE imaging was obtained from 5 pulmonary and 1 mediastinal tumor. Final
diagnoses were adenocarcinoma n=3, SCC n=1, SCLC n=1, malignant mesothelioma n=1.
Needle-based CLE imaging of 21 mediastinal lymph nodes was performed. The final
diagnoses of 15 malignant lymph nodes was adenocarcinoma n=4, SCC n=4 , SCLC n=6 and
NSCLC undifferentiated n=1 and 6 nodes were reactive.
Of these 6 lymph nodes, surgical – pathological verification of EUS-FNA findings was
available in 1 patient - confirming the presence of a reactive lymph node. The other 5 nodes
were followed up with CT-scan and/or PET-CT with a mean duration of 10 months (range 9.8
-11 months). The sensitivity, specificity, diagnostic accuracy, PPV and NPV of EUS-FNA
cytology was 95.2%, 100%, 96.3%, 100% and 85.7% respectively.
Two nCLE imaged lymph nodes were excluded from analysis as no final conclusive diagnosis
of the target lesion was available. Seven out of 34 lesions were not taken into analysis because
of technical issues with nCLE-imaging due to stain on the probe (3 lesions imaged during 1
procedure) and due to improper contact between the probe and the tissue (two lesions). Two
other lesions were excluded from analysis due to the absence of a conclusive final diagnosis.
(Figure 1). There were no adverse events related to the nCLE imaging or the fluorescein
administration.

1.3.2 CLE-identified criteria
All CLE imaged tumor-types featured enlarged pleomorphic cells on the CLE imaging.
(Figure 3) Additionally, CLE visualized glandular-shaped structures in a pulmonary tumor
that correlated to the histology of an adenocarcinoma. (Figure 4) Necrosis caused a loss of
CLE signal in two cases with squamous cell carcinoma, however this sign was not specific for
SCC.
In different subtypes of lung tumors (Figure 4) and metastatic lymph nodes (Figure 5) similar
nCLE-characteristics for the presence of malignancy were found. Three nCLE characteristics
for the detection of malignancy were identified: dark enlarged pleomorphic shaped cells
(characteristic 1:‘enlarged cells’), dark cell clusters consisting of overlapping cell-structures
(characteristic 2: ‘dark clumps’) and the continuous movement of a part of the cells in one
direction (characteristic 3: ‘directional streaming’). (Example movie with 3 identified nCLE
characteristics available in online supplement)
In reactive lymph nodes the following structures were identified based on nCLE imaging:
capsule and cortex of a lymph node and adipocytes (figure 5). Metastatic lymph nodes also
featured these characteristics and additionally showed the presence of at least one of the
above mentioned characteristics for malignancy.
1.3.3 Detection of malignancy
Overall sensitivity and specificity of nCLE imaging for lung cancer malignancy detection for
the 7 raters was 0.90 (95% CI: 0.94-0.99) and 0.89 (95% CI: 0.73-0.95), respectively (Table 2).
From the nCLE-videos that were rated with ‘good’ (n=120 (50.4% of total)) or ‘moderate’
(n=95 (39.9% of total) confidence, only 5% and 10.5% was rated incorrect. While sequences

that were rated with ‘poor’ confidence (n=23 (9.7% of total)) of the rater, 26.1% was rated
incorrect (Table in online supplement).

1.3.4 Interobserver agreement (IOA) and intra-observer reliability (IOR)
The overall agreement for the presence of malignancy in validation session 1, calculated for
the 7 raters was substantial (IOA k=0.68 (95% CI, 0.66-0.70) (Table 3).
For the detection of the separate identified malignancy characteristics, there was moderate
agreement (IOA k=0.48 (95% CI 0.46-0.50 ) between the raters for the criterium ‘enlarged
cells’ which was present in 85% of nCLE movies from malignant lesions. For the nCLE
malignancy criterium ‘dark clumps’ there was fair agreement (IOA k=0.31 (95%CI 0.290.33)) and this was present in 38% of malignant nCLE movies. The ‘directional streaming’
feature was present in 12% of nCLE movies of malignant masses and the agreement of the
raters for this characteristic was substantial (IOA k=0.62 (95%CI 0.60-0.64)).
The mean IOR, by comparing the raters performance between validation session 1 and 2, was
‘substantial’ (k=0.70 ±0.15) for diagnosing malignancy. (see Table 3)
1.4 Discussion
We report the first in-human, endoscopic, real-time identification of lung cancer study using
the needle-based CLE (nCLE) technique. With nCLE, malignant cells could be identified in a
real-time fashion in the vast majority (90%) of patients with lung cancer. Multiple blinded
raters could consistently interpret nCLE-imaging of malignant lung tumors and differentiate
malignant from benign reactive lymph nodes after a short training. The outcomes of this study
show the potential of the nCLE technique as a real-time guidance and feedback tool to
identify the optimal area for sampling/ biopsy or treatment.

Besides potentially improving current diagnostic approaches, integration of nCLE in the
recently developed robotic bronchoscopic navigational technology [3] may result in an
optimal real-time bronchoscopic lung cancer detection tool.
Initial experience with the CLE technique was gained in lung cancer by scanning of the
airway mucosa and lung tumors by a probe-based CLE approach (pCLE) [7, 9]. However,
with pCLE individual malignant cells were not identified despite the use of the safe [15]
fluorescent dye (fluorescein). This was probably due to the fact that pCLE is limited to
scanning of the surface of the lung tumor and the thickness of the image plane (50 um) that
causes overlap of cells on the imaging that leads to dark hollows.
nCLE is a novel approach, that allows for imaging on a cellular level on the inside of the
tumor, with an adjusted submillimeter probe with a narrower width of the image plane
(30µm). In the field of GI, nCLE has shown to be of additional value to conventional needle
aspiration in pancreatic cancer [16, 17]. It is supportive of our findings that studies in
pancreatic adenocarcinoma described the presence of similar malignancy features (dark
enlarged pleomorphic cells and dark clumps) as we found to be present in lung tumors and
involved mediastinallymph nodes.
The experience of nCLE in lung cancer is currently limited to case reports. Our group showed
that it was feasible to identify tumor cells in a pulmonary tumor [10]. Another case series of
10 patients with lung- and mediastinal masses could not identify individual malignant cells in
CT-guided nCLE assessed lung tumors, possibly due to technical reasons (the absence of realtime nCLE guidance) or learning curve issues [18].
The current nCLE-study demonstrates that, in a group of 21 lung cancer patients, individual
malignant cellular structures were present and consistently recognized in lung tumors and
nodal metastases in a real-time fashion. Based on three characteristics, raters could interpret

nCLE imaging with substantial agreement for the presence of malignancy and repeat their
performance (IOR). The feature of ‘enlarged pleomorphic cells’ and ‘dark aggregates’ were
most valuable for detection of malignancy in lung cancer, since they featured in 85% (22/26
videos) and 38% (10/26 videos ) of malignant lesions. The combination of these two features
were present in 88% of the malignancy videos.
Although the agreement between the raters regarding the presence of the ‘streaming of the
cells’ characteristic was higher (IOA 0.62) compared to the other two characteristics, this
feature was present in only few of the malignant cases (11%) and addition of this feature to
the other two did not lead to identification of additional malignancies.
Currently, the nCLE-probe is limited to the use of the EUS-19G needle as it does not fit
through the single clinically available 19G EBUS needle. This is a temporary issue as other
19G EBUS needles with increased inner diameter of the needle, are in development.
A limitation of this study is the selection of the video-sequences. In the same fashion as most
published validation studies of CLE in other organs [16, 19], not all collected video-material
was shown in order to make it feasible for the seven raters to evaluate the nCLE-videos in a
limited amount of time.
For future lung cancer studies we recommend to move the needle-probe slowly forwards for
optimal image quality. In our experience a backward motion leads to increased obscured
imaging due to the presence of erythrocytes from damaged vessels. In our experience, the
time to image a lymph node with nCLE over the full diameter in a single plane takes around
10 seconds including fanning the needle with a slightly changed angle to increase the imaged
area.

For this study the widely available and safe contrast agent fluorescein was used for obtaining
nCLE imaging [15]. Advantages of the use of intravenous fluorescein is that it works rapidly
(<1 minute) and stains the extracellular matrix which enables visualization of the shape of
cellular structures and vessels [16, 18, 20]. It should be noted however, that nCLE in its
current form cannot substitute pathology or improve ROSE, because nCLE with fluorescein
does not stain the nucleus of cells and does not allow for tumor marker analysis, which is
important in determining lung cancer subtypes and optimal treatment strategy. Currently there
is no evidence that nCLE is superior to ROSE to detect tumor in lung lesions. Prospective
studies comparing the two modalities for on-site identification of tumor cells are needed.
Pending technological improvements and confirmation of our findings, our results show the
potential of nCLE as a guidance tool to identify the optimal area for sampling and as a realtime feedback technique for diagnostic, staging and treatment procedures in lung cancer.
Integration of nCLE in the recently developed robotic bronchoscopic navigational technology
[3] may result in an optimal real-time bronchoscopic lung cancer detection tool.
In conclusion, we showed that endosonography guided nCLE imaging in lung cancer was
feasible and safe. Needle-based CLE enabled ‘live cell imaging’ of malignant cells and was
consistently interpreted.

1.5 Acknowledgements
This research was an investigator initiated study. The study was designed independent from
commercial parties. CLE-material was purchased for a reduced fee from Mauna Kea
Technologies.

We thank the patients that participated in this study. We thank Marijke Twisk, Rob Hoogvorst
(Department of Pathology), Laurence Crombag and Joris Veltman (Department of
Pulmonology), Jan-Erik Freund and Esmee Liem (Department of Urology) for their time and
effort in rating the CLE-videos.
Abbreviations
CI: confidence interval, CT: computed tomography, EBUS: endobronchial ultrasound, EMN:
Electro Magnetic Navigation, ESGE: European Society of Gastrointestinal Endoscopy, EUS:
esophageal ultrasound, FDG: fluoro deoxy glucose, FNA: fine needle aspiration, GI: gastrointestinal, IOR: intra-observer reliability, IOA: interobserver agreement, k:kappa, nCLE:
needle based confocal laser endomicroscopy, NPV: negative predictive value, PET: positron
emission tomography, PPV: positive predictive value, ROSE: rapid on-site evaluation, SUV:
standardized uptake value

References
[1] C. Global Burden of Disease Cancer, C. Fitzmaurice, C. Allen, R.M. Barber, L. Barregard, Z.A.
Bhutta, H. Brenner, D.J. Dicker, O. Chimed-Orchir, R. Dandona, L. Dandona, T. Fleming, M.H.
Forouzanfar, J. Hancock, R.J. Hay, R. Hunter-Merrill, C. Huynh, H.D. Hosgood, C.O. Johnson, J.B. Jonas,
J. Khubchandani, G.A. Kumar, M. Kutz, Q. Lan, H.J. Larson, X. Liang, S.S. Lim, A.D. Lopez, M.F.
MacIntyre, L. Marczak, N. Marquez, A.H. Mokdad, C. Pinho, F. Pourmalek, J.A. Salomon, J.R. Sanabria,
L. Sandar, B. Sartorius, S.M. Schwartz, K.A. Shackelford, K. Shibuya, J. Stanaway, C. Steiner, J. Sun, K.
Takahashi, S.E. Vollset, T. Vos, J.A. Wagner, H. Wang, R. Westerman, H. Zeeb, L. Zoeckler, F. AbdAllah, M.B. Ahmed, S. Alabed, N.K. Alam, S.F. Aldhahri, G. Alem, M.A. Alemayohu, R. Ali, R. AlRaddadi, A. Amare, Y. Amoako, A. Artaman, H. Asayesh, N. Atnafu, A. Awasthi, H.B. Saleem, A. Barac,
N. Bedi, I. Bensenor, A. Berhane, E. Bernabe, B. Betsu, A. Binagwaho, D. Boneya, I. Campos-Nonato,
C. Castaneda-Orjuela, F. Catala-Lopez, P. Chiang, C. Chibueze, A. Chitheer, J.Y. Choi, B. Cowie, S.
Damtew, J. das Neves, S. Dey, S. Dharmaratne, P. Dhillon, E. Ding, T. Driscoll, D. Ekwueme, A.Y.
Endries, M. Farvid, F. Farzadfar, J. Fernandes, F. Fischer, G.H. TT, A. Gebru, S. Gopalani, A. Hailu, M.
Horino, N. Horita, A. Husseini, I. Huybrechts, M. Inoue, F. Islami, M. Jakovljevic, S. James, M.
Javanbakht, S.H. Jee, A. Kasaeian, M.S. Kedir, Y.S. Khader, Y.H. Khang, D. Kim, J. Leigh, S. Linn, R.
Lunevicius, H.M.A. El Razek, R. Malekzadeh, D.C. Malta, W. Marcenes, D. Markos, Y.A. Melaku, K.G.
Meles, W. Mendoza, D.T. Mengiste, T.J. Meretoja, T.R. Miller, K.A. Mohammad, A. Mohammadi, S.
Mohammed, M. Moradi-Lakeh, G. Nagel, D. Nand, Q. Le Nguyen, S. Nolte, F.A. Ogbo, K.E. Oladimeji,
E. Oren, M. Pa, E.K. Park, D.M. Pereira, D. Plass, M. Qorbani, A. Radfar, A. Rafay, M. Rahman, S.M.
Rana, K. Soreide, M. Satpathy, M. Sawhney, S.G. Sepanlou, M.A. Shaikh, J. She, I. Shiue, H.R. Shore,
M.G. Shrime, S. So, S. Soneji, V. Stathopoulou, K. Stroumpoulis, M.B. Sufiyan, B.L. Sykes, R. TabaresSeisdedos, F. Tadese, B.A. Tedla, G.A. Tessema, J.S. Thakur, B.X. Tran, K.N. Ukwaja, B.S.C. Uzochukwu,
V.V. Vlassov, E. Weiderpass, M. Wubshet Terefe, H.G. Yebyo, H.H. Yimam, N. Yonemoto, M.Z. Younis,
C. Yu, Z. Zaidi, M.E.S. Zaki, Z.M. Zenebe, C.J.L. Murray, M. Naghavi, Global, Regional, and National
Cancer Incidence, Mortality, Years of Life Lost, Years Lived With Disability, and Disability-Adjusted
Life-years for 32 Cancer Groups, 1990 to 2015: A Systematic Analysis for the Global Burden of
Disease Study, JAMA Oncol 3(4) (2017) 524-548.
[2] D.E. Ost, A. Ernst, X. Lei, K.L. Kovitz, S. Benzaquen, J. Diaz-Mendoza, S. Greenhill, J. Toth, D. FellerKopman, J. Puchalski, D. Baram, R. Karunakara, C.A. Jimenez, J.J. Filner, R.C. Morice, G.A. Eapen, G.C.
Michaud, Y.M.R.M. Estrada, S. Rafeq, H.B. Grosu, C. Ray, C.R. Gilbert, L.B. Yarmus, M. Simoff, A.Q.B.
Registry, Diagnostic Yield and Complications of Bronchoscopy for Peripheral Lung Lesions. Results of
the AQuIRE Registry, Am J Respir Crit Care Med 193(1) (2016) 68-77.
[3] P.J. Swaney, A.W. Mahoney, B.I. Hartley, A.A. Remirez, E. Lamers, R.H. Feins, R. Alterovitz, R.J.
Webster, 3rd, Toward Transoral Peripheral Lung Access: Combining Continuum Robots and Steerable
Needles, J Med Robot Res 2(1) (2017).
[4] P.C. Benias, L.S. D'Souza, H. Papafragkakis, J. Kim, M. Harshan, N.D. Theise, D.L. Carr-Locke,
Needle-based confocal endomicroscopy for evaluation of malignant lymph nodes - a feasibility study,
Endoscopy 48(10) (2016) 923-8.
[5] M. Giovannini, Needle-based confocal laser endomicroscopy, Endosc Ultrasound 4(4) (2015) 284288.
[6] S.G. Krishna, W.R. Brugge, J.M. Dewitt, P. Kongkam, B. Napoleon, C. Robles-Medranda, D. Tan, S.
El-Dika, S. McCarthy, J. Walker, M.E. Dillhoff, A. Manilchuk, C. Schmidt, B. Swanson, Z.K. Shah, P.A.
Hart, D.L. Conwell, Needle-based confocal laser endomicroscopy for the diagnosis of pancreatic cystic
lesions: an international external interobserver and intraobserver study (with videos), Gastrointest
Endosc 86(4) (2017) 644-654 e2.
[7] F.S. Fuchs, S. Zirlik, K. Hildner, M. Frieser, M. Ganslmayer, S. Schwarz, M. Uder, M.F. Neurath,
Fluorescein-aided confocal laser endomicroscopy of the lung, Respiration 81(1) (2011) 32-8.

[8] A. Sorokina, O. Danilevskaya, A. Averyanov, F. Zabozlaev, D. Sazonov, L. Yarmus, H.J. Lee,
Comparative study of ex vivo probe-based confocal laser endomicroscopy and light microscopy in
lung cancer diagnostics, Respirology 19(6) (2014) 907-13.
[9] A.S. Wellikoff, R.C. Holladay, G.H. Downie, C.S. Chaudoir, L. Brandi, E.A. Turbat-Herrera,
Comparison of in vivo probe-based confocal laser endomicroscopy with histopathology in lung
cancer: A move toward optical biopsy, Respirology 20(6) (2015) 967-74.
[10] L. Wijmans, D.M. de Bruin, S.L. Meijer, J.T. Annema, Real-Time Optical Biopsy of Lung Cancer, Am
J Respir Crit Care Med 194(8) (2016) e10-e11.
[11] S.O. Ha, D.Y. Kim, C.H. Sohn, K.S. Lim, Anaphylaxis caused by intravenous fluorescein: clinical
characteristics and review of literature, Intern Emerg Med 9(3) (2014) 325-30.
[12] F.E. Simons, M. Ebisawa, M. Sanchez-Borges, B.Y. Thong, M. Worm, L.K. Tanno, R.F. Lockey, Y.M.
El-Gamal, S.G. Brown, H.S. Park, A. Sheikh, 2015 update of the evidence base: World Allergy
Organization anaphylaxis guidelines, World Allergy Organ J 8(1) (2015) 32.
[13] K.G. Landis JR, The measurement of observer agreement for categorical data., Biometrics, 1977,
pp. 159-174.
[14] F. JL, Measuring nominal scale agreement among many raters., Psychological Bulletin 76(5)
(1971) 378-382.
[15] M.B. Wallace, A. Meining, M.I. Canto, P. Fockens, S. Miehlke, T. Roesch, C.J. Lightdale, H. Pohl, D.
Carr-Locke, M. Lohr, E. Coron, B. Filoche, M. Giovannini, J. Moreau, C. Schmidt, R. Kiesslich, The
safety of intravenous fluorescein for confocal laser endomicroscopy in the gastrointestinal tract,
Aliment Pharmacol Ther 31(5) (2010) 548-52.
[16] M. Giovannini, F. Caillol, G. Monges, F. Poizat, A.I. Lemaistre, B. Pujol, D. Lucidarme, L. Palazzo, B.
Napoleon, Endoscopic ultrasound-guided needle-based confocal laser endomicroscopy in solid
pancreatic masses, Endoscopy 48(10) (2016) 892-8.
[17] P. Kongkam, R. Pittayanon, P. Sampatanukul, P. Angsuwatcharakon, S. Aniwan, P. Prueksapanich,
V. Sriuranpong, P. Navicharern, S. Treeprasertsuk, P. Kullavanijaya, R. Rerknimitr, Endoscopic
ultrasound-guided needle-based confocal laser endomicroscopy for diagnosis of solid pancreatic
lesions (ENES): a pilot study, Endosc Int Open 4(1) (2016) E17-23.
[18] T.R. Shulimzon, S. Lieberman, Feasibility of Confocal Laser Microscopy in CT-Guided Needle
Biopsy of Pulmonary and Mediastinal Tumors: A Proof-of-Concept Pilot Study, J Vasc Interv Radiol
27(2) (2016) 275-80.
[19] B. Napoleon, A.I. Lemaistre, B. Pujol, F. Caillol, D. Lucidarme, R. Bourdariat, B. Morellon-Mialhe,
F. Fumex, C. Lefort, V. Lepilliez, L. Palazzo, G. Monges, F. Poizat, M. Giovannini, In vivo
characterization of pancreatic cystic lesions by needle-based confocal laser endomicroscopy (nCLE):
proposition of a comprehensive nCLE classification confirmed by an external retrospective
evaluation, Surg Endosc 30(6) (2016) 2603-12.
[20] A.L. Polglase, W.J. McLaren, S.A. Skinner, R. Kiesslich, M.F. Neurath, P.M. Delaney, A
fluorescence confocal endomicroscope for in vivo microscopy of the upper- and the lower-GI tract,
Gastrointest Endosc 62(5) (2005) 686-95.

Legends Tables
Table 1. Patient characteristics and final diagnosis
Table 2. Performance of the observers (n=7) using the 3 identified nCLE criteria (enlarged
pleomorphic cells, dark aggregates, streaming of cells) for the presence of lung cancer based
on 34 nCLE videos from 20 patients. (SD=Standard Deviation)
Table 3. Interobserver agreement (IOA) for the proposed nCLE-criteria for malignancy and
for the final diagnosis between the 7 raters during the first validation session. Intra -observer
reliability (IOR) of the raters comparing the first and the second validation session for the
final diagnosis. Landis-Koch interpretation-system: poor<0.2, fair 0.21-0.4, moderate 0.410.6, substantial 0.61-0.8 and excellent 0.81-1.

Table 1
Variable

Value

No of evaluable patients

21

Age (y) (SD)

67.9 (9.4)

Sex:
Male

15

Female

6

Final diagnosis

21

NSCLC

15
Stage I/II

6

Stage III

8

Stage IV

1

SCLC limited disease (LD)

4

Mesothelioma

1

IgG4 related disease

1

Table 2
Validation session

Sensitivity

Specificity

Accuracy

PPV

NPV

Malignant tumors (n=6)

90.5

89.3

90

92.7

86.2

Metastatic lymph nodes

89.8

89.3

89.6

93.6

83.3

(Total 238 ratings)

(n=21)

Table 3
K-value

95% CI/ SD

Enlarged dark pleomorphic cells (IOA)

0.48

CI 0.46-0.50

Dark aggregates (IOA)

0.31

CI 0.29-0.33

Streaming pattern (IOA)

0.62

CI 0.60-0.64

IOA Final Diagnosis

0.68

CI 0.66-0.70

IOR Final Diagnosis (mean IOR, SD)

0.70

SD ±0.15

Legends Figures:
Figure 1. Study flow diagram
*In total 7 nCLE-imaged lesions were excluded from analysis, because of poor image quality
(5 lymph nodes/pulmonary tumors) or an inconclusive final diagnosis (2 lymph nodes). As
several of these mediastinal nodes were assessed in a single patient, this lead to the exclusion
of only one patient.
Figure 2. A. Chest CT-scan with lung tumor (arrow) and PET-CT scan with intense FDG
uptake (arrow) of the tumor. B. Preparation of the needle: the Luer lock (L) is adjusted on top
of the needle-handle of a 19 Gauge Cook needle. The needle is covered by a sheath (S) and
the AQ-flex mini probe (P) is locked 1 mm in front of the needle tip (T).
C. Real-time EUS-nCLE-FNA: The needle (N) is placed in a pulmonary tumor from an
esophageal (ES) approach under real-time ultrasound guidance. The confocal mini-probe (P)
is positioned in front of the needle tip (T). (scale is 1 cm)
Figure 3. Real-time in-vivo nCLE imaging [A to D] of different pulmonary tumors
(adenocarcinoma, squamous cell carcinoma (SCC), small cell lung carcinoma (SCLC) and
malignant mesothelioma epithelial type located in the mediastinum) with corresponding
cytology of the fine needle aspiration [a to d] and example video. All types of tumors featured
the presence of enlarged pleomorphic cell-shapes. The bright structure in image D represents
a vessel.
Figure 4. Ex-vivo nCLE image (left) of an adenocarcinoma of the lung with corresponding
histology (right) with formation of glandular structures.

Figure 5. In-vivo nCLE imaging of reactive lymph node structures (A to C) with below the
corresponding histology image (a to c) after surgical excision of the node. Dark background
with bright fiber-structure [A], representing the capsular structures of a lymph node [a].
Homogenously distributed grey dots [B], visualized in the cortex of a lymph node with
homogenously shaped and sized lymphocytes [b]. Large dark bubbles [C] representing
adipocytes [c].
In-vivo nCLE imaging of a metastatic lymph node with a background of cortex-appearance
and a cluster of enlarged cells [E] with corresponding cytology [e] of the fine needle
aspiration revealing a cluster of malignant cells (M) of a squamous cell carcinoma with on the
background normal lymphocytes and erythrocytes.

ONLINE SUPPLEMENT LEGENDS
Table. Rater performance (n=7) and confidence level in interpreting nCLE imaging of lung
tumors and mediastinal lymph nodes involved in lung cancer.
Level of confidence

Number of ratings

Correct (%)

False (%)

Good

120

95

5

Moderate

95

89.5

10.5

Poor

23

73.9

26.1

Movie.
Example movie of nCLE-imaging of normal lymph node structures and 3 identified
characteristics for malignancy.

