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Take home message: Our deep learning algorithm detecting 10 common abnormalities 

was trained with 146,717 images and showed excellent performance on chest radiographs, 

helping radiologists improve their performance and advance the reporting time for critical or 

urgent cases. 

  



Abstract 

We aimed to develop a deep-learning algorithm detecting 10 common abnormalities 

(DLAD-10) on chest radiographs and to evaluate its impact in diagnostic accuracy, timeliness 

of reporting, and workflow efficacy. 

DLAD-10 was trained with 146,717 radiographs from 108,053 patients using a 

ResNet34-based neural network with lesion-specific channels for 10 common radiologic 

abnormalities (pneumothorax, mediastinal widening, pneumoperitoneum, nodule/mass, 

consolidation, pleural effusion, linear atelectasis, fibrosis, calcification, and cardiomegaly). 

For external validation, the performance of DLAD-10 on a same-day CT-confirmed dataset 

(normal:abnormal, 53:147) and an open-source dataset (PadChest; normal:abnormal, 339:334) 

was compared to that of three radiologists. Separate simulated reading tests were conducted 

on another dataset adjusted to real-world disease prevalence in the emergency department, 

consisting of four critical, 52 urgent, and 146 non-urgent cases. Six radiologists participated 

in the simulated reading sessions with and without DLAD-10. 

DLAD-10 exhibited areas under the receiver-operating characteristic curves (AUROCs) 

of 0.895-1.00 in the CT-confirmed dataset and 0.913-0.997 in the PadChest dataset. DLAD-

10 correctly classified significantly more critical abnormalities (95.0% [57/60]) than pooled 

radiologists (84.4% [152/180]; P=0.01). In simulated reading tests for emergency department 

patients, pooled readers detected significantly more critical (70.8% [17/24] vs. 29.2% [7/24]; 

P=0.006) and urgent (82.7% [258/312] vs. 78.2% [244/312]; P=0.04) abnormalities when 

aided by DLAD-10. DLAD-10 assistance shortened the mean time-to-report critical and 

urgent radiographs (640.5±466.3 vs. 3371.0±1352.5 sec and 1840.3±1141.1 vs. 

2127.1±1468.2, respectively; P-values<0.01) and reduced the mean interpretation time 

(20.5±22.8 vs. 23.5±23.7 sec; P<0.001). 



DLAD-10 showed excellent performance, improving radiologists’ performance and 

shortening the reporting time for critical and urgent cases. 

  



ABBREVIATIONS 

CR = chest radiograph 

DLAD-10 = deep-learning algorithm detecting 10 common abnormalities 

AUROC = area under the receiver operating characteristic curve 

ED = emergency department 

ILD = interstitial lung disease 

PACS = picture archiving and communication system 

  



INTRODUCTION 

   Chest radiographs (CRs) are the most frequently performed radiologic examination [1, 2], 

and the large work burden hampers timely diagnoses, interferes with the clinical workflow, 

and increases the misinterpretation rate [3]. In recent years, deep learning technology has 

been widely applied for CR interpretation [4-9]. Various algorithms have shown good 

performance in specific task-based analyses, including detection of lung nodules/masses, 

pneumothorax, and pulmonary tuberculosis [5-9]. These algorithms may increase radiologists’ 

detection performance and improve their confidence, but it remains unclear whether these 

algorithms could decrease radiologists’ work burden and facilitate timely diagnoses. 

   Radiologists’ interpretation of a radiograph can be typically divided into four processes: 

(1) detection and localization of clinically relevant abnormalities, (2) comparison with 

previous radiographs (if any), (3) final interpretation with differential diagnoses, and (4) 

generation of a radiology report. In this study, we focused on the first step and developed an 

automated algorithm that can detect and localize common abnormal findings on CRs. Several 

algorithms covering multiple abnormalities have been reported, but the coverage of findings 

was limited [10, 11] or the performance was unsatisfactory compared to radiologists [12, 13]. 

Thus, the purpose of our study was to develop a deep learning-based algorithm for 10 

common radiologic abnormalities (DLAD-10) and to evaluate and compare its performance 

to that of radiologists. In addition, we investigated whether DLAD-10 could boost the 

detection performance and workflow efficacy of radiologists on simulated reading test for 

patients visiting the emergency department.  



MATERIALS AND METHODS 

This retrospective study was approved by our institutional review boards and the 

requirement for patients’ informed consent was waived.  

 

Development of the deep learning algorithm detecting 10 common abnormalities 

DLAD-10 was developed for 10 abnormalities, selected to cover a majority of thoracic 

diseases [14]: pneumothorax, mediastinal widening, pneumoperitoneum, nodule/mass, 

consolidation, pleural effusion, linear atelectasis, fibrosis, calcification, and cardiomegaly. 

These abnormalities were defined in accordance with the Fleischer Society glossary [15]. 

Specifically, “mediastinal widening” indicated enlargement of aortic shadow suggesting 

aortic diseases [16] and “fibrosis” indicated focal fibrotic change rather than diffuse reticular 

opacities suggesting interstitial lung disease (ILD) [15]. The study design is summarized in 

Figure 1. 

 

Development Dataset 

For the development of DLAD-10, 146,717 CRs (143,768 postero-anterior and 2,949 

antero-posterior projection; 90,317 normal and 56,400 abnormal) from 108,053 patients 

(55,394 men and 52,659 women; mean age, 56.1±14.5 years) taken between 2004 March and 

2017 December were retrospectively collected from Seoul National University Hospital (CR 

scanner information in eTable 1). Some of the dataset was used in our previous studies [6, 11], 

but the algorithm was re-designed and trained to perform a different task. Every CR was 

reviewed by at least one of 20 board-certified radiologists (labeling group; 7-14 years of 

experience) and image-level labels were obtained for each of the 10 abnormalities. Each 



abnormality was then localized (pixel-level annotation) by the labeling group (details 

described in the Supplement). Training was conducted in a semi-supervised manner, in which 

all radiographs were assigned at least one label for the 10 abnormalities, but some were not 

annotated for the exact location. Details on the numbers of CRs are provided in eTable 2. 

 

Deep learning algorithm 

The model used a ResNet34-based deep convolutional neural network [17]. The final layer 

output 10 different abnormality-specific channels, each representing the probability map for 

the corresponding abnormality (eFigure 1). We inserted an Attend-and-Compare Module in 

the intermediate layers to improve detection performance [18]. During the training, 

AutoAugment algorithm [19] combined with conventional image processing techniques such 

as brightness and contrast adjustment, blurring, and random cropping were applied to 

augment the training dataset. During the inference process, each CR image was split into 

patches, and the network prediction of the image patches was aggregated to create a 

prediction result for the whole image. Binary cross entropy was used as the loss function, 

stochastic gradient descent was used as the optimizer, the learning rate was 0.01-0.001, and 

up to 40 epochs were used (details described in the Supplement). 

 

Internal validation  

For internal validation, 2,523 CRs (2,311 postero-anterior and 212 antero-posterior 

projection; 747 normal and 1,776 abnormal) from 2,523 patients not included in the 

development dataset were collected, all with image-level labels for the 10 abnormalities 

(numbers provided in Table 1). The area under the receiver-operating characteristic curve 



(AUROC) was calculated for each abnormality, and binary classification cutoffs yielding 90% 

and 95% specificity/sensitivity were obtained. 

 

Urgency categorization of chest radiographs 

We categorized the 10 abnormalities covered by DLAD-10 according to their clinical 

urgency following a previous study [20]. “Critical” abnormalities were defined as findings 

requiring immediate management within 12-24 hours (pneumothorax, pneumoperitoneum, 

mediastinal widening), “urgent” abnormalities as non-emergent findings that nonetheless 

require a prompt evaluation of the disease etiology (nodule/mass, consolidation, pleural 

effusion), and “non-urgent” abnormalities as those that do not change patients’ management 

(linear atelectasis, fibrosis, calcification). Cardiomegaly was not categorized, as its clinical 

significance is generally not solely decided by CRs. CRs containing multiple abnormalities 

with different urgency categories were classified as belonging to the most urgent category 

(Figure 2A). 

 

External validation 

External validation was conducted using two independent datasets. First, a temporally 

independent dataset consisting of 190 CRs (169 postero-anterior and 21 antero-posterior 

projection) taken from January to December 2018 from 190 patients (101 men and 89 women; 

mean age 59.4±14.5) accompanied with same-day CT scans as the reference standard, was 

collected from Seoul National University Hospital (SNUH dataset). The dataset was curated 

and labeled by one thoracic radiologist (J.G.N. with 6 years of experience) to contain 20-40 

CRs for each abnormality; the cases were consecutively selected for each abnormality 



(eTable 3). The reference standard of cardiomegaly was only applied to postero-anterior 

images (n=169) according to the cardiothoracic ratio (cutoff, 0.5) [21, 22], while CT was 

referenced for the other nine abnormalities. Additionally, an open dataset (PadChest) 

consisting of 673 CRs labeled by the labeling group was used for the other external validation 

test [23]. The numbers of CRs for individual abnormalities are presented in eTable 3.  

Using the 190 same-day CT-confirmed dataset (SNUH dataset), we performed a reader test, 

in which three thoracic radiologists (J.H.H., J.H.L., and E.J.H. with 7-10 years of experience) 

participated in a comparative analysis with DLAD-10. The three radiologists were not 

involved in the labeling process during the algorithm development. Each radiologist reviewed 

190 CRs independently and decided whether each abnormality was present on each CR. 

 

Simulated reading test for emergency department patients 

Dataset for the simulated reading test 

To investigate the boosting effect of diagnostic accuracy, the timely diagnosis of clinically 

relevant diseases, and the workflow efficacy of DLAD-10 in real clinical situations, CRs 

taken from patients who visited the emergency department (ED) of SNUH in 2018 and had 

same day-CT scans as a reference standard were collected (eTable 4). Among the 1,455 CRs 

from 1,178 patients, 202 CRs from 202 patients (95 men and 107 women; mean age 

57.6±17.9) were selected to match the previously reported disease prevalence of patients 

visiting the ED [24]. Of these CRs, 72.3% (146/202) were clinically insignificant cases and 

27.7% (56/202) were clinically relevant cases, including pneumonia (35.7%; 20/56), 

pulmonary edema (10.7%; 6/56), active tuberculosis (7.1%; 4/56), ILD (5.4%; 3/56), nodule 

or mass (17.9%; 10/56), pleural effusion without any other abnormality (12.5%; 7/56), 



mediastinal mass (1.8%; 1/56), rib fracture (1.8%; 1/56), pneumothorax (3.6%; 2/56), acute 

aortic syndrome (1.8%; 1/56), and pneumoperitoneum (1.8%; 1/56). The corresponding CT 

images served as a reference standard for all diseases, while polymerase chain reaction results 

were additionally used for active pulmonary tuberculosis. The clinically relevant cases were 

categorized into critical (pneumothorax, aortic dissection, pneumoperitoneum) and urgent 

(pneumonia, pulmonary edema, active tuberculosis, ILD, isolated pleural effusion, 

mediastinal mass, rib fracture) diseases following the same criteria used for abnormality 

categorization [25]. 

 

Integration of DLAD-10 into the PACS and reader test 

The results of DLAD-10 were integrated into our institution’s picture archiving and 

communication system (PACS; Gx, Infinitt Healthcare, Seoul, Republic of Korea), so that 

readers could adjust their worklist on the PACS and rearrange the order of CRs according to 

abnormal findings or probability scores yielded by DLAD-10 at their discretion. For the 

abnormal findings, the most emergent finding of a CR image was displayed on the worklist 

along with its probability (eFigure 2). When a reader opened the image, two CRs were 

displayed, one without the DLAD-10 results (original CR) and the other with all abnormal 

findings localized by DLAD-10 with their probability scores (Figure 2). 

Six readers, including two thoracic radiologists (with 7 years of experience), two board-

certified general radiologists (with 6 years of experience), and two radiology residents who 

had experience in reading ED CRs, participated in the reader test. Any of the readers was not 

involved in the labeling process on DLAD-10 development. Each reader interpreted the 202 

CRs twice at a 4-week interval, once with DLAD-10 results (DLAD-10-aided reading session) 

and once without DLAD-10 results (conventional reading session). In the conventional 



reading session, 202 CRs were listed in the PACS worklist in random order and the readers 

interpreted them sequentially. In the DLAD-10-aided reading session, the readers were able 

to rearrange the list of CRs according to the urgency and probability score provided by 

DLAD-10. They were instructed to interpret the more urgent cases first (eFigure 2). 

Reporting was conducted in the same manner as the routine reading process performed in the 

ED. After reviewing the images, each reader made formal reports with 3-4 lines including 

abnormal findings and possible differential diagnoses. Three of the six readers performed the 

conventional reading session before the DLAD-10-aided reading session, while the other 

three performed the DLAD-10-aided reading session first (eFigure 2). The time taken for 

interpretation of each CR by each reader was recorded on the PACS. From these recordings, 

interpretation time taken for each CR and the time taken from the start of the reading session 

to the interpretation of each CR (time-to-report) were calculated (eFigure 2C). 

 

Statistical analyses 

The AUROCs of DLAD-10 in classifying each abnormality in the internal validation 

dataset and two external validation datasets were calculated. The optimal thresholds 

corresponding to the Youden index (J) [26] and thresholds yielding 90% and 95% sensitivity 

and specificity for each abnormality were obtained from the internal validation test, and were 

applied in the external validation and simulated reading test. The sensitivity and specificity of 

DLAD-10 were compared with those of pooled three radiologists in the external validation 

test using generalized estimated equations. For the simulated reading test, the urgency 

categorization accuracy for each disease was calculated for DLAD-10 and the readers. The 

accuracy of the readers in two reading sessions were compared using the McNemar test. 

Interpretation time and time-to-report taken for each CR were measured and compared 



between the two reading sessions using the paired t-test. Statistical analyses were performed 

with SciKit-Learn 0.19.0 [27], MedCalc version 15.8 (MedCalc, Ostend, Belgium), and SPSS 

version 25 (IBM Corp., Armonk, NY, USA). 

  



RESULTS 

Internal validation test 

DLAD-10 showed AUROCs of 0.893-0.996 in internal validation dataset (Table 1). The 

threshold for each abnormality was selected based on its clinical significance and 

sensitivity/specificity, as follows: pneumothorax, 0.38; pneumoperitoneum, 0.15; mediastinal 

widening, 0.21; nodule/mass, 0.32; consolidation, 0.32; pleural effusion, 0.13; linear 

atelectasis, 0.73; fibrosis, 0.70; calcification, 0.67; and cardiomegaly, 0.15. High-sensitivity 

thresholds (sensitivity>93%) were selected for critical (pneumothorax, pneumoperitoneum, 

and mediastinal widening) or urgent (nodule/mass, consolidation, and pleural effusion) 

abnormalities, and high-specificity thresholds (specificity >90%) were selected for non-

urgent abnormalities (linear atelectasis, fibrosis, calcification) (Table 1; Figure 1). 

 

External validation tests 

DLAD-10 showed AUROCs of 0.895 (cardiomegaly) to 1.00 (pneumoperitoneum) for 

each abnormality in the CT-confirmed SNUH dataset, and 0.913 (linear atelectasis) to 0.997 

(pneumothorax) in the PadChest dataset (Table 2). Compared with thoracic radiologists, 

DLAD-10 generally showed higher sensitivities, while radiologists were more specific (Table 

3). DLAD-10 showed comparable performance to the radiologists in terms of AUROCs for 

most abnormalities, while the performance of most radiologists was located below DLAD-

10’s performance curve for critical abnormalities (Figure 3). DLAD-10 correctly categorized 

CRs containing critical abnormalities better than the pooled radiologists (95.0% [57/60] vs. 

84.4% [152/180]); P=0.01) (Table 3). However, DLAD-10 was inferior to the pooled 

radiologists for classifying normal or non-urgent cases (80.0% [64/80] vs. 88.3% [212/240l]; 



P=0.03). 

 

Simulated reading test for emergency department patients 

Urgency categorization accuracy 

The performance of urgency categorization was evaluated in terms of whether the readers 

detected critical or urgent abnormalities corresponding to specific disease entities (urgency 

categorization accuracy; Table 4 and eTable 5). Without DLAD-10 (conventional reading), 

the pooled readers correctly detected only 29.2% (7/24) of critical cases, whereas they 

detected 70.8% (17/24) of critical cases in the DLAD-10-aided reading session (P=0.03). 

DLAD-10 detected all critical cases, but some were ignored by readers, particularly for 

mediastinal widening (eTable 5). For urgent cases, DLAD-10-aided reading increased the 

detection rate (82.7% [258/312]) compared to the conventional reading (78.2% [244/312]; 

P=0.04). The performance increment was the steepest for lung nodules/masses (81.7% [49/60] 

vs. 70.0% [42/60]; P=0.04). Interestingly, the categorization accuracy for non-urgent/normal 

cases also improved with DLAD-10 assistance (93.8% [822/876] vs. 91.4% [801/876]; 

P=0.03). Examples are shown in Figure 2B-C. 

 

Time-to-report 

In the conventional reading session, the mean time-to-report for critical, urgent, and non-

urgent/normal categories was 3371.0±1352.5, 2127.1±1468.2, and 2815.4±1475.9 sec, 

respectively. In the DLAD-10-aided reading session, in which CR-prioritization was made by 

embedding DLAD-10 results into the PACS worklist, the time-to-report substantially 

decreased for critical (640.5±466.3 sec; P<0.001) and urgent (1840.3±1141.1 sec; P=0.002) 



cases (Table 5), while it significantly increased for non-urgent/normal cases (3267.1±1265.7 

sec; P=0.007). 

 

Interpretation time of each radiograph 

The mean interpretation time of the pooled readers decreased in the DLAD-10-aided 

reading session compared to the conventional reading session (mean time per CR, 20.5±22.8 

vs. 23.5±23.7 sec; P<0.001), and five of the six readers had a shorter mean interpretation time. 

With DLAD-10 assistance, the pooled readers spent a significantly shorter time for non-

urgent/normal cases (13.5±16.5 vs. 17.9±16.4 sec; P<0.001) and a significantly longer 

interpretation time for critical cases (36.7±24.4 vs. 23.0±15.2 sec; P=0.01) (eTable 2). 

 

  



DISCUSSION 

   In our study, DLAD-10 successfully detected 10 common abnormalities in two external 

validation datasets with high AUROCs, ranging from 0.895-1.00. On a CT-referenced 

external validation dataset, DLAD-10 showed better sensitivity than the thoracic radiologists 

for most abnormalities (8 of 10). On the simulated reading test for ED patients, the pooled 

readers increased their accuracy for identifying critical and urgent cases when aided with 

DLAD-10 and had a lower false-positive rate for non-urgent/normal cases. With DLAD-10 

assistance, the readers spent a significantly shorter time-to-report for critical and urgent cases. 

Pooled readers consumed shorter interpretation time for non-urgent/normal cases, resulting in 

overall decrease in the mean reading time. 

DLAD-10 was developed to assist radiologists or physicians in routine clinical practice. 

The training data of DLAD-10 were curated by radiologists mostly without CT reference, 

intended to resemble radiologists’ performance, resulting in reasonable output for the readers 

[28, 29]. Another strength of DLAD-10 is that it can localize most thoracic abnormalities 

with high accuracy. This characteristic of DLAD-10 can be further modified to make an end-

to-end algorithm generating a preliminary radiology report from a radiograph, which may 

drastically reduce radiologists’ workload. No previous deep-learning algorithms have been 

capable of covering most clinically relevant abnormalities on CRs with radiologist-level 

performance. Most previously reported deep-learning algorithms for CRs focused on specific 

tasks [5, 6, 9, 10], had insufficient coverage of abnormalities [7, 8], or showed limited 

detection performance compared to the radiologists [12, 13]. 

In this study, we integrated DLAD-10 results into PACS worklist and tested the potential 

of a deep-learning algorithm as a prioritization tool. We found that rearrangement of CRs by 

DLAD-10 pre-analysis enabled earlier reporting of critical or urgent CRs. Further prospective 



studies investigating turnaround time are needed, but our study is meaningful as a pioneering 

report showing the potential role of a deep-learning algorithm as a prioritization tool. 

There was a substantial difference in the radiologists’ performance between the datasets. 

The detection rate of critical CRs by the thoracic radiologists was 84.4% (152/180) in the 

SNUH external validation test, while that in the simulated reading test for ED patients was 

50.0% (4/8) (29.2% [7/24] for pooled six readers). This difference may reflect a discrepancy 

between an experimentally-designed reader test and real clinical situations. The SNUH 

dataset included 31.6% (60/190) critical CRs, while the simulated reading test dataset 

contained few critical CRs (2.0% [4/202]). The higher performance gap between DLAD-10 

and the radiologists in the simulated reading test suggests that DLAD-10 may have a clinical 

impact in real-world situations. 

DLAD-10 showed lower specificity than the radiologists both in external validation and 

simulated reading test. As the threshold values of DLAD-10 for critical and urgent 

abnormalities were selected to be sensitive, its specificity was inevitably lower than the 

radiologists. However, DLAD-10 assistance reduced the false-positive rate of the readers for 

non-urgent or normal cases (6.2% [54/876] vs. 8.6% [75/876]; P=0.03), probably because the 

false-positive results of DLAD-10 were easy to discard (e.g., misclassifying linear atelectasis 

as consolidation or fibrosis as a nodule). 

Further improvements and modifications of DLAD-10 are warranted. Some important 

abnormalities, including rib/vertebral fractures and central line/tube malposition, were not 

covered. Furthermore, DLAD-10 did not differentiate diffuse reticular opacities representing 

ILD from consolidation. Although DLAD-10 successfully detected most ILD cases as diffuse 

consolidation in the simulated reading test (66.7% [2/3]), differentiation of reticular opacities 



from consolidation would be beneficial, as the clinical management is different. Additionally, 

differential diagnosis and interval change evaluations should be included in the next steps. 

   Our study has some other limitations. First, our validation datasets were retrospectively 

collected and could have been affected by selection bias. Second, the criteria for urgency 

classification that we used could be disagreed by other researchers. Third, DLAD-10 did not 

cover lateral images. Last, the worklist rearrangement on PACS based on the CR-urgency is a 

novel feature, which could be unfamiliar to the readers. Becoming accustomed to this 

function could contribute to further improvements of efficacy. 

   In conclusion, DLAD-10 detecting 10 common abnormalities showed excellent 

performance on chest radiographs, helping radiologists to improve their performance and 

advance the reporting time for critical and urgent cases. 

  



List of supplementary material 

Supplementary materials and methods: 1) Data curation 2) Algorithm development 

Supplementary figures: 

eFigure 1: Architecture of the DLAD-10 algorithm. 

DLAD-10 = deep learning-based abnormality detection algorithm. 

eFigure 2: Details of the simulated reading test for emergency department visit patients. (A) 

Six readers, including two thoracic radiologists, two general radiologists, and two radiology 

residents performed the simulation test with DLAD-10 (the DLAD-10-aided reading session) 

and without DLAD-10 (the conventional reading session) at a 4-week interval. Three 

radiologists conducted the DLAD-10-aided reading session first, while the others performed 

the conventional reading session first. (B) In the DLAD-10-aided reading session, a list of the 

radiographs was displayed with abnormality types, urgency, and scores on the worklist. The 

readers were able to rearrange the order of the radiographs according to those findings. In the 

DLAD-10-aided reading session, each case was shown as a set of two images: an original 

image followed by a localized map of abnormalities from DLAD-10. (C) During each session, 

the time taken for the interpretation of each radiograph by each reader was recorded on the 

PACS. From these recordings, interpretation time taken for each radiograph and the time 

taken from the start of the reading session to the interpretation of each radiograph (time-to-

report) were calculated. 

DLAD-10 = deep learning-based abnormality detection algorithm 

 

Supplementary tables: 



eTable 1. Detailed results from the simulated reading test: urgency categorization 

eTable 2. Analysis of interpretation time in the simulated reading test for emergency 

department patients 

eTable 3. Manufacturer and technique-related information for the chest radiographs  

eTable 4. Development dataset information 

eTable 5. Details of the internal and external validation datasets 

eTable 6. Details of the dataset used for the simulated reading test for emergency 

department patients 
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Figure Legends 

Figure 1: Development and validation of DLAD-10. 

DLAD-10 = deep learning-based abnormality detection algorithm 

Figure 2: Examples of DLAD-10 output. (A) Each of 10 possible abnormalities was 

localized and displayed with its probability score. Urgency categorization was performed 

based on the most urgent abnormality. This image was categorized as critical, as it contained 

pneumothorax. (B) A 47-year-old female patient visited the emergency department 

complaining of vague chest pain. A small pneumoperitoneum was detected by DLAD-10, 

while no readers detected the lesion in the conventional reading session. In the DLAD-10-

aided reading session, all readers detected pneumoperitoneum. (C) A 24-year-old male patient 

visited the emergency department due to left chest pain. A small left pneumothorax was 

detected by DLAD-10. Three readers reported pneumothorax in the conventional reading 

session, and all six readers reported it in the DLAD-10-aided reading session. 

DLAD-10 = deep learning-based abnormality detection algorithm, Ptx = pneumothorax, Ndl 

= nodule, PEf = pleural effusion, Ppm = pneumoperitoneum 

Figure 3: Results of DLAD-10 and three thoracic radiologists for the SNUH external 

validation dataset. The AUROC of DLAD-10 and the performance of each radiologist are 

described for each abnormality. 

DLAD-10 = deep learning-based abnormality detection algorithm, AUROC = area under the 

receiver operating characteristic curve



Table 1. Results of DLAD-10 and selected thresholds for each abnormality from the internal validation test 

  Critical  Urgent Non-urgent  

 Pneumothorax Pneumop

eritoneum 

Mediastinal 

widening 

Nodule Consolid

ation 

Pleural 

effusion 

Atelectasis Fibrosis Calcification Cardio

megaly 

Positive cases 384 152 86 507 414 164 208 218 208 215 

Negative cases 2139 2371 2437 2016 2109 2359 2315 2305 2315 2308 

AUROC 0.996 0.996 0.966 0.936 0.925 0.933 0.935 0.893 0.952 0.963 

Threshold selection 

 Optimal 0.38 0.15 0.21 0.45 0.54 0.13 0.37 0.18 0.43 0.15 

   Sensitivity 96.4% 97.4% 93.0% 84.8% 88.7% 97.6% 86.5% 89..5% 88.0% 92.1% 

   Specificity 98.1% 98.9% 91.0% 88.2% 81.2% 78.8% 85.1% 77.5% 91.5% 89.2% 

 Sensitivity 90% - - - 0.31 0.48 0.30 0.20 0.16 0.14 - 

 Sensitivity 95% - - 0.08 0.21 0.32 0.13 0.10 0.04 0.11 0.10 



 Specificity 90% - - - 0.50 0.78 0.63 0.53 0.70 0.37 0.23 

 Specificity 95% - - 0.74 0.70 0.91 0.84 0.73 0.86 0.67 0.66 

The selected threshold value for each abnormality is underlined. The optimal thresholds corresponding to the Youden index (J) were selected 

for critical abnormalities and cardiomegaly, as they yielded satisfactory sensitivity and specificity. For urgent abnormalities, threshold values 

yielding 95% sensitivity were selected. The specificities at the corresponding thresholds were 71.4%, 72.5%, and 79.4% for nodules, 

consolidation, and pleural effusion, respectively. For non-urgent abnormalities, 95% specificity was selected for atelectasis and calcification 

(corresponding sensitivities: 61.5% and 81.3%, respectively). For fibrosis, the threshold yielding 90% specificity was selected (corresponding 

sensitivity: 60.6%), as the threshold of 95% specificity yielded suboptimal sensitivity (39.9%). 

DLAD-10 = deep learning-based abnormality detection algorithm, AUROC = area under the receiver operating characteristic curve 

 



Table 2. External validation results of DLAD-10 

 SNUH Dataset PadChest open dataset 

Total CRs 190 673 

Reference standard Same day-CT or  

cardiothoracic ratio (cardiomegaly) 

Radiologists 

(labeling group) 

Pneumothorax 0.999 

(100%, 98.2%) 

0.997 

(100%, 95.2%) 

Pneumoperitoneum 1.00 

(100%, 98.8%) 

0.994 

(87.5%, 98.8%) 

Mediastinal 

widening 

0.978 

(83.3%, 93.6%) 

0.953 

(100%, 80.1%) 

Nodule  0.943 

(95.7%, 71.9%) 

0.932 

(90.6%, 74.6%) 

Consolidation 0.916 

(82.4%, 78.2%) 

0.967 

(98.3%, 74.7%) 

Pleural effusion 0.944 

(86.5%, 87.6%) 

0.981 

(98.1%, 85.1%) 

Atelectasis 0.909 

(67.9%, 94.4%) 

0.913 

(87.9%, 78.7%) 



Fibrosis 0.972 

(78.9%, 95.3%) 

0.971 

(96.6%, 86.8%) 

Calcification 0.923 

(76.2%, 97.0%) 

0.966 

(91.7%, 89.3%) 

Cardiomegaly 0.895 

(61.1%, 93.4%) 

0.913 

(87.8%, 81.8%) 

Data are presented as AUROC (sensitivity, specificity). 

DLAD-10 = deep learning-based abnormality detection algorithm, AUROC = area under the 

receiver operating characteristic curve 

 



Table 3. Comparison of the performance of DLAD-10 and three thoracic radiologists in 

the external validation test 

Abnormalities DLAD-10 Pooled thoracic 

radiologists 

P-value* 

Sensitivity and specificity for detecting each abnormality 

Pneumothorax 

(n=23) 

Sensitivity 100% (23/23) 91.3% (63/69) <.001 

Specificity 98.2% (164/167) 99.6% (499/501) .10 

Pneumoperitoneum 

(n=19) 

Sensitivity 100% (19/19) 94.7% (54/57) .25 

Specificity 98.2% (168/171) 99.8% (512/513) <.01 

Mediastinal 

widening (n=18) 

Sensitivity 83.3% (15/18) 61.1% (33/54) .03 

Specificity 93.6% (161/172) 98.1% (506/516) <.001 

Nodule (n=23) Sensitivity 95.7% (22/23) 71.0% (49/69) .04 

Specificity 71.9% (120/167) 90.6% (454/501) <.001 

Consolidation 

(n=34) 

Sensitivity 82.4% (28/34) 60.8% (62/102) .01 

Specificity 78.2% (122/156) 91.2% (427/468) <.001 

Pleural effusion 

(n=37) 

Sensitivity 86.5% (32/37) 74.8% (83/111) .03 

Specificity 87.6% (134/153) 95.4% (438/459) <.001 

Atelectasis or 

Fibrosis (n=45) 

Sensitivity 75.6% (34/45) 68.9% (93/135) .29 

Specificity 90.3% (131/145) 83.9% (365/435) .02 



Calcification (n=21) Sensitivity 76.2% (16/21) 58.7% (37/63) .02 

Specificity 97.0% (164/169) 96.8% (491/507) .89 

Cardiomegaly 

(n=18) 

Sensitivity 61.1% (11/18) 35.2% (19/54) .02 

Specificity 93.4% (141/151) 98.5% (446/453) .002 

Urgency categorization accuracy† 

Critical (n=60) 95.0% (57/60) 84.4% (152/180) .01 

Critical or urgent (n=110) 95.5% (105/110) 91.2% (301/330) .09 

Normal/non-urgent (n=80) 80.0% (64/80) 88.3% (212/240) .03 

*P-values were calculated using generalized estimating equations. 

†Accuracy of correctly classifying chest radiographs according to their urgency category. 

DLAD-10 = deep learning-based abnormality detection algorithm, AUROC = area under the 

receiver operating characteristic curve 

 



 

Table 4. Comparison of the urgency categorization accuracy between two reading sessions in the simulated reading test  

 Conventional reading session  DLAD-10-aided reading session P-value* 

Disease of patient Non-urgent Urgent Critical Accuracy  Non-urgent Urgent Critical Accuracy  

Critical (n=4) 13 4 7 29.2%  6 1 17 70.8% .006 

Pneumothorax (n=2) 3 2 7 58.3%  1 1 10 83.3% .38 

Pneumoperitoneum (n=1) 6 0 0 0.0%  0 0 6 100.0% - 

Aortic dissection (n=1) 4 2 0 0.0%  5 0 1 16.7% 1.00 

Urgent (n=52) 68 244 0 78.2%  50 258 4 82.7% .04 

Pneumonia (n=20) 24 96 0 80.0%  22 94 4 78.3% .81 

Pulmonary edema (n=6) 1 35 0 97.2%  1 35 0 97.2% 1.00 

Active tuberculosis (n=4) 8 16 0 66.7%  3 21 0 87.5% .13 

ILD (n=3) 0 18 0 100.0%  0 18 0 100.0% - 



 

Nodule (n=10) 18 42 0 70.0%  11 49 0 81.7% .04 

Pleural effusion (n=7) 7 35 0 83.3%  6 36 0 85.7% 1.00 

Mediastinal mass (n=1) 4 2 0 33.3%  1 5 0 83.3% .25 

Rib fracture (n=1) 6 0 0 0.0%  6 0 0 0.0% - 

Non-urgent/normal (n=146) 801 72 3 91.4%  822 54 0 93.8% .03 

*P-values were calculated using the McNemar test 

DLAD = deep learning-based abnormality detection algorithm, ILD = interstitial lung disease 

  



 

Table 5. Comparison of time-to-report between two reading sessions in the simulated reading test  

Disease of patient Conventional reading session  DLAD-10-aided reading session P-value* 

Critical (n=4) 3371.0 ± 1352.5 (1473-6186)  640.5 ± 466.3 (25-1562) <.001 

Pneumothorax (n=2) 4305.3 ± 1131.9 (3105-6186)  644.3 ± 577.7 (25-1562) <.001 

Pneumoperitoneum (n=1) 2898.7 ± 799.3 (2163-3912)  641.5 ± 383.4 (261-1190) .001 

Aortic dissection (n=1) 1975.0 ± 511.1 (1473-2546)  632.0 ± 345.0 (261-1085) <.001 

Urgent (n=52) 2127.1 ± 1468.2 (123-6227)  1840.3 ± 1141.1 (44-5722) .002 

Pneumonia (n=20) 1968.7 ± 1262.2 (123-6090)  1512.8 ± 1142.0 (66-5389) .002 

Pulmonary edema (n=6) 768.3 ± 340.9 (154-1471)  1310.2 ± 813.6 (133-2856) <.001 

Active tuberculosis (n=4) 2950.6 ± 1669.7 (750-6009)  2248.7 ± 844.9 (845-3603) .04 

ILD (n=3) 2822.9 ± 1162.0 (1419-5090)  1412.5 ± 706.7 (166-2673) <.001 

Nodule (n=10) 2834.2 ± 1514.7 (645-6227)  2496.8 ± 1049.1 (206-5031) .12 



 

Pleural effusion (n=7) 2349.0 ± 1596.0 (268-5667)  2157.0 ± 991.2 (44-4258) .47 

Mediastinal mass (n=1) 1115.2 ± 255.4 (845-1387)  611.8 ± 364.7 (248-1225) .01 

Rib fracture (n=1) 454.0 ± 115.8 (318-635)  3663.5 ± 1136.4 (2251-5772) .001 

Non-urgent/normal 

(n=146) 

2815.4 ± 1475.9 (7-6624)  3267.1 ± 1265.7 (15-5776) <.001 

Data are presented as mean ± SD, with units of seconds, for the time taken to report the corresponding chest radiographs since the 

initialization of each reading session 

*P-values were calculated from the paired t-test. 

DLAD = deep learning-based abnormality detection algorithm, ILD = interstitial lung disease 

  



 
 



 



 

 

  



 

 

  



 

 



Supplement 

Data curation 

The chest radiographs (CRs) with normal or abnormal findings were initially collected and 

classified in terms of whether they had each of the 10 abnormalities based on radiology 

reports from routine clinical practice made at Seoul National University Hospital between 

March 2004 and December 2017. For data curation, all CRs were reviewed once again by at 

least one of 20 board-certified radiologists (labeling group; 7-14 years of experience in 

reading CRs). The data curation process was performed in two steps: image-level 

classification and pixel-level annotation. During the image-level classification, radiologists 

from the labeling group confirmed whether each CR was categorized correctly for each 

abnormality. Afterwards, during the pixel-level annotation, they annotated the exact location 

of each abnormal finding on the CR.  

During the data curation process performed by the labeling group, CRs originally 

designated as normal that actually showed an abnormality and CRs initially classified as 

abnormal that did not have detectable abnormal findings were excluded from the dataset. 

Finally, 146,717 CRs (143,768 postero-anterior projection CRs and 2,949 antero-posterior 

projection CRs; 90,317 normal and 56,400 abnormal CRs) from 108,053 patients (55,394 

men and 52,659 women; mean age, 56.1±14.5 years) were used as our development dataset. 

For each abnormality, 64.4-82.5% of the total dataset had an image-level label, and among 

the positively labeled images, 32.0-100% had a pixel-level annotation. Overall, 51.5% 

(29,018/56,400) abnormal CRs had a pixel-level annotation for at least one of the 10 

abnormalities. Detailed numbers of the CRs with labeling or annotations for each abnormality 

are provided in eTable 2.  



Algorithm development  

We used a deep convolutional neural network with a ResNet-34 backbone [1] with pre-

trained weights from ImageNet for DLAD-10. The final layer outputs 10 different 

abnormality-specific channels, each representing the probability for each abnormality. As the 

indeterminate features of convolutional neural network may result in limitation of receptive 

fields [2], we inserted an Attend-and-Compare module into the indeterminate layers to 

increase the detection performance [3]. For data augmentation, we used the combination 

method of standard ImageNet augmentation techniques [4] and AutoAugment [5], excluding 

the color-related operations. Additionally, conventional image processing techniques such as 

brightness and contrast adjustment, blurring, and random cropping were applied. DICOM raw 

pixel values were standardized into (0, 1) range and resized to have maximum 2,000 pixels 

for either height or width, without changing aspect ratio. DLAD-10 generates coarse 

probability maps with multiple channels, where each channel corresponds to each target 

abnormality. A weakly-supervised localization technique was used, in which the image-level 

probability scores were max-pooled from the output probability maps. When a ground truth 

image-level label was available, the loss was computed with image-level probability scores 

and the label. When a ground truth pixel-level annotation was available, the loss was 

computed with probability maps and annotation maps. Binary cross entropy was used for 

both procedures. Probability maps were used to localize possible regions representing the 

target abnormality. During the inference process, each CR was split into patches, and the 

network prediction of the image patches was aggregated to create a prediction result for the 

whole image. We used stochastic gradient descent as the optimizer, with a mini-batch size of 

128. We applied a learning rate of 0.01 first, and then decreased it to 0.001 after 30 epochs. 

The models were trained up to 40 epochs. 
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Supplementary Figures and Figure Legends 

 

eFigure 1: Architecture of the DLAD-10 algorithm. 

  



 



 

 



 

eFigure 2: Details of the simulated reading test for emergency department visit patients. (A) 

Six readers, including two thoracic radiologists, two general radiologists, and two radiology 

residents performed the simulation test with DLAD-10 (the DLAD-10-aided reading session) 

and without DLAD-10 (the conventional reading session) at a 4-week interval. Three 

radiologists conducted the DLAD-10-aided reading session first, while the others performed 

the conventional reading session first. (B) In the DLAD-10-aided reading session, a list of the 

radiographs were displayed with abnormality types, urgency, and scores on the worklist. The 

readers were able to rearrange the order of the radiographs according to those findings. In the 

DLAD-10-aided reading session, each case was shown as a set of two images: an original 

image followed by a localized map of abnormalities from DLAD-10. (C) During each session, 

the time taken for the interpretation of each radiograph by each reader was recorded on the 

PACS. From these recordings, interpretation time taken for each radiograph and the time 

taken from the start of the reading session to the interpretation of each radiograph (time-to-

report) were calculated. 

DLAD-10 = deep learning-based abnormality detection algorithm 



eTable 1. Manufacturer and technique-related information for the chest radiographs 

Manufacturer 
Manufacture 

model name 
Technique 

Development 

dataset 

Internal 

validation 

dataset 

External 

validation 

dataset* 

Simulated 

reading test 

dataset 

Philips 

Healthcare 

The 

Netherlands 

VS, VT etc. DR 68,963 1,301 117  

FUJIFILM Japan 5000, 

VELOCITY-T 

DR 5,924 265   

GE 

Healthcare 

USA Global 1 

Platform 

DR 13,447 291 3  

Canon Japan CXDI, CN DR 4,329 165   

Siemens USA Fluorospot 

Compact FD 

DR 12,341 221 58 176 

Samsung Korea DGR-

C22M2A/KR 

DR 860 18 9  

DongKang Korea INNOVISION DR 4,260 14   

Konica Japan CS-7 DR 552 49   



Carestream USA DRX-

Revolution 

DR 4,761 198 3 26 

Listem Korea DRS DR 109 1   

Unknown   DR 31,171    

Total    146,717 2,523 190 202 

*This dataset refers to the SNUH dataset used for external validation. 

DR = digital radiography



eTable 2. Development dataset information 

 Pneumo

thorax 

Pneumop

eritoneum 

Mediastinal 

widening 

Nodule Consoli

dation 

Pleural 

effusion 

Atelectasis Fibrosis Calcificati

on 

Cardio

megaly 

Abnormal  

Negative label 112,008 92,194 93,583 102,731 87,940 109,947 90,662 91,375 91,691 91,015 90,317 

Positive label 7,254 4,936 471 12,408 13,004 11,089 10,559 3,856 2,840 3,399 56,400 

 Annotation + 4,324 1,860 471 6,029 11,282 5,972 3,378 3,506 2,455 2,421 29,018 

 Annotation - 2,930 3,076 0 6,379 1,722 5,117 7,181 350 385 978 27,382 

Not labeled 27,455 49,587 52,663 31,578 45,773 25,681 45,496 51,486 52,186 52303 0 

Total 146,717 146,717 146,717 146,717 146,71

7 

146,717 146,717 146,717 146,717 146,717 146,717 

 

 



eTable 3. Details of the internal and external validation datasets 

 Internal 

validation dataset 

SNUH dataset PadChest open 

dataset 

Total CRs  190 673 

Reference standard Radiologists 

(labeling group) 

Cardiothoracic ratio on 

CR (for 

cardiomegaly), 

Same-day CT (others) 

Radiologists 

(labeling group) 

Projection PA: 2,311 

AP: 212 

PA: 169 

AP: 21 

all PA 

Pneumothorax 384 23 11 

Pneumoperitoneum 152 19 24 

Mediastinal 

widening 

86 18 4 

Nodule  507 23 32 

Consolidation 414 34 119 

Pleural effusion 164 37 54 

Atelectasis 208 28 58 

Fibrosis 218 19 29 

Calcification 208 21 36 

Cardiomegaly 215 18 90 

Normal 747 55 334 

Cardiomegaly was only evaluated on postero-anterior images. 

CR = chest radiograph, PA = postero-anterior, AP = antero-posterior  



eTable 4. Details of the dataset used for the simulated reading test for emergency 

department patients 

 Number Other information 

Total 202 Manufacturer 

Postero-anterior 176 Fluorospot Compact FD (Siemens, USA) 

Antero-posterior 26 DXR-Revolution (Carestream, USA) 

Disease entity  Reference standards 

 Critical 4  

  Pneumothorax 2 Same-day CT scan 

  Pneumomediastinum 1 Same-day CT scan 

  Acute aortic syndrome 1 Same-day CT scan: aortic dissection 

 Urgent 52  

  Pneumonia 20 Same-day CT scan 

  Pulmonary edema 6 Same-day CT + clinically supported 

  Active tuberculosis  4 Same-day CT scan + PCR-confirmed  

  Interstitial lung disease 3 Same-day CT scan: UIP pattern 

  Lung nodule 10 Same-day CT scan, confirmed to be lung 

cancer (n=5), metastasis (n=4), and 

granuloma (n=1) 

  Isolated pleural effusion 7 Same-day CT scan 

  Mediastinal mass 1 Same-day CT scan, confirmed thymic 

epithelial tumor 

  Rib fracture 1 Same-day CT scan 

 Non-urgent/normal 146 Same-day CT scan 

CT = computed tomography, PCR = polymerase chain reaction, UIP = usual interstitial 

pneumonia 



eTable 5. Detailed results from the simulated reading test: urgency categorization 

Performance of DLAD-10 

 Non-urgent Urgent Critical Accuracy   

Critical 0 0 4 100%   

Pneumothorax 0 0 2 100%   

Pneumoperitoneum 0 0 1 100%   

Aortic dissection 0 0 1 100%   

Urgent 5 34 13 65.4%   

Pneumonia 2 10 8 50.0%   

Pulmonary edema 0 4 2 66.7%   

Active tuberculosis 0 4 0 100%   

ILD 0 2 1 66.7%   

Nodule 1 8 1 80.0%   

Pleural effusion 1 6 0 85.7%   

Mediastinal mass 0 0 1 0.0%   

Rib fracture 1 0 0 0.0%   

Non-urgent/normal 130 7 9 89.0%   

       

 Conventional reading session  DLAD-10-aided reading session 

Pooled readers (readers 1-6) 

 Non-urgent Urgent Critical Accuracy  Non-urgent Urgent Critical Accuracy 

Critical 13 4 7 29.2%  6 1 17 70.8% 

Pneumothorax 3 2 7 58.3%  1 1 10 83.3% 

Pneumoperitoneum 6 0 0 0.0%  0 0 6 100.0% 

Aortic dissection 4 2 0 0.0%  5 0 1 16.7% 

Urgent 68 244 0 78.2%  49 260 3 83.3% 

Pneumonia 24 96 0 80.0%  23 94 3 78.3% 

Pulmonary edema 1 35 0 97.2%  1 35 0 97.2% 

Active tuberculosis 8 16 0 66.7%  3 21 0 87.5% 

ILD 0 18 0 100.0%  0 18 0 100.0% 

Nodule 18 42 0 70.0%  9 51 0 85.0% 

Pleural effusion 7 35 0 83.3%  6 36 0 85.7% 

Mediastinal mass 4 2 0 33.3%  1 5 0 83.3% 



Rib fracture 6 0 0 0.0%  6 0 0 0.0% 

Non-urgent/normal 801 72 3 91.4%  817 59 0 93.3% 

          

Thoracic radiologists (readers 1 and 2) 

 Non-urgent Urgent Critical Accuracy  Non-urgent Urgent Critical Accuracy 

Critical 3 1 4 50.0%  2 0 6 75.0% 

Pneumothorax 0 0 4 100.0%  0 0 4 100.0% 

Pneumoperitoneum 2 0 0 0.0%  0 0 2 100.0% 

Aortic dissection 1 1 0 0.0%  2 0 0 0.0% 

Urgent 16 88 0 84.6%  14 90 0 86.5% 

Pneumonia 5 35 0 87.5%  6 34 0 85.0% 

Pulmonary edema 0 12 0 100.0%  0 12 0 100.0% 

Active tuberculosis 2 6 0 75.0%  1 7 0 87.5% 

ILD 0 6 0 100.0%  0 6 0 100.0% 

Nodule 3 17 0 85.0%  2 18 0 90.0% 

Pleural effusion 2 12 0 85.7%  2 12 0 85.7% 

Mediastinal mass 2 0 0 0.0%  1 1 0 50.0% 

Rib fracture 2 0 0 0.0%  2 0 0 0.0% 

Non-urgent/normal 258 31 3 88.4%  268 24 0 91.8% 

          

General radiologists (readers 3 and 4) 

 Non-urgent Urgent Critical Accuracy  Non-urgent Urgent Critical Accuracy 

Critical 5 1 2 25.0%  2 1 5 62.5% 

Pneumothorax 1 1 2 50.0%  1 1 2 50.0% 

Pneumoperitoneum 2 0 0 0.0%  0 0 2 100.0% 

Aortic dissection 2 0 0 0.0%  1 0 1 50.0% 

Urgent 36 68 0 65.4%  23 79 2 76.0% 

Pneumonia 12 28 0 70.0%  10 28 2 70.0% 

Pulmonary edema 1 11 0 91.7%  1 11 0 91.7% 

Active tuberculosis 4 4 0 50.0%  2 6 0 75.0% 

ILD 0 6 0 100.0%  0 6 0 100.0% 

Nodule 12 8 0 40.0%  6 14 0 70.0% 

Pleural effusion 3 11 0 78.6%  2 12 0 85.7% 

Mediastinal mass 2 0 0 0.0%  0 2 0 100.0% 



Rib fracture 2 0 0 0.0%  2 0 0 0.0% 

Non-urgent/normal 282 10 0 96.6%  281 11 0 96.2% 

          

Radiology residents (readers 5 and 6) 

 Non-urgent Urgent Critical Accuracy  Non-urgent Urgent Critical Accuracy 

Critical 5 2 1 12.5%  2 0 6 75.0% 

Pneumothorax 2 1 1 25.0%  0 0 4 100.0% 

Pneumoperitoneum 2 0 0 0.0%  0 0 2 100.0% 

Aortic dissection 1 1 0 0.0%  2 0 0 0.0% 

Urgent 16 88 0 84.6%  13 89 2 85.6% 

Pneumonia 7 33 0 82.5%  6 32 2 80.0% 

Pulmonary edema 0 12 0 100.0%  0 12 0 100.0% 

Active tuberculosis 2 6 0 75.0%  0 8 0 100.0% 

ILD 0 6 0 100.0%  0 6 0 100.0% 

Nodule 3 17 0 85.0%  3 17 0 95.0% 

Pleural effusion 2 12 0 85.7%  2 12 0 85.7% 

Mediastinal mass 0 2 0 100.0%  0 2 0 100.0% 

Rib fracture 2 0 0 0.0%  2 0 0 0.0% 

Non-urgent/normal 261 31 0 89.4%  273 19 0 93.5% 

ED = emergency department, DLAD-10 = deep learning-based abnormality detection algorithm, ILD = interstitial lung disease



eTable 6. Analysis of interpretation time in the simulated reading test for emergency 

department patients 

  Non-urgent 

(n=146) 

Urgent 

(n=52) 

Critical 

(n=4) 

Total 

(n=202) 

Thoracic radiologists 

Reader 

1 

Conventional 21.8 ± 24.7 

(6-203) 

48.8 ± 30.3 

(8-129) 

24.0 ± 16.1 

(5-44) 

28.8 ± 28.6 

(5-203) 

DLAD-10-

aided 

19.6 ± 20.4 

(4-127) 

52.7 ± 31.1 

(5-138) 

42.5 ± 30.7 

(6-81) 

28.6 ± 27.8 

(4-138) 

*P-values .40 .40 .43 .94 

Reader 

2 

Conventional 25.8 ± 16.7 

(9-90) 

52.7 ± 46.3 

(12-344) 

30.3 ± 24.6 

(15-67) 

32.8 ± 29.9 

(9-344) 

DLAD-10-

aided 

21.2 ± 21.3 

(6-147) 

45.9 ± 29.1 

(9-161) 

33.0 ± 25.1 

(13-69) 

27.8 ± 25.9 

(6-161) 

*P-values .03 .29 .61 .02 

General radiologists 

Reader 

3 

Conventional 14.4 ± 10.9 

(7-78) 

29.1 ± 15.4 

(8-80) 

27.3 ± 5.9 

(21-35) 

18.5 ± 13.7 

(7-80) 

DLAD-10-

aided 

11.8 ± 15.8 

(2-102) 

46.5 ± 29.3 

(3-134) 

53.0 ± 41.1 

(23-113) 

21.5 ± 25.9 

(2-134) 

*P-values .07 <.001 .31 .06 

Reader 

4 

Conventional 10.8 ± 7.5 

(4-58) 

34.8 ± 23.9 

(7-107) 

16.3 ± 16.1 

(6-40) 

17.1 ± 13.3 

(4-107) 

DLAD-10-

aided 

6.8 ± 7.2 

(1-47) 

23.4 ± 13.6 

(3-68) 

30.0 ± 9.1 

(19-40) 

11.5 ± 12.0 

(1-68) 



*P-values <.001 .001 .18 <.001 

Radiology residents 

Reader 

5 

Conventional 15.5 ± 10.0 

(6-52) 

27.4 ± 29.8 

(8-220) 

20.5 ± 14.9 

(8-42) 

18.6 ± 18.1 

(6-220) 

DLAD-10-

aided 

14.0 ± 14.0 

(4-65) 

26.9 ± 16.3 

(4-94) 

25.0 ± 7.8 

(16-35) 

16.9 ± 14.0 

(4-94) 

*P-values .06 .89 .71 .21 

Reader 

6 

Conventional 19.1 ± 17.5 

(7-129) 

43.0 ± 35.45 

(8-198) 

19.5 ± 13.9 

(9-40) 

25.3 ± 25.5 

(1-198) 

DLAD-10-

aided 

8.32 ± 13.1 

(2-74) 

39.3 ± 23.6 

(2-97) 

36.5 ± 22.3 

(16-68) 

16.9 ± 21.5 

(2-97) 

*P-values <.001 .38 .07 <.001 

Pooled radiologists (readers 1-6) 

Conventional 17.9 ± 16.4 39.3 ± 32.8 23.0 ± 15.2 23.5 ± 23.7 

DLAD-10-

aided 

13.5 ± 16.5 39.1 ± 26.8 36.7 ± 24.4 20.5 ± 22.8 

*P-values <.001 .92 .01 <.001 

Data are presented as average ± SD time [sec] (range) taken to interpret each CR. Significant 

differences in the interpretation time between the conventional and DLAD-10-aided reading 

sessions according to the paired t-test are underlined. 

*P values were calculated from the paired t-test

DLAD-10 = deep learning-based abnormality detection algorithm 




