Title: Characteristics of inspiratory and expiratory reactance in interstitial lung disease

Dr. Hiroshi 13828 Iwamoto hir@hiroshima-u.ac.jp MD, Dr. Noboru 13829 Hattori nhattori@hiroshima-u.ac.jp MD, Dr. Yoshinori 15214 Haruta yharuta@hiroshima-u.ac.jp MD, Dr. Aya 15215 Sugiyama aya-sugiyama@hiroshima-u.ac.jp MD, Dr. Izumi 15216 Nakamura asatoizumikan@yahoo.co.jp MD, Dr. Misa 15220 Nakagawa nakagawa0613@hiroshima-u.ac.jp MD, Dr. Shintaro 15223 Miyamoto shintaro-m@hiroshima-u.ac.jp MD, Dr. Yojiro 15224 Onari onariyo@hiroshima-u.ac.jp MD, Dr. Nobuhisa 15225 Ishikawa nobuhisa_9@msn.com MD, Dr. Kazunori 15227 Fujitaka fujikazu@hiroshima-u.ac.jp MD, Dr. Hiroshi 15229 Murai hmurai@hiroshima-u.ac.jp MD and Prof. Dr Nobuoki 15236 Kohno nokohno@hiroshima-u.ac.jp MD. 1 Molecular and Internal Medicine, Graduate School of Biomedical Science, Hiroshima University, Hiroshima, Japan, 734-8551.

Body: Forced oscillometry is a noninvasive method to measure respiratory impedance and widely used in obstructive lung diseases, but has not been well studied in restrictive lung diseases. This study was conducted to investigate the characteristics of measurements obtained by impulse oscillation system (IOS) in patients with interstitial lung disease (ILD). IOS and spirometry were performed in 64 ILD patients, 54 asthma patients, 49 chronic obstructive pulmonary disease (COPD) patients, and 29 controls. Respiratory resistance and reactance were assessed as measurements averaged over several tidal breaths (whole-breath analysis) and as measurements separately averaged during inspiration and expiration (inspiratory-expiratory analysis). Whole-breath analysis failed to distinguish between ILD and obstructive lung diseases. Inspiratory-expiratory analysis demonstrated no difference between inspiratory and expiratory reactance at 5 Hz (X5) in controls and asthma patients. Expiratory X5 was more negative than inspiratory X5 in COPD patients. In contrast, expiratory X5 was found to be less negative than inspiratory X5 in ILD patients. Furthermore, within-breath change in X5 was inversely correlated with vital capacity and diffusing capacity of carbon monoxide in ILD patients. These results suggest that increased magnitude of X5 during inspiration compared with that during expiration is a characteristic feature of IOS measurements in ILD patients.